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OPERATORS SAFETY SUMMARY 



The general safety information in this part of the summary 
Is for both operating and servicing personnel. Specific 
warnings and cautions will be found throughout the 
manual where they apply, but may not appear in this 
summary. 



Terms In This Manual 

CAUTION statements identify conditions or practices that 
could result in damage to the equipment or other property. 

WARNING statements identify conditions or practices 
that could result in personal injury or loss of life. 

Terms As Marked on Equipment 

CAUTION indicates a personal injury hazard not im- 
mediately accessible as one reads the marking, or a 
hazard to property including the equipment Itself. 

DANGER indicates a personal injury hazard immediately 
accessible as one reads the marking. 



protective ground connection by way of the grounding 
conductor in the power cord is essential for safe opera- 
tion. 



Danger Arising From Loss of Ground 

Upon loss of the protective-ground connection, all 
accessible conductive parts (including knobs and con- 
trols that may appear to be insulating) can render an 
electric shock. 

Use the Proper Power Cord 

Use only the power cord and connector specified for your 
product. 

Use only a power cord that is in good condition. 

For detailed information on power cords and connectors, 
see maintenance section. 



Symbois in This Manuai 

A This symbol Indicates where applicable 
cautionary or other information is to be 
found. 



Symbols As Marked on Equipment 

^ DANGER — High voltage. 




Protective ground (earth) terminal. 
ATTENTION — refer to manual. 



Power Source 



Refer cord and connector changes to qualified service 
personnel. 

Use the Proper Fuse 

To avoid fire hazard, use only the fuse of correct type, 
voltage rating and current rating as specified in the parts 
list for your product. 

Refer fuse replacement to qualified service personnel. 



Do Not Operate in Expiosive Atmospheres 

To avoid explosion, do not operate this product in an 
explosive atmosphere unless it has been specifically 
certified for such operation. 



This product is intended to operate from a power source 
that will not apply more than 250 volts rms between the 
supply conductors or between either supply conductor 
and ground. A protective ground connection by way of the 
grounding conductor in the power cord is essential for 
safe operation. 



Do Not Remove Covers or Panels 

To avoid personal injury, do not remove the product 
covers or panels. Do not operate the product without the 
covers and panels properly installed. 



Grounding the Product 

This product is grounded through the grounding conduc- 
tor of the power cord. To avoid electrical shock, plug the 
power cord Into a properly wired receptacle before 
connecting to the product input or output terminals. A 



Do Not Operate Without Covers (for TM 500 plug- 
ins only) 

To avoid personal injury, do not operate this product 
without covers or panels installed. Do not apply power to 
the plug-in via a plug-in extender. 



@ 



III 




SERVICE SAFETY SUMMARY 

FOR QUALIFIED SERVICE PERSONNEL ONLY 

Refer also to the preceding Operators Safety Summary. 



Do Not Service Alone 

Do not perform internal service or adjustment of this 
product unless another person capable of rendering first 
aid and resuscitation Is present. 



Use Care When Servicing With Power On 

Dangerous voltages exist at several points in this product. 
To avoid personal injury, do not touch exposed connec- 
tions and components while power Is on. 



Disconnect power before removing protective panels, 
soldering, or replacing components. 

Power Source 

This product is intended to operate from a power source 
that will not apply more than 250 volts rms between the 
supply conductors or between either supply conductor 
and ground. A protective ground connection by wayofthe 
grounding conductor in the power cord is essential for 
safe operation. 




RECAPITULATIF DES CONSIGNES 

DE SECURITE 
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Le texte ci-dessous, divise en deux parties, resume les consignes de s6curite qui doivent etre observ^es ^ 
toutes les phases de I'utilisation, de la maintenance et des reparations de I'appareil. 



Consignes de securite destinees aux utilisateurs. Les consignes generales de securite s'adressent a la fois 
aux utilisateurs et au personnel de maintenance. Avertissements et precautions 6 respecter sont annotes au 
long de ce manuel, a chaque fois que I'utilisation du DC 508A I'exige. 



TERMES 



Dans ce manuel 

Les nota d^nomm^s «Attention» indiquent les circonstances ou les manipulations pouvant provoquerdes 
deteriorations de I'appareil ou de tout autre equipement associe. 



Les nota denomm^s «Avertissement» indiquent les circonstances ou les manipulations pouvant entramer 
blessures corporelles, eventual lament mortelles. 



Graves sur I'appareil 

CAUTION (attention). Ce mot identifie les zones de risque de blessure, non immediatement perceptibles 
ou un risque eventual de deterioration de I'appareil. 



DANGER. Ce mot indique les zones de risque immediat pouvant entramer blessures ou mort. 



SYMBOLES 



Dans ce manuel 

A 



Ce symbole de securite signifie : se reporter au manuel. 



Graves sur I'appareil 






DANGER — Haute tension 




Protection a la masse 
ATTENTION — se reporter au manuel 
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Utiliser le cordon d'alimentation appropri4 

N'utiliser que le cordon d'alimentation et la prise recommandes pour votre appareil. N'utiliser qu'un cordon 
d'alimentation en bon 6tat. Pour effectuer les changements de cordons d'alimentation et de prises, faire ap- 
pel a un personnel qualifie. 



Utiliser le fusible appropri^ 

Pour 6viter tout risque d'accident (incendie...) n'utiliser que le fusible recommande pour votre appareil. Les 
remplacements de fusible doivent toujours etre en harmonie avec le type, la vitesse de tension et la vitesse de 
courant. SeuI, un personnel competent peut proc6der a un changement de fusible. 



Ne pas utiliser I'appareil en atmospheres explosives 

Pour eviter toute explosion, ne pas utiliser cet appareil dans une atmosphere de gaz explosifs e moins qu'une 
telle utilisation n'ait ete specifiquement reconnue possible. 



Ne pas dter les capots ou panneaux 

Pour eviter tout incident corporel grave, ne pas oter les panneaux ou capots de protection de I'appareil. Celui- 
ci ne doit pas fonctionner tant que les panneaux et capots n'ont pas correctement ete mis en place. 



Ne pas faire fonctionner I'appareil sans les capots et panneaux (pour les tiroirs de la serie TM 500 uniquement) 

Pour §viter tout incident corporel grave, ne pas utiliser I'appareil alors que les capots ou panneaux ne sont 
pas remis en place. N'appliquer aucune tension au tiroir par I'interm^diaire d'un cordon d'extension. 



CONSIGNES DE SECURITE 

UNIQUEMENT DESTINEES AU PERSONNEL 
DE MAINTENANCE 

II est indispensable de se referer 4galement aux consignes de s4curit4 it Tattention des utilisateurs. 



Ne jamais @tre seuI pour proc^der ^ I'entretien de I'appareil. 



Agir avec precaution si Ton effectue une reparation alors que I'appareil est sous tension 

Des tensions dangereuses existent en divers points de I'appareil. Pour eviter tout risque de blessure corporel- 
le, ne touchez ni aux connexions exposees ni aux composants alors que I'appareil est sous tension. 

Couper I'alimentation avant d'enlever les panneaux de protection, d'effectuer des soudures ou de remplacer 
des composants. 



Source d'alimentation 

Ce produit est congu pour fonctionner ^ partir d'une source d'alimentation qui n'appliquera pas plus de 
250 V efficaces entre les conducteurs d'alimentation ou entre cheque conducteur d'alimentation et la terre. 
Pour utiliser I'appareil en toute securite, une connexion a la masse au moyen d'un conducteur de masse dans 
le cordon d'alimentation est indispensable. 
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SICHERHEITSANGABEN 

DerfolgendeText enthSIt in zwei Teilen Angaben QberSicherheitsvorkehrungen, die jeder- 
zeit bei Betrieb, Service und Reparatur des Gerfltes beachtet warden mQssen. 

SICHERHEITSANGABEN FUR DEN ANWENDER 



Die allgemeinen Sicherheitsinformationen in diesem Tail der Angaben dienen dem Anwen- 
der- und Servicepersonal. Spezieile Warnungen und Hinweise sind uberall im Handbuch zu 
finden, mussen jedoch in diesen Angaben nicht erscheinen. 

BEGRIFFE 



In diesem Handbuch 

VORSICHTSHiNWEISE eriSutern Bedingungen, die zurZerstdrung des GerStes Oder ande- 
rer GegenstSnde fOhren kdnnten. 

WARNUNGSHiNWEiSE erldutern Bedingungen, die zu PersonenschSden fCihren kdnnen 
Oder iebensgefahrlich sind. 

Markierungen auf dem Ger3t 

CAUTION - VORSICHT weist darauf hin, daB durch zufSIliges Beruhren an einer nicht unmit- 
telbar zugdnglichen Stelle Personenschaden entstehen kann, Oder Schaden am Gerat 
selbst. 

DANGER - GEFAHR weist darauf hin, daB durch zufalliges Beruhren an einer zuganglichen 
Stelle Personenschaden entstehen kann. 

SYMBOLE 



In diesem Handbuch 




Dieses Symbol zeigtan, wo Vorsichtwalten zu lassen ist, oderwo Informationen 
zu finden sind. 



Markierungen auf dem Gerat 




GEFAHR - Hochspannung. 
Schutzerdungskontakt 




ACHTUNG - beziehen Sie sich auf das Handbuch 
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Netzspannungsversorgung 

Die Betriebsspannung fur dieses Gerat darf 250 Ve„ nicht uberschreiten und ist an die Ver- 
sorgungsleitungen bzw. an eine Versorgungsleitung und Masse anzulegen. Ein Schutzerder 
innerhalb des NetzanschluBkabels ist mit derGerStemasse verbunden und dientdersiche- 
ren Arbeitsweise. 



MasseanschluB des Gerates 

Das Gerat wird uber den Schutzleiter des Netzkabels mit Erdpotential verbunden. Zur Ver- 
meidung von elektrischen Schiagen ist der Netzstecker nur in korrekt verdrahtete Steckdo- 
sen einzustecken und zur sicheren Arbeitsweise fur eine gute Schutzpotential-Verbindung 
zwischen Gerat und Schutzpotential zu sorgen. 



Verwendung eines korrekten NetzanschluBkabels 

Verwenden Sie nur Netzkabel, die fur dieses Gerat geeignet sind und die sich in gutem 
Zustand befinden. 

Fur detaillierte Informationen uber Kabel und Stecker beziehen Sie sich auf Abbildungen 
innerhalb des Handbuches. 

Ein Austausch von Kabein und Steckern ist nur von geschultem Personal vorzunehmen. 



Arbeiten Sie nicht in explosiver Umgebung 

ZurVermeidungvonExplosionen ist die Inbetriebnahme dieses Gerates in explosiver Umge- 
bung zu unterlassen, wenn das Gerat nicht dafur geeignet ist. 



Entfemen Sie keine Gehauseabdeckungen 

Zur Vermeidung von Personenschaden sind keine Gehauseteile zu entfemen. Auch ist das 
Gerat ohne Gehause nicht in Betrieb zu nehmen. 



Arbeiten Sie nicht ohne Gehauseabdeckung 

Zur Vermeidung von Personenschaden ist das Gerat nicht ohne Gehause in Betrieb zu neh- 
men. Der Einschub sollte nicht uber einen Veriangerungsadapter betrieben werden. 



viii 
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SICHERHEITSANGABEN FUR DEN SERVICE 

NUR FUR GESCHULTES PERSONAL 

Beziehen Sie sich auch auf die vorangehenden Sicherheitsangaben fur den Anwender. 



Fiihren Sie keine ServicetStigkeiten alleine durch 

Nehmen Sie an dem GerSt keine Service- Oder Einsteiiarbeiten vor, wenn nicht eine andere 
Person verfugbar ist, um im Bedarfsfall Erste Hilfe Oder Wiederbeiebungsversuche zu 
leisten. 



Lassen Sie besondere Vorsicht walten, wenn Sie an einem unter Spannung stehenden 
GerSt arbeiten 

An verschiedenen Stellen im GerSt liegen hohe und damit gefahriicheSpannungen. ZurVer- 
meidung von PersonenschSden sind soiche Steiien und Bauteiie nicht zu beruhren, wSh- 
rend Betriebsspannung aniiegt. 

Vor dem Entfernen von Gehauseteilen, L6ten Oder Ersetzen von Bauteiien ist immer die 
Betriebsspannung zu entfernen. 



Netzspannungsversorgung 

Die Betriebsspannung fur dieses GerSt darf 250 Ve„ nicht Gberschreiten und ist an die Ver- 
sorgungsleitungen bzw. an eine Versorgungsieitung und Masse anzuiegen. Ein Schutzerder 
innerhaib des NetzanschluBkabels ist mit GerStemasse verbunden und dient der sicheren 
Arbeitsweise. 
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DC SOSA 1 .3 GHz Counter. 




Section 1— DC SOSA 



SPECIFICATION 



Description 

The DC 508A 1.3 GHz Counter measures frequency 
from 10 Hz to 1.3 GHz. Frequencies from 10 Hz to 
100 MHz are measured using the direct input and from 
100 MHz to 1.3 GHz using the prescaier input. The 
counter aiso totalizes events from Oto 000,000,000. Nine7- 
segment light emitting diodes (LED) provide a visual 
numerical display vi^hich allows resolutions of 1 kHz to 
1 Hz (0.1 Hz when using the direct input). The decimal 
point is automatically positioned and leading zeros tothe 
left of the most significant digit or decimal point are 
blanked. Digit overflow Is indicated by a front panel LED. 

• 

The 50 n prescale input has a vswr of 2.2:1 or less and Is 
protected by an easily replaced front-panel fuse which 
opens at approximately 9 V rms. A wide-band limiting 
amplifier with automatic gain control allows an input 
sensitivity of 20 mV rms over the frequency range of the 
prescaler i nput. If the input signal falls belowthe minimum 
level allowable for error-free prescale counting, the LED 
display Is blanked and an input error light is lit. 



Direct input signals can be applied to either a front- 
panel bnc connector or to the rear interface connector. 



The DC 508A operates in Tektronix TM 500-Series 
power modules only. It will operate in any compartment of 
a multiple-compartment power module. 

Performance Conditions 

The electrical characteristics are valid only If the 
DC 508A has been calibrated at an ambient temperature 
between +20® C and +30® C and is operati ng at an ambient 
temperature between 0®C and +50®C, unless otherwise 
noted. 



Items listed in the Performance Requirements column 
of the Electrical Characteristics are verified by completing 
the Performance Check in the Service section of this 
manual. Items listed In the Supplemental Information 
column are not verified in this manual. They are either 
explanatory notes or performance characteristics for 
which no limits are specified. 



Table 1-1 

ELECTRICAL CHARACTERISTICS 



Characteristics 


Performance Requirements 


Supplemental Information 




PRESCALE INPUT 


Frequency Range 


^100 MHz to at least 1.3 GHz 


Prescale divides input frequency by 8. 


Gate Times (resolution) 




8 ms, 80 ms, 800 ms, and 8 s (1 kHz, 
100 Hz, 10 Hz, and 1 Hz). 


Sensitivity (measured from a 
50 0 source) 


<20 mV rms (—21 dBm) from 
<100 MHz to ^1.1 GHz. 

<40 mV rms (—15 dBm) from 
1.1 GHz to 1.3 GHz. 


A two-pole high pass filter at about 
100 MHz prevents erroneous counting if 
frequency is too low. 


Impedance 




50 0 ac coupled 


VSWR 




^2.2:1 


Maximum Operating Input 
Voltage 


<2 V rms (+19 dBm) over the 
specified operating frequency range. 


Vpk^15 V 


Input Protection Voltage 




Input fuse opens at «9 V rms 
(+30 dBm). 
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Table 1-1 (cont) 


Characteristics 


Performance Requirements 


Suppiementai Information 


Input OUT OF RANGE light 




Lights when input voltage is below 
safe level for error-free counting. 
Indicates Input voltage Is too low or 
frequency is too high or too low. 






Display is blanked after the gate time 
when the signal has not met the minimum 
input requirements. 



DIRECT INPUT 



Frequency Range 


<10 Hz to at least 100 MHz. 




Gate Times (resolution) 




1 ms, 10 ms, 100 ms, 1 s, 10 s, and 
totalize (1 kHz, 100 Hz, 10 Hz, 1 Hz, 
and .1 Hz). 


External Sensitivity 


^15 mV rms from <10 Hz to ^ 
^100 MHz. 




External Impedance 
50 Q 




Input is ac coupled. On 50 Q range 
termination is dc connected. 

50 0 ±10%. 


1 MO 




Approximately 1 MO in parallel with 
approximately 25 pF. 


External Maximum Input 
Voltage 

50 0 




Vpk^7 V. 


1 MO, IX Attenuation 




Vpk<400 V, Vp_p<300 V from dc to 
0.75 MHz. 

Vpup<400 V, Vp_p<225"^fMHz from 
0.75 MHz to 22 MHz. 

Vp <400 V, Vp_p<10 V above 22 MHz. 

Pulse: Vp.p<400 V, ^ <5 V/ns. 
dt 


1 MO, 10X Attenuation 




Vpk<400 V, Vp.p^00 V from dc to 
1 MHz. 

Vp.^,<400 V, Vp.^<300^fMHz from 
1 MHz to 6 MHz. 

Vp.^,<400 V, Vp^<100 V above 6 MHz. 


Rear Interface Internal Input 
Sensitivity 




<125 mV rms from <10 Hz to ^50 MHz. 


Impedance 




50 0 ±10%, dc coupled termination. 


Maximum Input Voltage 




Vp.p<4 V. 





Specification— DC SOSA 



Tabie 1-1 (cont) 


Characteristics 


Performance Requirements 


Suppiemental Information 


Resolution Multiplier 






Frequency Range 


^10 Hz to >25 kHz. 




Multiplication 


X100. 




Lock Time 


^5 s. 





COUNTER ACCURACY 



Accuracy 


The overall DC 508A Counter 
accuracy is: 

Accuracy (% of reading) = ± [time 
base accuracy -f- (1 ^ total displayed 
counts)] X 100. 






Time base accuracy = ± [calibration 
accuracy + temperature stability + 
(aging rate X time since calibration) + 
short term stability]. 






Calibration accuracy = ± 
(calibrating standard accuracy + 
adjustment resolution). 





STANDARD iNTERNAL TiME BASE 



Frequency 




10 MHz. 


Temperature Stabiiity 






(0°Cto +50° C) 


5 ppm. 




Aging 




^1 ppm/year. 



OPTION 1 INTERNAL TIME BASE 



Frequency 




10 MHz with proportional oven. 


Temperature Stability 
(0°Cto +50° C) 


±0.2 ppm after warmup. 




Warm-up Time 


Within ±0.2 ppm of final frequency 
in less than 10 minutes when cold 
started at 25° C ambient. 


STANDBY switch allows power to 
oven to remain on while power is 
removed from remainder of 
instrument. 


Aging 

At time of shipping 




1 X 10‘Vday maximum. 


After 30 days of continuous 
operation 




4 X 10'Vweek maximum. 


After 60 days of continuous 
operation 




<1 ppm/year. 


Short Term Stability 




^1 X 10"® rms based on 60 
consecutive 1 second measurements. 


Adjustment Resolution 




±2 parts in 10"* or better. 


Adjustment Range 




Sufficient for 8 years of aging. 
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Table 1-1 (cofit) 


Characteristics 


Performance Requirements 


Syppletnental Information 


POWER CONSUMPTION 


Standard instrument 




^15 W 


With Option 1 




^17 W 



TaWe 1-2 

ENVIRONMENTAL CHARACTERISTICS 



Characteristics 


Information 


Temperature 


Test to procedures of MIL-STD-810C Methods 502.1 and 501.1 using 
Procedure 1 as s(>ecified in MIL-T-288008 paragraph 4.5.5.1.3 and 4. 5,5.1. 4, 


Operating 


0“Cto 4-50° C. 


Non-operating 


-55“Cto+75'’C. 


Humidity 

Operating 


+50^0 to 95% relative humidity* 


Non-operating 


+60°C to 95% relative humidity. 

Test to MIL-STD-810C Method 507.1 Procedure IV, modified as specified in 
MIL-T-28800B paragraph 4.5.5.I.I.2. 


Aititucte 


Test to MIL-STD-810C Method 500.1 Procedure 1 as specified in Ml L-T- 288006 
paragraph 4,5. 5.2, 


Operating 


To 15,000 feet. 


Non-operating 


To 50,000 feet. 


Vibration 

Operating and Non-operating 


With the instrument operating, the vibration frequency is swept from 10 to 
55 to 10 Hz. Vibrate 15 minutes in each of the three major axes at 0.015" totai 
displacement Hoid 10 minutes at any major resonance, or if none, at 55 Hz* 
Total time* 75 minutes. 


Shock 

Non-operating 


30 g’s 1/2 sine, 11 ms duration, 3 shocks in each direction along 3 major 
axes, for a total of 18 shocks. 


Transportation 


Qualified under National Safe Transit Committee Test Procedure 1A, 
Category II. 




Digitally signed by 
http://www.aa4df.com 
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Specification— DC SOSA 



Table 1-3 

PHYSICAL CHARACTERISTICS 



Characteristics 


Information 


Maximum Overall Dimensions 
Height 


4.969 inches (12.621 cm). 


Width 


2.638 inches (6.701 cm). 


Length 


12.088 inches (30.704 cm). 


Front Panel j 

Finish 


Anodized aluminum. 


Net Weight 


Standard instrument ^2 lbs. 2 oz. (0.964 kg). 
Instrument with Options 1 and 7 «2 lbs. 5 oz. (1.5 kg). 



Section 2— DC SOSA 



OPERATING INSTRUCTIONS 



Installation and Removal 




Turn the power module off before inserting the plug-in; otherwise, damage may occur to the plug-in circuitry. 
Because of the high current drawn by the DC 508 A it is also recommended that the power module be turned off 
before removing the DC 508A. Refer to Fig. 2-1. Check to see that the plastic barriers on the interconnecting 
jack of the selected power module compartment match the cut-outs in the DC 508A circuit board edge 
connector. 



Align the upper and lower groove of the DC 508A 
chassis with the upper and lower guides of the selected 
compartment. Push the module I n and press firmly to seat 
the circuit board in the interconnecting jack. 



To remove the DC 508A, pull on the release latch 
located in the lower left corner, until the interconnecting 
jack disengages and the DC 508A will slide out. 




Rg. 2-1. Plug-in installation and removal. 
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Operating Inetructions— DC SOSA 



OPERATING CONSIDERATIONS 

Introduction 

The remainder of this section contains the operating 
information required to obtain the most effective perfor- 
mance from the instrument. This includes the function 
and actions of the controlsand connectors, input connec- 
tions, and some general description of the operating 
modes, which also describe procedures for making basic 
measurements. 



Controls and Connectors 

All of the major controls and connectors for operation 
of the DC 508A are located on thefront panel of the unit. A 
brief functional description of each control and connector 
is included in Fig. 2-2. 

Input Connections 




To avoid instrument damage, make certain the 
voltages applied to the INPUT bnc connectors do 
not exceed the maximum peak or peak-to~peak 
voltages, as stated on the front panel. Refer to Fig. 
2-3. 



Direct Input 

For input frequencies from 10 Hz to 100 MHz use the 
DIRECT INPUT. To use the front-panel input bnc connec- 
tor, make certain the SOURCE pushbutton is released. 
Depress the SOURCE pushbutton If the rear Interface 
connector Input is used. Select either the 50 Cl (pushbut- 
ton depressed) or the 1 MO Input impedance (pushbutton 
released). Use the maximum practical attenuation to 
improve triggering and reduce the possibility of noise on 
the input signal causing erroneous triggering. See Fig. 
2-4. 



Another way to couple signals into the DIRECT INPUT 
is through a 10X probe. Use a probe capable of compen- 
sating for the input capacitance of the DC 508A(«25 pF). 



Prescale Input 

This input is terminated internally into 50 O, It is also 
fused to protect the input circuitry. 



When usingthisinput oftheDIRECTINPUTtermlnated 
i nto 50 Q for high frequency signals, use high quality 50 Cl 



cable, components, attenuators, etc., to prevent reflec- 
tions or ringing causing false counting. If the input 
amplitude or frequency at the PRESCALE INPUT drops 
below useable levels, the INPUT OUT OF RANGE light 
illuminates. 



Frequency Measurements 

Set the RESOLUTION control to the desired resolution 
for either the DIRECT or PRESCALE Inputs. Note that a 
light appears under either the MHz or kHz nomenclature 
on the display. Make certain the STANDBY switch is 
depressed. Adjust the DISPLAY TIME control as desired. 
When this control isf ully clockwise, the display is held and 
no further measurements are made. The lower the resolu- 
tion, the faster the count sampling rate as Indicated by the 
GATE light. The counter is accurate even though the 
OVERFLOW light is illuminated if the digits to the left of 
the most significant displayed digit are known. For greater 
resolution, operate the counter with the most significant 
digits dropped from the display and the OVERFLOW light 
illuminated. To reset the counter, push the RESET button. 



When measuring frequencies from 10 Hz to 25 kHz, 
select the XI or X100 resolution multiplication factor. The 
XI 00 position of the RESOLN MULT provides two ad- 
ditional digits to the right of the decimal point for 
additional resolution. In either the XI or X100 position of 
the RESOLN MULT, the LOSS OF LOCK light illuminates 
when the multiplier is no longer locked to the incoming 
signal. This may be caused by either the input signal 
having insufficient amplitude, a frequency outside the 
specified range, or too much deviation If frequency 
modulated. 



Totalize Mode 

Place the RESOLUTION switch in the TOTALIZE 
mode. Connect the events signal to be counted to the 
INPUT connector, observing the same operating con- 
ditions, with respect to the input as In the counter mode. 



NOTE 

Make certain the RESOLN MULT pushbutton is out. 



Ignore the LOSS OF LOCK light. The GATE light 
remains on continuously. With no count, the least signifi- 
cant digit in the display always displays zero. To reset the 
counter to zero, press the RESET button. 
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operating Instructions— DC 508 A 




MHz INDtCATDR 



kHz (NDICATOR 



lliuminated when counter 
units are in megahertz. 



tlluminated when counter 
units are in kilohertz. 



DISPLAY READOUT 

Seven dloiL 9 character 
LED readout. Decimal 
point positioning ts 
determined by Resolution 
switch setting. 



GATE iNDICATOR 

Illuminated during the 
'measurement interval. 



OVERFLOW INDICATOR. 

Illuminated when decimal 
counting units are fuil, Le, 
after all digits In the display 
are nines. 



STANDBY PUSHBUTTON 

Button out removes power 
from all circuitry except the 
optional time base oscillator 
'circuitry and crystal heater. 



RESOLUTION SWITCH 



LOSS OF LOCK INDICATOR 

Illuminates when phase lock- 
ed loop for RESOLN MULT is 
unlocked. 



msmt aiBECT 

DISPIAY TIME ^RESOUJTlOftl 



Selects counter resolution in 
DIRECT or PRESCALE 
mode. Also selects 
TOTALIZE mode. RESOLN 
MULT switch must be In the 
X1 position for TOTALIZE 
operation. 



RESOLN MULT PUSHBUTTON 

Button in multiplies frequen- 
cy counted, from 10 Hz to 25 
kHz, by 100 for greater 
resolution, Sutton out counts 
input frequency without mul- 
tiplication, Button must be 
out for frequencies above 25 
kHz, and when in TOTALIZE 
mode. 



DISPLAY TIME CONTROL 

Selects time from end of one 
measurement gate to the 
start of the next gate. 



mpul 

OUT OF ftAfiGF 



RESET PUSHBUTTON 

'Momentary pushbutton 
which resets counter and Il- 
luminates all digits for seg* 
ment check. 



INPUT OUT OF RANGE 
INDICATOR 

Illuminated when amplitude 
or frequency is too low for 
proper operation. 



SOUflCt 



ATTEN PUSHBUTTON 



Button in provides XI 0 
attenuation for Input signal, 
button out X1 attenuation. 



INPUT CONNECTOR 

BNC connector for 10 Hz to 
100 MHz signals (DIRECT 
INPUT). 



INPUT CONNECTOR 

BNC connector for 100 MHz 
to 1300 MHz signals 
(PRESCALE INPUT). 



mrmm^ 



RELEASE LATCH 
Pull to remove ptug-in. 



50 Q -1 MO PUSHBUTTON 

Button In selects input Im- 
pedance of 50 O for DIRECT 
INPUT connector, button out 
selects 1 MD, 



SOURCE PUSHBUTTON 

Button in selects rear Inter- 
face connector Input, button 
out selects front panel Input. 






iH)t ; 


1 JQTAim 




" MHi 




1^4 1H.: 



Rg. 2-2. Controls and connectors. 
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Operating Instructions— DC 508A 




246(M 



Fig. 2-3. Illustration of maximum voltage allowed to input connectors. 




Erroneous count Correct count 



2460-5 



Rg. 2-4. Illustration comparing attenuatlon-to-triggering advantages. 
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Kapitel 1 - DC SOSA 



BEDIENUNGSANLEITUNG 



Beschreibung 

Der Zahler DC SOSA miUt Frequenzen im Bereich 10 Hz 
bis 1.3 GHz. Bis zu 100 MHz wird uber den direkten Ein- 
gang gemessen, wahrend Frequenzen oberhalf 100 MHz bis 
1.3 GHz iiber den Vorteiler-Eingang gemessen werden. Der 
DC SOSA zahit auch Ereignisse von 0 bis 000 000 000. Als 
Ziffern-Anzeige dient ein 9-stelliges Siebensegment- 
Leuchtdioden-Display, wodurch Aufibsungen von 1 kHz 
bis 1 Hz (0,1 Hz bei Verwendung des direkten Eingangs) 
erreicht werden. Der Dezimalpunkt wird automatisch 
positioniert, fOhrende Nullen werden unterdrQckt. Ein 
Oberlauf im Dispiay wird durch eine Leuchtdiode ange- 
zeigt. 

Der 50 Ohm-Vorteilereingang verfOgt Qber ein Steh- 
weiienverhaitnis (VSWR) von ^ 2,2 : 1 und wird durch 
eine leicht austauschbare Sicherung geschOtzt, die bei 
Spannungen > 9 Vgff anspricht. 

Durch eine automatische VerstSrkungsregelung wird 
in dem BreitbandverstSrker des Vorteilers Ober den 
gesamten Frequenzbereich eine Empfindlichkeit von 
20mVeff erreicht. Liegt das Eingangssignal unterhalb des 
Pegels bei dem fehierfrei gemessen wird, wird die Zif- 
fern-Anzeige dunkei gehalten, wobei eine Lampe den 
Eingangsfehler signalisiert. 



Zu messende Frequenzen kbnnen bei direktem Ein- 
gang sowohl in den Fronteingang als auch in den riicksei- 
tigen Interfaceeingang eingespeist werden. 

Der Zahler DC SOSA arbeitet nur in Verbindung mit 
Tektronix TM 500-Versorgungseinheiten und hier in 
jedem beliebigen Fach bei Mehrfachversorgungseinhei- 
ten. 



Ein- und Ausbau des Einschubes. 



Vor dem Einsetzen des Einschubs 1st die Netzspan- 
nung abzuschalten, da sonst Besch&digungen an 
der Einschubelektronik entstehen kdnnten. Da der 
DC 508A relativ vie! Strom aufnimmt, muB auch vor 
dem Entnehmen des Einschubes die Netzspan- 
nungsversorgung abgeschaltet werden. OberprOfen 
Sie, Ob die Plastik-lsolierstege auf der Steckverbin- 
dungsleiste in der gewShlten Versorgungseinheit 
mit den Ausschnitten in der Piatinenkontaktieiste 
ubereinstimmen. Siehe Bild 2-1. 




Abb. 2-1. Eln-und Ausbau des Einschubs. 
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DC SOSA 




kHzANZElGE 



Leuchtet, wenn die Zahlereiit- 
hetten in kHz erfbigen. 



Leuohtet, wenn die Zahlerein- 
heiten m MHz erfdigen. 



oiRECT 

OiSPUY T*ME r^RESOLUTiON 

TH7 totauee 

mm 



MULT^ 



mm 

OUT OF RANGE 



ICHMOQMHj 






ENTHIEGELUNQSHEBEL 



ist zum Entnehmen des Ein 
schubes zu ziehen. 



SOURCE - 

EINGANGSWAHLTASTE 



EtNGAHGSiMPEDANZ- 
WAHLTASTE (50 □ - 1 MG) 

Bei gedruckter Tasie hat der 
Direkteingang eine Ifiipedanz 
von 50 G, bei geloster Taste 
eine von 1 MG. 



Bei gedruckter Taste wird der 
riickwartige tnterfaceeingang, 
bei geldster Taste der frontsei- 
tige Eingang gew^hlt 



ZIFFERNANZEIGE 

Neunstellige Ziffernanzelge 
mit Siebensegment-Leuchl- 
Dioden. Die Dezimalpunktposi- 
tion 1st abhSngig von der ge- 
wahlten Aufibsung, 

OVERFLOW - 

□berlaufamzeiqe 

Diese Anzeige leuchlet, wenn 
die Ziffemanzeige vollgezahit 
iet, d.h. in jederStetledieNeun 
steht. 



RESOLUTION - 

auflOsungsschalter. 

Mitdiesem ScbaiteristdieZah- 
teraufidsung bei Direkt- Oder 
Vorteilermessung wShlbar, so« 
wie die Ereigniszahlung, Der 
Auflbsungsvervielfacher mufl 
bei Ereignismessungen in Po- 
sition X1 stehen. 



DISPLAY TIME - 

darstellzeit 

Wihltdie Darstellzeit zwischen 
dem Ende eines Gate-ImpuK 
ses und dem Start des nach- 
sten. 

INPUT OUT OF RANGE - 
EINGANG AUSSERHALB 
DES BEREICHS 

Wenn die Amplitude Oder Fre^^ 
quenz zu niedrig sind, leuchtet 
diese Kontrolllampe. 



INPUT - 

EINGANGSBUCHSE 

BNC-Buchse fur Frequenzen 
von 100 MHz bis 1,3 GHz 
iiber den Vorteiier. 



GATE-TORANZEIGE 

Leuchtet w^hrend des MeO^ 
intervalles. 



STANDBY - 
BEREITSCHAFTSTASTE 



8 ei g eloste r Ta ste sind ai Le S tu- 
fen im GerSit von der Verso r- 
gungsspannung getrennt bis 
auf die optioneileZeilbasis mit 
O f en sta bi li sie ru n g . 

LOSS OF LOCK - 
ANZEIGE FUR PHASEN* 
VERRIEGELUNGSFEHLER 

Bei leuchtender Lampe arbei- 
tetdiePhasenverriegeiung des 
Auf I dsung s vervie I fa c h ers 
nichL 

RESOLN MULT- 
AUFLOSUNGSVERVIEL- 
FACHERTASTE 

Bei gedruckter Taste werden 
niedrige Frequenzen von 10 Hz 
bis 25 kHzj mit um Faktor 100 
vergrdBerter Aufidsung, ge" 
zahit. Bei geldster Taste wird 
ohne Vervielfachung gezahit. 
Zur Messung von Frequenzen 
oberhalb 25 kHz Oder der Er- 
eigniszahlung mu6 diese Taste 
gelost sein. 

RESET - RUCKSETZTASTE 

Nichtrastende Taste zum Zu- 
fucksetzen des Zahlers und 
zum Prufen des Displays durch 
Aufieuchten alter Segmente. 
ATTEN^TEILERTASTE 

Bei gedruckter Taste wird das 
Eingangssignal um Faktor 10 
geteilL Bei geldster Taste tiegt 
keine Teilung von 

INPUT - EINGANGSBUCHSE 

BNC^ingang fiir Frequenzen 
von 10 Hz bis 1 00 MHz (Direkter 
Eingang). 



Abb 2-2. Bedienungselemente und Verbindungsbuchsen am DC 508A. 
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DC SOSA 



Setzen Sie die obere und untere Nute des DC SOSA in 
die FOhrungen des gewShlten Einschubfaches der Ver- 
sorgungseinheit und schieben Sie den Einschub hinein, 
bis die hintere Steckerleiste einrastet. 

Zum Entnehmen des DC SOSA ist der in der linken unte- 
ren Ecke befindliche Entriegelungshebel zu ziehen, bis 
der Einschub aus der Steckerleiste ausrastet. 

ANWENDUNGSBEISPIELE 

Einfiihrung 

Der Zweck dieses Kapitels ist, dem Anwender Informa- 
tionen zu geben, damit er die voile Leistungsfahigkeit des 
DC SOSA ausschopfen kann. Es enthalt dariiberhinaus 
Hinweise Qber die Funktion von Bedienungselementen 
und Verbindungsbuchsen und eine allgemeine Beschrei- 
bung der Arbeitsweise des GerStes, sowie die DurchfOh- 
rung von Grundmessungen. 



Bedienungselemente und Verbindungsbuchsen 

Die Hauptbedienungselemente und Eingdnge des 
DC SOSA befinden sich auf der Frontseite des Cerates. 
Eine kurze Funktionsbeschreibung darUber ist Bild 2-2 
zu entnehmen. 



Eingangsbuchsen 




Zur Vermeidung von Sch&den am Ger&t Ist vor dem 
Aniegen von SIgnalen deren Amplitude zu Qberpru- 
fen und sicherzustellen, daB diese nicht die hdchst- 
zulSssIgen Werte (wie auf der Frontplatte vermerkt) 
Qberschrelten. Bezlehen Sie sIch auf Bild 2-3. 




Abb 2-3. DarsteMung der Spannungsgrenzen an den Eingangsbuchsen. 
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DC 508A 



Direkter Eingang 

ZurMessungvon Frequenzen im Bereich vonlOHzbis 
100 MHz ist der direkte Eingang zu verwenden. Bei Ein- 
speisung des Signals in den Fronteingang ist die Signal- 
quellentaste zu Idsen, bei Einspeisung in den hinteren 
Interfaceeingang ist sie zu drOcken. Dann ist die Ein- 
gangsimpedanz zu wShlen. Bei geldster Taste liegen 1 MQ 
vor, bei gedriickter Taste 50 Q. Zur Erreichung einer ein- 
wandfreien Messung ist das beste TeilerverhSltnis zu 
wShlen. Man erreicht hierdurch eine guteTriggerung und 
eine Reduzierung von evti. Stdrspannungen auf dem 
Signal. Slehe Bild 2-4. 

Das Signal kannauch Qbereinen xiO-Tastkopf anden 
direkten Eingang eingespeist werden. Es ist hierzu ein 
Tastkopf zu verwenden, dessen Kompensationsbereich 
der Eingangskapazitat des DC 508A von ca. 25 pF ent- 
spricht. 

Vorteilereingang 

Dieser Eingang ist intern mit 50 Q abgeschlossen und 
zum Schutz des Eingangskreises abgesichert. 

Bei der Messung von Signaien mit hoher Frequenz 
Ober den 50 D-Eingang sind nur hochwertige Kabei, Bau- 
teile, Abschwacher usw. mit 50 Q-Impedanz zu verwen- 
den, urn Reflexionen zu vermeiden, die zu Fehlmessun- 
gen fuhren kdnnten. 

Bei zu niedriger Signaiampiitude am Vorteiiereingang 
ieuchtet als Hinweis eine Lampe. 

Frequenzmessungen 

Steilen Sie den Aufidsungswahiknopf (RESOLUTION) 
auf die gewunschteAufldsung fur den Direkt- Oder Vortei- 
lereingang. Beachten Sie, dal3 im Dispiay die entspre- 
chende Einheit in MHz Oder kHz aufieuchtet. UberprQfen 



Sie, ob die Bereitschaftstaste gedrOckt ist. Stelien Sie die 
gewOnschte Display-Zeit ein. Bei Rechtsanschiag dieses 
Einstellers bleibt der letzte MeBwert im Dispiay erhaiten 
und es erfoigt keine weitere Messung. Je geringer die 
AuflOsung, desto schneller ist die MeSrate, die durch die 
Toranzeige (GATE) dargestellt wird. Der zahier arbeitet 
auch dann korrekt, wenn die Ziffern links vor den im Dis- 
play dargestellten, bekannt sInd. Man erreicht durch 
diese MeBweise eine erhdhte AuflOsung. Zum Ruckset- 
zen des Zahlers ist die Reset-Taste zu betatigen. 

Die Messung von Frequenzen im Bereich 10 Hz bis 
25 kHz kann wahlweise mit einem AufiOsungsvervieifa- 
chungsfaktor von xi oder xlOO durchgefCihrt werden. in 
der xiOO-Position werden zur ErhOhung der AuflOsung 
zwel zusatzliche Ziffern in der Anzeige dargestellt. Bei 
Auftreten eines Phasenverriegelungsfehlers in dieser 
Betriebsart, wird das durch Aufleuchten einer Signai- 
lampe angezeigt. GrOnde hierftir kOnnen die zu geringe 
Signaiampiitude, die Frequenz auBerhaib des Bereichs 
Oder ein zu groBer Hub bei Frequenzmoduiationen sein. 

Ereignisz3hlung 

Der AuflOsungswahlschalter (RESOLUTiON) ist in die 
Position TOTALIZE zu bringen und die Signaileitung mit 
den zu zahlenden Ereignissen an den Eingang, unter 
Beachtung der gleichen Bedingungen wie beim Fre- 
quenzmessen, anzuschlieBen. 

BEACHTE 

Vergewissern Sie sich, daB die Aufldsungsvervielfa- 

chungstaste geidst ist. 

Ignorieren Sie die Signallampe fOr Phasenverriege- 
lungsfehler sowie das standige Leuchten der MeBtoriam- 
pe. Zum Zurucksetzen des Zahlers ist die Taste RESET zu 
betatigen. 




TiL_nLZZi^zirLn 



Schmitt-Trigger- 

Ausgang 



Fehlerhafte Zahlung 



Korrekte Zahlung 



TG(2460-5)3638-21 



Abb. 2-4. Vergleich von Triggervorteilen bei geteiltem und nichtgeteiltem Eingangssignal. 
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INSTRUCTIONS D'UTILISATION 



Description de Tappareil 

Le competeur DC 508A 1 .3 GHz mesure les frequences de 
10 Hz & 1.3 GHz. Une entree directe mesure les frequences de 
10 Hz e 100 MHz et une entree e diviseur mesure les frequen- 
ces de 100 MHz e 1.3 GHz. Le compteur peut egalement tota- 
liser des evenements de 0 e 000.000.000. Un affichage e neuf 
chiffres, composes chacun de sept segments eiectrolumines- 
cents, per met d'obtenir des resolutions de 1 kHz e 1 Hz 
(0,1 Hz lorsque Ton utilise I'entree directe). La virgule se ca- 
dre automatiquement et les zeros e gauche du chiffre le plus 
significatif ou de la virgule sont supprimes. Une diode eiec- 
troluminescente sur le panneau avant indique le depassement 
de capacite. 



L'entree 50 12 du diviseur a un taux d'ondes stationnaires 
< 2,2 : 1 . Elle est protegee, e partir de 9 V efficaces par un 
fusible, aisement remplapable, situe sur le panneau avant. Un 
amplificateur e large bande pourvu d'une commande de gain 
automatique permet d'obtenir une sensibilite d'entree de 
20 mV efficaces sur toute la plage de frequence de l'entree 
du diviseur. 



Si le signal d'entree descend au-dessous du niveau minimal 
admissible pour eviter toute erreur de comptage, I'affichage 
e diodes eiectroluminescentes est supprime et un temoin lu- 
mineux d'erreur e l'entree s'allume. 

11 est possible d'appliquer les signaux d'entree soit par 
I'intermediaire d'une prise BNC du panneau avant soit par 
I'intermediaire du connecteur de I'interface arridre. Le DC 
508A est congu pour etre utilise exclusivement dans un chas- 
sis d'allmentation de la serie TM 500. 

Installation et extraction de Tappareil 

ATTENTION 

Couper Talimentation du chassis avant d'ins^rer ou 
d'extraire le DC 508A ; car il nScessite un fort courant 
d'allmentation. Dans le cas contraire, les circuits du 
tiroir pourraient §tre endommages. Verifier que les 
d^trompeurs en plastique situds sur le connecteur du 
chSssis d'allmentation choisi s'adaptent aux encocbes 
situ^es sur le connecteur arriire du circuit imprimS 
duDC508A. 




Fig. 2-1 . Installation et extraction du tiroir. 
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Temoirv iumineu?i iodiquant T^moin lumineux iixJiquant 
qua I'uuitd ila Ea ittasura afftch^ qua Tunit^ da la masura affich^a 
est an MHi est an kHz 



DISPLAY READOUT 

Affichaga du r^sultat de la ma- 
sure, d nauf ctiiffres composas 
chaaun da sept segmants A dio- 
des Alectroluminasoentas. La 
vir^ula sa position na autometi- 
quament an donation du com- 
mutataur RESOLUTION^ 
OVERFLOW 

TAmoin lumineux s'allumant 
lorsque las unites da comptage 
dAcimalas sont plaines, c'est^A- 
dife lorsque tous las chiffras 
indiquent uneufn 
RESOLUTION 

Commutateur sAlectionnant la 
resolution du comptaur an mo- 
de diract (DIRECT) et an mo- 
de divisaur (PRESCALE)* SAIac- 
tionna Agalament la mode to- 
taliseur (TOTALIZE). Dans ca 
cas, la eommutataur RESOLN 
MULT doit sa trouvar sur la po- 
sition XI 

DISPLAY TIME (durAe da 
t'affichage) 

Commande seiactionnant la 
tamps qui s'Acoula antra la fin 
d'una masura at la dAbut da la 
masura survante 



TAmoin lumineux s'allumant 
fdurant rmtervalla da masura 
iporta da aomptaga) 



STANDBY 

Bouton poussoir qui, an posi- 
tion Ksortiit mat hors tension 
tous las circuits du DC 508A, 
sauf roscittataur de la basa de 
temps optionnella at rancainta 
' tharmostatAe du quartz 
LOSS OF LOCK 

TAmoin lumineux s'allumant 
lorsque ie multiplicateur da re- 
solution (RESOLN MULT) 

I n'ast pas varrouilie an phase 
RESOLN MULT 

Bouton qui, en position enfon- 
cAe multiplie la frequence A 
mesurar, da 10 Hz A 25 kHz, 
par 100 pour augm enter La re- 
solution. En position asortin 
compte la f rAquance d'antrea 
sans multiplication. Lorsque 
las frequences sont supAriaures 
A 25 kHz, ou en mode de tota- 
lisation, le bouton doit §tre en 
position asortt}> 

RESET 

Bouton poussoir fugitif de re- 
mise A zAro du comptaur. Illu- 
mine tous las chiffres pour la 
verification des segments 
‘ ATTEN 

Bouton poussoir. En position 
ManfoncAjo attenua par X10 le 
signal d' entree. En position 
rtsortiM attAnua par XI 
‘ INPUT 

Borne d' entree pour les signaux 
de 10 Hz A 100 MHz (DIRECT 
INPUT) 






f*M£S^E 

DISriAV T)ME •^RESDIUTMJN 

1th ^TflTAlIZI 
^ IflH* ^ .IHi 



RESDill 

MtlLT, 



iMl^UT 

OUT OF RftJISt 



INPUT OUT OF RANGE 



Tamoin lumineux s'allumant 
lorsque I'amplitude ou la f rA- 
quanca ast trop basse pour 
affactuar une masure correcte 



SOlIRCt 



Borne d'entrAa pour das signaux 
delOOMHza 1300 MHz 
(PRESCALE INPUT : antrea 
du diviseur) 



tfKTftamx 



Varrou de sacuritA 

Le tirer pour axtraire le tiroir 



SOURCE ' 

Bouton poussoir. En position 
«anfonoe» sAlectlonne I'entrAe 
du connecteur de rintarface 
arriAra. En position HsortiM se- 
lectionna I'antrAe du pannaau 
avant 



Bouton poussoir. En position 
(lanfoncan salectionne TimpA- 
danca d'antrAe de 50 ^pour 
la borne d'entrAe directe (DI- 
RECT INPUT). En position 
;(sortiu, sAlactionne ISmpA- 
dsnce d'antrAa 1 M^2 



TF363a-3 



Fig. 2-2. Commandes et prises du DC 508A. 
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Aligner les rainures sup4rieure et inf^rieure du DC 508A 
avec les guides du chassis d'alimentation $4lection6 (voir 
Fig. 2-1) et insurer k fond le tiroir pour que le circuit imprim4 
$e place correctement dans le connecteur. 



Pour extraire le DC 508A, tirer le loquet de verrouillage 
(situ6 au coin inf^rieur gauche) jusqu'^ ce que le connecteur 
arridre soit lib^r^. Faire ensuit glisser I'appareil. 



Commandes et prises 

Les commandes et prises principales n^cessaires k Tutili- 
sation du DC 508A se trouvent sur le panneau avant de Tappa- 
reil La figure 2-2 fournit une brdve description de cheque 
commande et prise. 



UTILISATION DE L'APPAREIL 



Introduction 

Le reste de ce chapitre contient les informations n^cessai- 
res pour permettre k I'utilisateur d'exploiter au mieux I'appa- 
reil. II contient §galement une description des commandes, 
prises et connexions d'entr^es ainsi que des indications 
rales sur les modes d'utilisation de rappareil pour r^aliser les 
mesures de base. 



Connexions d Tentr^e 

ATTENTION 

Pour Mter toute deterioration de Tappareii, s'assurer 
que ies tensions appliquees aux homes d'entree BNC 
ne depassent pas les maxima crSte ou crSte^k^rSte 
selon les indications du panneau avant. Se reterer e 
ia figure 2-3. 




Fig. 2>3. Illustrations des limites des tensions maximales admissibles d Tentrde. 
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Entree directe (DIRECT INPUT) 

Pour les frequences d'entr^e de 10 Hz ^ 100 MHz, utiliser 
Tentree directe (DIRECT INPUT). Pour utiliser la prise BNC 
du panneau avant, s'assurer que le bouton poussoir SOURCE 
est en position «sorti». Appuyer sur le bouton poussoir 
SOURCE si I'entree par le connecteur de Tinterface arriere 
est utilisee. Selectionner I'impedance d'entree 50 ^2 (bouton 
enfonce) ou 1 M12 (bouton Iib6re). Utiliser Tatt^nuation ma- 
ximale afin d'ameliorer le declenchement et reduire le bruit 
eventuel du signal d'entree pouvant provoquer un declenche- 
ment erronee, voir Fig. 2-4. 

L'utilisation d'une sonde 10X permet egalement de cou- 
pler les signaux S Tentree directe. Dans ce cas, il faut utiliser 
une sonde pouvant se compenser sur la capacite d'entree du 
DC 508A (environ 25 pF). 

Entree du diviseur (PRESCALE) 

Cette entree est pourvue d'une terminaison interne de 
50 ^2. Le circuit d'entree est egalement pourvu d'un fusible 
de protection. 

Lorsque Ton utilise cette entree directe (DIRECT INPUT) 
munie d'une terminaison 50 12 pour les signaux ^ haute fre- 
quence, il est n^cessaire d'utiliser des cables 50 12, des compo- 
sants et attenuateurs de haute qualite. Ceci permet d'eviter 
les reflexions ou les oscillations provoquant un comptage er- 
rone. Si I'amplitude ou la frequence e I'entree du diviseur 
(PRESCALE INPUT) descend au-dessous des niveaux admis- 
sibles, le temoin d'entree hors gamme (INPUT OUT OF RAN- 
GE) s'allume. 



obtenir la resolution souhaitee. Noter qu'un voyant s'allume 
sur la position kHz ou MHz afin d'indiquer I'unite de mesure 
affichee. S'assurer que le commutateur d'attente (STANDBY) 
est en position enfoncee. R6gler la commande de duree de 
I'affichage (DISPLAY TIME) selon la necessite. Lorsque cette 
commande est sur la position extreme dans le sens horaire, 
I'affichage est fige et aucune autre mesure n'est effectu^e. 

Plus basse est la resolution, plus rapide est la cadence de 
comptage comme I'indique le temoin de la porte de compta- 
ge (GATE). 

La mesure effectu^e par le compteur est valable, meme 
lorsque le temoin lumineux de depassement de capacite 
(OVERFLOW) est allume, si les chiffres ^ gauche du chiffre 
le plus significatif affiche sont connus. Pour augmenter la re- 
solution, les chiffres les plus significatifs doivent deborder 
h gauche de I'affichage et le temoin lumineux de d^passe- 
ment de capacite (OVERFLOW) s'allumer. Pour remettre le 
compteur ^ zero, appuyer sur le bouton de remise a zero 
(RESET). 



Lorsque Ton mesure des frequences de 10 Hz ^ 25 kHz, 
selectionner I'un des deux facteurs de multiplication de la 
resolution : XI ou X100. La position X100 de la commande 
RESOLN MULT fournit deux chiffres supplementaires k la 
droite de la virgule pour obtenir une meilleure resolution. 
Que ce solt sur la position XI ou X100 de la commande RE- 
SOLN MULT, le temoin lumineux de perte de verrouillage 
(LOSS OF LOCK) s'allume lorsque le circuit du multiplica- 
teur n'est plus verrouill6 sur le signal d'entree. Ceci peut etre 
provoqu6 soit par le signal d'entree ayant une amplitude in- 
suffisante, une frequence hors de la gamme specifi^e ou une 
deviation trop importante si la frequence est modulee. 



Mesures de frequence 

Que ce soit pour I'entree directe ou I'entree du diviseur, 
regler la commande de resolution (RESOLUTION) pour 



Mode de totalisation 

Placer le commutateur de resolution (RESOLUTION) 
dans le mode de totalisation (TOTALIZE). Connecter le si- 




TiLmiz znn 



Sortie du Trigger de 
Schmitt 



Comptage errone 



Comptage correct 



TF (2460-5)3638-21 



Fig. 2-4. Avantage produit par V attenuation du signal d'entree. 
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Ne pas tenir compte du temoin lumineux de perte de ver- 
roulllage. Le voyant de comptage GATE reste allume constam- 
ment. En I'absence de comptage, le chiffre le moins significatlf 
de Tafflchage est toujours un zero. Pour remettre le compteur 
^ zero, appuyer sur le bouton RESET. 

S'assurer que le bouton poussoir RESOLN MUL T est 
en position « sortie. 



signal h compter a la borne d'entree INPUT en respectant 
les memes conditions ^ Tentree qu'en mode fr^quencemetre. 

NOTA 
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WARNING 



THE FOLLOWING SERVICING INSTRUCTIONS ARE 
FOR USE BY QUALIFIED PERSONNEL ONLY. TO 
AVOID PERSONAL INJURY, DO NOT PERFORM ANY 
SERVICING OTHER THAN THAT CONTAINED IN 
OPERATING INSTRUCTIONS UNLESS YOU ARE 
QUALIFIED TO DO SO. 



Section 3— DC SOSA 



CIRCUIT DESCRIPTION 



Introduction 

This section of the manual contains a description of the 
circuitry used in the DC SOSA 1.3 GHz Counter. The 
description begins with a discussion of the Instrument, 
using the block diagrams shown in the Diagrams section. 



Block Diagram 

The block diagram shows the stages and the basic 
interconnections of each major circuit In the Instrument. 
Each circuit is described in detail, using the block diagram 
and detailed schematics as reference. The number by 
each title on the Block Diagram and circuit description 
refers to the corresponding circuit diagram In the 
Diagrams section of this manual. 

Direct Input 

The signal applied to the DIRECT INPUT connector 
passes through the SOURCE switch to the gate of Q1 790. 
Switch S1790 places a 47 Q resistor in parallel with the 
input in the 50 Q position. The 1 MQ input Impedance in 
the 1 MO position is determined by R1596. SOURCE 
switch SI 690 selects either the front panel EXT input or 
the rear interface connector input (I NT), which always has 
a 50 O Input impedance. Ten times attenuation is provided 
by R1593 and R1594, and compensated by Cl 592 and 
Cl 594. The attenuator is switched in or out of the circuit 
by S1590. Diodes CR1690 and CR1790 provide over- 
voltage protection for 01790. MOSFET 01 790 operates as 
a phase splitter. Constant current to 01790 is supplied by 
01792 and associated circuitry. The 180® out of phase 
signals from the drain and source of 01 790feed the Inputs 
of U1 670B at pi ns 9 and 1 0. This I ntegrated component is a 
triple line receiver and operates as a differential amplifier. 
The output of thefirst unit drives the second unit at pins 4 
and 5. Each of the first two stages of the line receiver have 
gains of about five. The third line receiver, U1670C, Is 
configured as a Schmitt trigger circuit. Input peaking for 
the high frequencies is accomplished by Cl 673. Output 
from the Schmitt trigger is taken at pin 15 at ECL logic 
levels (3.4 V to 4.2 V) and fed to the resolution multiplier 
and RESOLN M ULT switch. The output of this switch goes 
to the electronic switch which selects either the prescale 
or direct inputs. 

Resolution Multiplier 

Transistor 04310 operates as an ECLtoTTL converter. 
The signal, at the same frequency as the DIRECT INPUT, 
is inverted and buffered for a 10 V swing by U4220C and 
fed to pin 14 of U4230. This Integrated circuit consists of a 



phase comparator and voltage controlled oscillator; only 
the phase comparator is used. The dc voltage at the gate of 
U4130, pin 3, determines the oscillator frequency. 



To understand the operation of oscillator circuitry, 
assume that the emitter of Q4242is at about 10 V. Current 
flows through U4130A and R4334 charging capacitor 
C4130. Pin 10 of U4130C is at about 10 V, pin 12 at about 
0 V and the base of Q4242 at about 10 V. Transistor Q4242 
is off. The drain of U4130A goes negative at a rate 
determined by the current through U4130A. When the 
voltage at the drain of U4130A drops to about 5 V, pin 12 of 
U4130C switches to about 10 Vand pinSgoeslowturning 
Q4242 on. As current flows through Q4242, the voltage 
drop across R4334 increases turning on Q4240. Current 
flowthrough Q4240is much greater than through U4130A 
and pin 10 of U4130C rises rapidly until U4130C and B 
change state turning off Q4242 and repeating the cycle. 
The output waveform at the collector of Q4242 Is a fast 
spike from 0 V to about +5 V. The frequency of this circuit 
varies from about 500 Hz to about 3.5 MHz. This Is 
accomplished by varying the current through U4130Aand 
consequently the charge time of C4130. 



The positive-going 0 V to about +5 V spike at varying 
frequencies is fed to U4220A, buffered and Inverted and 
then fed to the input of U4322 at pin 4. This integrated 
circuit divides the output signal frequency by 100. The 
output of U4322at pin 13isfedto U4220Bat pi ns 4 and 5, a 
TTLto MOS converter. The output (0 V to 4-10 V signal) of 
U4220B is fed to the second input, pin 3, of the phase 
comparator. 



In summary, If the frequency of the waveform at the 
collector of Q4242 goes higher than exactly 100 times the 
frequency of the Input waveform at pin 14 of U4230, the 
output voltage at pin 13 of U4230 goes more negative, 
reducing the frequency of the oscillator until both fre- 
quencies are in lock. When the circuit is out of lock, pin 1 of 
U4230 goes low turning Q4120 and Q4110 on. This 
illuminates the LOSS OF LOCK light and places a low on 
pin 13 of U4220D. This action prevents the 100 times 
frequency from passing through U4220Dtothe XI— X100 
switch. 



The signal from the direct input circuitry or the 
resolution multiplier passes to pin 10, U1570C. When the 
counter operates In the direct input mode, switch S1380- 
13 isopen. This places pin 11, U1570C, low and the signal 
at pin 10 is inverted and sent to pin 13 of U1570D. Pins 6 
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and 7, U1570B, are also low causing a high at pin 3. This 
disables U1570Asothat no signals from the prescaler pass 
through U1570A. When the prescaler is used, S1 380-1 3 is 
closed; this disables U1570C and enables U1570A. The 
output signal from the prescaler now passes through 
U1570D to the counting circuitry. 

Prescaier 

The block diagram for the DC 508A prescaler can be 
broken into several sections. These sections are: input 
protection, automatic gain control, wide band amplifier, 
peak detector, and prescaling dividers. Seethe Prescaler 
Block Diagram in the pullout pages at the rear of this 
manual. 



Input signals to the prescaler pass through a 1/16 A 
fuse used for input protection (the fuse blows with about 
9 V rms applied to the input). The signals then pass 
through C2110 and associated resistors. A 3.5 dB 
attenuator (R2210, R2212 and R2214) llmitsthe current in 
the clamp diodes under transient conditions. This 
attenuator maintains the vswr at or below 2.2:1 when the 
PIN diodes offer maximum attenuation. The signal passes 
through PIN diode CR2213, capacitors C221 5, C2213, and 
PIN diode CR2214, then to clamp diodes CR2216 and 
CR2218 that limit the peak signal excursions into the 
amplifier. 



At low signal levels, current through CR2213 and 
CR2211 is relatively high and the age voltage at pin 7 of 
U2330B is above 0.5 V. If the amplitude of the prescaler 
input signal decreased, the age voltage decreases from a 
positive level toward ground. When the voltage reaches 
about 0.5 V, CR2213 and CR2211 are at maximum 
resistance, with maximum series signal attenuation. If 
further attenuation is required, the age line rapidly 
switches to -0.5 V, at which time Q2321 comes Into 
conduction. This action causes current flow through 
CR2211, which shorts any further capacitively-coupled 
signal to ground. This attenuator provides about 40 dB of 
attenuation. 



The uhf amplifier consists of four identical stages with 
about 9 dB gain each. These amplifiers are designed for 
gain flatness to above 1300 MHz. The input and output 
impedance of each stage is approximately 50 O. 



The gain stages are common emitter amplifiers using 
uhf transistors. Impedance matching between stages is 
accomplished by microstrip transmission lines. At high 
frequencies the gain Is almost entirely determined by 
these transmission lines. The bias of each transistor Is 
controlled by active bias supplies. These transistors are: 
Q2125 biasing Q2226, Q2135 supplying bias for Q2236; 
Q2145 biasing Q2246, and Q2155 biasing Q2256. These 



bias supplies provide constant collector current and 
maintain the collector-to-emitter voltage Independent of 
the rf transistors’ current gain. This circuit configuration 
maximizes the high frequency gain of each transistor. 



A peak detector consisting of CR2462, C2460, and 
U2330Amonitorstheoutput of the amplifier tosense when 
enough signal exists to drive U2350 properly. A high pass 
filter consisting of L2362, C2362, R2368, and R2466 rolls 
off frequencies below about 100 MHz. The purpose of this 
filter is to prevent false counting If the frequency of the 
applied signal is too low. If too low afrequency or too little 
amplitude is applied to the prescale input, the peak 
detector applies a high to the reset of the second divider, 
U2345, to Inhibit its output. Transistor Q2436 inverts and 
buffers the inhibit signal to provide a blank signal to the 
main board. Diode CR2460 provides temperature com- 
pensation for the peak detector. Adjustment R2422 
simultaneously sets the thresholds of the peak detector 
and the age. Operational amplifier U2330B provides 
automatic gain control current for PIN diode attenuation 
circuitry. As the output amplitude Increases at the anode 
of CR2462, pin 6 of U2330B goes more positive. This 
causes pin 7 to go more negative reducing current flow to 
the attenuator circuitry. 



The second prescaling divider, U2345, divides by two. 
The input is ac coupled through C2350 to improve the 
temperature tracking with U2350. The output of U2345, 
which equals the input frequency divided by eight, is 
coupled to the Main board through R2440. This resistor 
improves the impedance match between the output of 
U2345 and the switching gates on the Main board. 



Standard Time Base 

The clock frequency is generated by Q1422 operating 
as a Colpitts oscillator; the frequency is determined by 
Y1410. A small frequency change is accomplished by 
Cl 310 used for precise adjustment. Zener diode VR1310 
provides +12 V at the junction of R1312 and R1424. The 
out put I s fed to t he base of am pi if i er Q 1 420. Di ode C R1 420 
prevents Cl 426 from charging due to rectification of the 
10 MHz signal by the base-emitter junction of Q1420. The 
10 MHz clock frequency is fed to pin 1 of J1432. 



Optional Time Base 

The 25 V ac from the power module is bridge rectified 
by CR1210, filtered by Cl 230, Cl 132 and Cl 11 2, and 
applied to the input of regulator U1110. This regulator 
provides +24 V dc output and is protected internally from 
overloads. The +24 V is applied to the oscillator and 
crystal oven for precise crystal temperature control. When 
the counter is equipped with the optional time base, all 
standard time base components are removed. The signal 
is fed to pin 1 of J1432. 
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External Clock 

An external clock can be fed through terminal 14A of 
the rear interface connector. This signal passes to the 
base of Q1290, which amplifies the signal and delivers it to 
the internal-external selection jumpers. Diode CR1290 
prevents capacitor Cl 290 from charging due to rectifica- 
tion of the external clock signal by the base-emitter 
junction of Q1290. This diode also protects Q1290 from 
negative transients. 



When the internal clock is used, jumper P1290 must be 
connected between pins 4 and 5. This allows U1190 to 
operate as a divide-by-ten counter feeding 1 MHz clock 
signals to U1170 and S1380-5. If the external clock signal 
is a frequency other than 10 MHz, change the jumper on 
J1290 to either the 1 MHz or 5 MHz position, depending 
on the frequency of the external clock. Changing the 
jumper on J1290 to the 5 MHz position takes the output 
from U1190, after passing through the divide- by-five 
counter. The divider, U1190, is bypassed when the 
shorting strap for J1290 is between pins 1 and 2. 

Gate Generating Circuitry 

This circuitry provides the proper gating waveforms for 
timing the counting and display cycles. In the direct mode 
of operation, the 1 MHz clock signal passes through 
SI 380-5 to the external Input of U1280, a programmed 
divider. In the prescale mode of operation, the 1 MHz 
clock signal is divided by eight to 125 kHz by U1170. This 
is done because the prescaler also divides the incoming 
signal by eight. This keeps the display in the correct units. 
In the prescale mode, the output of U1170 Is fed to the 
input of U1 280 through SI 380-6. The clear pulse, at pin 3, 
resets U1170 to all nines. Pin 2 of U1170 and pin 13 of 
U1270B are held high by R1385 connected to +5 V. 



The 1 MHz or 125 kHz clocksignal isfedtotheexternal 
input terminal of U1280, The clockfrequency is divided by 
U1280 so that the frequency of the signal at pin 1 is the 
clock frequency divided by the selected divider ratio. See 
Table 3-1. Pin 1 of U1280 connects to the D Input of 
U1270B. The clock is Inverted by Q1182 and fed to the 
clock input of U1270B. Pin 1 of U1280 goes lowatthe end 
of the selected clock division. On the next negative-going 
clock pulse, pin 8 of U1270B goes high. The purpose of 
U1270 is to prevent any time jitter on the pulse at pin 1 of 
U1280 from transferring to pin 8 of U1270B. 



Refer to Fig. 3-1. The clear pulse goes high at the 
beginning of the gate-latch-display cycle. Pin 1 of U1280 
goes to the high state. The clear at pin 10 of U1270B goes 
low when the cleartopinGof U1 280 goes high, causing pin 
8 of U1 270B to go low. The clear pulse also causes pi n 2 of 
U1740A to go high, which causes pin 14 of U1740B to go 
low, because of the high on the set (pin 12) of U1740B. 
This action causes a high on pin 11 and a low on pin 10 of 



U1760A. Pin 14 of U1760A is now low. In the non-totallze 
modes, pin 12 of U1760B is low, and S1380-1 is open. Pin 
15 of U1760B is in the high state and the base of Q1660 in 
the low state. The collector of Q1660 is high and neither of 
the gate waveforms are asserted. Counter U1280 pin 1 
output is now at a high state. 



Table 3-1 

CLOCK FREQUENCY AND DIVIDER RATIO CODE 



DC SOSA 
Resolution 
Switch 
Setting 


Clock 

Divider 

Ratio, 

U1280 


Input Code 
for U1280 


Gate 

Times 


Pin 

11 


Pin 

12 


Pin 

13 


Pin 

14 






2' 




2‘ 


2« 




.1 Hz 


10' 


0 


1 


1 


1 


10 s 


1 Hz 


10‘ 


0 


1 


1 


0 


1 s 


10 Hz 


10^ 


0 


1 


0 


1 


.1 s 


100 Hz 


10" 


0 


1 


0 


0 


10 ms 


1 kHz 


10’ 


0 


0 


1 


1 


1 ms 


100 kHz" 


10‘ 


0 


0 


0 


1 


1 AfS 



^ Option 7 instruments only. 



The positive-going clear pulse Is approximately 60 //s 
wide. On the next negative-going 1 MHz clock transition, 
pi n 1 of U1 280 goes I ow. The cou nt er i s now I n its I ow state. 
This action sets the D terminal, pin 12, of U1270Blow. The 
next negative-going 1 MHz clock transition causes a high 
on pin 8 of U1270B. This low-to-high transition causes pin 
2 of U1740A to go low, which causes pin 15 of U1760Ato 
go low and pin 9 to go high, asserting the gate signal. 



If the selected resolution is 1 Hz, U1280 will divide by 
10^ After one half (10^) of the counts are completed, the 
time-out connection, pin 1, of U1280 goes high. On the 
next negative-going 1 MHz clock pulse, pin 8 of U1270B 
goes low and stays low until the end of the gate cycle. After 
the last half of the counts are completed by U1280, the 
time-out goes low. On the next negative-going 1 MHz 
clock transition pin 8 of U1270B goes high. This action 
causes pin 1 4 of U1 740B to go high which causes the gate 
to go high completing the gate cycle. 

Display Timer 

Refer to Fig. 3-2. During the time the gate is low, pin 11 
of U1533D is high and unijunction transistor 01732 is not 
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Rg. 3-1. Gate generator puise reiationships. 




Rg. 3-2. Measurement cycle timing pulse relationship. 
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conducting. When pin 11 of U1533D is high, Q1632 
conducts turning on the front panel GATE light. Tran- 
sistor Q1640, in conjunction with Cl 640, serves as a pulse 
stretcher so that the GATE light is visible even for very 
short gate times. 



Duri ng the gate time, Q1 733 conducts. At the end of the 
gate time, Q1733 ceases conduction and the emitter of 
unijunction transistor Q1732 goes positive at a rate 
determined by the setting of the DISPLAY TIME control 
and the value of C1630. When the emitter of Q1732 
reaches about 7.5 V, Q1732 conducts, discharging Cl 630 
through R1739. This action causes a positive-going short 
pulse at the baseofQ1630 and a corresponding negative- 
going pulse at the collector of Q1 630. This negative-going 
signal, at the collector of Q1630, is also duplicated by 
pushing the front panel RESET pushbutton or by the 
closure of switch contact S1380-12 when switching 
between the various resolution ranges. The low at pins 11 
and 12 of U1532D causes a high at pin 13 and a low at pin 1 
of U1532A. The signal at pin 1 of U 1532 A stays low for the 
time required for Cl 630 to discharge and then returns to 
the high state. On the low-to-high transition at pin 12 of 
U1530B, pin 9 of U1530B outputs a TTL low lasting about 
60 fjs. This action also causes pin 6 of U1533Bto output a 
60 fJs high TTL pulse which is the clear pulse. 



As mentioned earlier, when the RESET button is 
pressed or contact SI 380-12 closes, clear is asserted. 
Pushing the RESET button low ers pin 5 of U1533B 
causing pin 6to go high. When the RESET line goes high, 
U1530B triggers through diode CR1550. 



The power-up reset provides a clear pulse upon power 
up and Increases the duration of the clear pulse initiated 
by the manual reset. When voltage is first applied to the 
instrument. Cl 160 charges toward +5 V. This causes 
Q1160 to conduct, lowering the voltage at the anode of 
Q1160. This negative voltage at the anode of Q1160 
couples to the base of Q1 152 through Cl 168. Q1152 and 
Q1154 conduct and pull the RESET line low. Feedback to 
the base of Q1152 through Cl 250 causes Q1152 and 
Q1154to remain in conduction for about 100 ms. 



Count Processing Circuitry 

The GATE appears at pin 7of U1660A. The clock signal 
appears at pin 9. When the gate signal is low, the negative 
to positive-going clock transition causes a low at pin 2 of 
U1660A. In the totalize mode, the U1660A reset (pin 4) is 
held high by switch S1380-1 continuously enabling the 
i nput of U1 660B. The clear pulse at pi n 5 of LJ1 660A causes 
the Q output to go high and remain high for the duration of 
the clear signal. When pin 11 of U1660B is low, the lowto 
high input signal transitions at pin 9 are counted by 
U1660B. This action effectively divides the input signal at 
the clock terminal by two during gate-on time. The Q 



output signal, from U1660B, passes to the emitter of 
Q1642 which converts from ECL to TTL logic levels. The 
signal passes to pin 26 of U1330 as the least significant bit 
for the least significant digit of the display. 



Integrated circuit U1330isa bed counter and nine digit 
display multiplexer. The ninth (Isd), eighth, seventh and 
sixth digits are counted and converted to bed format by 
counters external to U1330. For the fifth through the first 
(msd) digits, U1330 counts and seven-segment decodes 
the appropriate information. The sixth and seventh digits 
are counted by U1440 and the eighth digit by U1430. 
Integrated circuit U1330 also contains nine decades of 
latches which latch the output of the external and Internal 
bed counters. Integrated circuit U1330 also contains a 
nine digit multiplexer. The input signal for U1430, at pin 
14, comes from the collector (most significant bit) of 
Q1643 as a TTL signal. This signal is the most significant 
bit from the least significant digit of the display. The clear 
signal Inputs at pin 2. The most significant bit from the 
eighth decade at pin 11 of U1430 drives the Input of a dual 
decade counter, U1440. The Input to the A section divide- 
by-two is pin 1. The output of this dIvide-by-two section is 
the least significant bit of the seventh decade and drives 
the Input of the B section divide- by-five counter. These 
outputs form the second, third, and fourth binary lines for 
the seventh decade. The most significant bit line, pin 7, 
connects to the Input of the A2 section divIde-by-two 
counter at pin 15. The output of the second section divide- 
by-two counter, pin 13, connects to the second section 
divide-by-five counter which inputs bed information for 
the sixth digit to U1330. The most significant bit for the 
sixth decade drives the base of Q1460, a TTL to MOS 
converter. The signal feeds the remaining five decades of 
bed counters, contained in U1330, through pin 5. The clear 
pulse resets ail counters to 0 and inputs to U1430 at pin 2, 
U1440 at pins 14 and 2 and U1330 at pin 6. 



When the GATE goes high, at the end of the measure- 
ment interval, pin 10 of U1533Cgoes high. Thiscauses pin 
8 to go low which fires U1530A, a one-shot multivibrator. 
Pin 7 of U1530A goes low for about 20 ^^s causing, when 
S1380-7 is open, pin 3 of U1533A to go high for the same 
period. When pin 3 goes low again, after 20 fjs, the falling 
edge at pin 11 of U1330 stores the accumulated bed count 
in the latches contained in U1330. 



The scan clock, an astable multivibrator composed of 
Q1350 and Q1352, runs continuously. On each negative- 
going excursion at pin 8 of U1330, the bed output data 
from the latches in U1330 changes for the next digit 
displayed. This bed data is present at pins 13, 14, 16, and 
17 of U1330. Integrated circuit U1130 decodes this bed 
Information for the seven segment LED displays. 



The respective digit line, D1 through D9, is low while 
the bed information is present. The appropriate seven 
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lines to the segments of the display modules connect to 
the cathodes of the light emitting diodes in the modules. 
The respective digit line for the digit to be displayed, D1 
through D9, then goes low. This action raises the collec- 
tors of one of the ninetransistors connected tothe anodes 
of the appropriate segments of the digit. This illuminates 
the digit. 

The D4 through D8 digit select lines also activate the 
decimal points in the corresponding digits through por- 
tions of S1380 RESOLUTION and SI 570 RESOLN MULT 
switches. When the digit select lines for the respective 
digit goes low, depending on the resolution chosen, pin 9 
of U1230D goes low. Pin 8 then goes low, activating the 
decimal point for that digit. 

Leading Zero Blanking 

The digits are scanned from the most significant digitto 
the least significant digit (left to right). Time slot zero, DX, 
at pin 20 of U1330 precedes the most significant digit. This 
pin goes low before D1. Flip flop U1230C buffers DX and 
resets pin 9 of U1360B low. Pin 5 of U1130, the ripple 
blanking input of U1130, is set low, blanking the display. If 
there are zeros on the bed lines from U1330 to pin 4 of 
U1130, the blanking-input-ripple-blanking-output line 
(pin 4) goes low. The low (for leading zeros) goestopin 12 
of U1360B. On the next rising edge from Q1352 (scan 
clock), the low Is clocked to the Q output (pin 9, which 
remains low) and passes to pin 5 of U1130 keeping the 
displayed digit blanked. This action continues as long as 
leading zeros are present, until a decimal point is needed, 
or D9 is enabled in the totalize mode. 



If a decimal point is required after the leading zeros are 
blanked, pin 11 of U1260C goes low. This creates a high on 
pin 9 which in turn ensures a low on pin 6 of U1260B. This 
action causes pin 9 to go high unblanking the display for 
the decimal point and all digits to the right of the decimal 
point. If a non-zero digit follows the leading zero(s), pin 4 
of U1 130 is internally driven high. This places a high on the 
D input to U1360B. The next rising edge from the scan 
clock transfers this high tothe Q output and unblanks the 
display through internal action in U1130. 



The D9 digit is never blanked except when the unit is 
operating in the prescale mode and the input signal is out 
of range. (INPUT OUT OF RANGE light is illuminated.) 
This is ensured through the D9 strobe line at pin 13 of 
U1260A. When pin 13 of U1260A goes low, pin 12 goes 
high ensuring a low at pin 6 of U1260B. This sets pin 9 of 
U1360 high, unblanking the display through U1 130. 



the OVERFLOW light through 01 170, placing a high on 
pin 5 of U1 260B. This ensures a low on pin 6 of U1 260B and 
pin 1 0 of U1 360B. This action causes a high on pin 9, which 
unblanks the display. 

Prescaler Unblanking 

When the prescaler Input is out of range, pin 4 of 
U1270A goes low. This illuminates the INPUT OUT OF 
RANGE light through CR1362 and sets U1270A placing a 
high on the Q output, pin 5. On the rising edge of the latch 
pulse Q, pin 6 of U1360A, is clocked low blanking the 
display through diode CR1360 and U1130. This action 
also causes the data good line to remain low, indicating 
that the data in the latches in U1330 and present on the 
bed lines from U1330 to U1 130 and at the rear interface is 
not valid data. 

Power Supplies 

I ntegrated circuit U1 51 0 supplies the reference voltage 
for the +5 Vand -15 V supplies. The +15 V operates from 
U1112, which provides its own reference voltage. The 
—2 V supply is referenced to the —15 V supply. 



The reference voltage from U1510 appears internally 
from U1510at pin 6. This is divided by R1612and R1714to 
pin 5. Current flows from the +11.5 V mainframe supply, 
through the npn series-pass transistor in the mainframe, 
and through R1710 (the current sensing resistor) tothe 
+5 V load. The +5 V load voltage is regulated within 
design limits by varying the voltage on the base of the 
series-pass transistor In the mainframe through U1510. 
Should current to the +5 V load exceed about 2 A, voltage 
drop across R1710 becomes great enough to limit the 
current by reducing the voltage on the base of the series- 
pass transistor in the mainframe. This over-current 
voltage is sensed at pins 2 and 3 of U1510. Feedback input 
from +5 V for voltage regulation occurs at pin 4. Capacitor 
C1522 is used to frequency compensate U1510. 



The —15 V supply is referenced, at the base of Q1522, 
from the voltage at pin 6 of U1510. Should the voltage 
across the -15 V load go slightly more positive, the 
voltage at the base of Q1522 goes more positive. This 
action Increases conduction in Q1624, which increases 
conduction in the series-pass transistor located in the 
mainframe. More current now flows through the series- 
pass transistor lowering the —15 V until the correct 
voltage is reached. If the current drawn from this supply 
exceeds about 200 mA, the voltage drop across R1726 
becomes large enough to cause Q1623 to conduct. This 
action limits the current through the series-pass tran- 
sistor. 



In the case of overflow it is necessary to ensure that no 

blanking occurs. When overflow occurs, pin 19 of U1330 Reference voltage for the -2 V supply comes from the 

goes low. The collector of Q1172 goes high, illuminating —15 V supply, at pin 3 of U1520. Should the —2 V go more 



3-6 




Circuit Description— DC SOSA 



positive, pin 6 of U1520 goes more negative, increasing Ciamp diodes CR1120, CR1710, CR1722, and CR1720 

conduction through Q1620, and lowering the -2 V to the are connected to the voltage output buses to prevent 

correct level. Excessive current through R1729 reduces component damage due to reverse polarity, 

conduction through Q1620 by increasing conduction 
through Q1730. This action limits the current to about 
150 mA. 



The +15 V supply operates from a three-terminal 
regulator, U1112. 



@ 
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CALIBRATION PROCEDURE 



PERFORMANCE CHECK 
PROCEDURE 

introduction 

This procedure checks the electrical characteristics of 
the DC 508A that appear in the Specification section of 
this manual. If the instrument fails to meet the re- 
quirements given in this performance check, the calibra- 
tion procedure should be performed. This procedure can 
also be used by incoming inspection facility to determine 
acceptability of performance. 



The electrical characteristics in Section 2arevalidonly 
if the DC 508A is calibrated at an ambient temperature of 
+20® C to +30® C and operated at an ambient temperature 
of 0®C to +50® C. Forced air circulation is required for 
ambient temperature above +40® C. 



Tolerances that arespecified In this performance check 
procedure apply to the instrument under test and do not 
include test equipment error. 

Test Equipment Required 

The following test equipment, or equivalent, is required 
to perform the performance check. Test equipment 
characteristics listed are the minimum required to verify 
the performance of the equipment under test. Substitute 
equipment must meet or exceed the stated require^nts. 
All test equipment is assumed to be operating within 
tolerances. 



Special test devices are used where necessary. Most of 
these are available from Tektronix, Inc. and can be 
ordered through your local Tektronix Field Office or 
representative. 



Services Available 

Tektronix, Inc. provides complete instrument repair 
and adjustment at local Field Service Centers and at the 
Factory Service Center. Contact your local Tektronix 
Field Office or representative for further information. 



Test Equipment Required 

The test equipment listed in Table 4-1, or equivalent, is 
required for adjustment of the DC 508A. Specifications 
given for the test equipment are the minimum necessary 
for accurate adjustment and measurement. All test equip- 
ment is assumed to be correctly calibrated and operating 
within specification. 



If other test equipment is substituted, control settings 
or calibration setup may be altered to meet requirements 
of the equipment used. 

A flexible plug-in extender, Tektronix Part No. 067- 
0645-02, is useful for troubleshooting or adjusting the 
DC 508A; however, the complete Adjustment Procedure 
can be performed without use of the extender. 



Table 4-1 

LIST OF TEST EQUIPMENT REQUIREMENTS 



Description 


Performance Requirements 


Applications 


Example 


Oscilloscope 


0.1 fjs sweep rate, external 
triggering; vertical sensitivity 
with 10X probe, at least 2 V/dIv. 


Frequency check. 


TEKTRONIX7603 mainframe 
and 7A15A/7B50A with 
TEKTRONIX P6056 probe. 


Sampling System 


Capable of displaying 
300 MHz; amplitude of 
^100 mV. 


Prescale threshold 
adjustment 


TEKTRONIX 7603 main- 
frame, 7S14, with 
TEKTRONIX P6056 
probe. 


Digital Voltmeter 


Range, 0 to 20 V; accuracy, 
within 2%. 


Power supply voltage 
check 


TEKTRONiX DM 501 A 
Oigitai Muiti meter.* 



@ 
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Table 4-1 (cont) 



Description 


Performance Requirements 


Application 


Example 


Power Module 


Three compartments or more. 

1 


All tests. 


TEKTRONIX TM 503 
or TM 504. 


Frequency Standard, 
1 MHz 


1 MHz with 1X10^ accuracy 
(10^ accuracy required for 
optional time base). 


Internal time base 
accuracy adjustment. 


Hewlett-Packard 105A. 


Sine Wave Generator 


Sine- wave output, 100 MHz 
to 1 GHz; amplitude 
at least 2.0 V; accuracy, 2%. 


Prescale threshold 
adjustment. 


TEKTRONIX SG 504* and 
SG 503.* 


Coupling capacitor 


0.047 fiF6, ^5 Vdc. 


Prescale threshold 
adjustment. 


Tektronix Part No. 
015-0221-00. 


Attenuator 


BNC 50 n, 10X. 


Prescale threshold 
adjustment. 


Tektronix Part No. 
011-0059-02. 


Bayonet ground assy. 


Fit P6056 probe tip. 


Prescale threshold 
adjustment. 


Tektronix Part No. 
013-0057-01. 


Coaxial cable 


Impedance, 50 0; length, 

42 inches; connectors, bnc. 


Provides signal inter- 
connections. 


Tektronix Part No. 
012-0057-01. 


Sine Wave Generator 


Sine-wave output, 10 Hz, 
to 25 kHz; amplitude, at 
least 25 mV; accuracy, 2%. 


Resolution and multiplier 
frequency check. 
Frequency range check. 


TEKTRONIX SG 502 
Oscillator.* 


Sine Wave Generator 


Sine-wave output, 100 MHz 
to 1.3 GHz; amplitude, at 
least 800 mV; accuracy, 2%. 


Frequency range and 
sensitivity check. 


Wavetek Model 2001 


Power Module 


Three compartments or 
more. 


All tests. 


TEKTRONIX TM 503 
or TM 504. 


Frequency Standard, 
1 MHz. 


1 MHz with 1X10’ acc- 
uracy (10’ accuracy 
required for optional time 
base). 


Internal time base tem- 
perature stability check. 


Hewlett-Packard 
Frequency standard 
105 A. 


Coaxial cable 


Impedance, 50 0; length, 

42 inches; connectors, bnc. 


Provides signal inter- 
connection. 


Tektronix Part No. 
012-0057-01. 


Precision 50 O 
coaxial cable 


Impedance, 50 O; length, 

42 inches, connectors, bnc. 


Provides signal inter- 
connection. 


Tektronix Part No. 
012-0482-00. (Furn- 
ished with SG 503.) 


Attenuator, 5X 
2 required 


Impedance, 50 O; connect- 
ors, bnc; accuracy, within 
2%. 


Frequency range and 
sensitivity check. 


Tektronix Part No. 
011-0059-02. 


Attenuator, 10X 


Impedance, 50 0; connect- 
ors, bnc; accuracy, within 
2%. 


Frequency range and 
sensitivity check. 


Tektronix Part No. 
011-0060-02. 



Requires TM 500-Series power module. 















Preliminary Procedure 

1. Ensure that all power switches are off. 



2. Ensure that all test equipment and the power 
module into whichthe DC 508A under test will be installed 
are suitably adapted to the line voltage to be applied. 

3. Install the DC 508A into the power module, and If 
applicable, Install all other TM 500-Series test equipment 
into the power module. 



4. Connect the power module(s) and test equipment to 
a suitable line voltage source. Turn all equipment on and 
allow at least 20 minutes for the equipment to warm up and 
stabilize. 
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d. Check that the readout display coincides with the 
signal generator over the entire frequency range. 



e. Set the amplitude of the signal generator for an 
output of 1132 mVpeak-to-peak. (400 mVrmsintoSO Oor 
+5 dBm). 



f. Adjust the signal generator output frequency from 
1.1 GHz to 1.3 GHz. 



g. Check that the readout display coincides with the 
signal generator reading over the frequency range. 

h. Disconnect the 50 Q cable and 1 0X attenuator from 
the PRESCALE INPUT connector. 



Initial Control Settings 

Set the following controls during warm-up time: 

DC SOSA 



STANDBY 
RESOLUTION 
DISPLAY TIME 
RESOLN MULT 
RESET 
ATTEN 
SOURCE 
50 0—1 MO 



Pushbutton In 
1 Hz PRESCALE 
Fully counterclockwise 
Pushbutton out 
Pushbutton out 
Pushbutton out 
Pushbutton out 
Pushbutton in 



i. Set the amplitude of the signal generator (10 Hz to 
100 MHz) for an output of 2.1 V peak-to-peak (0.75 V rms 
into 50 O) at the signal generator output connector. 



j. Connect the signal generator (10 Hz to 100 MHz) 
sine-wave output to the DC 508A DIRECT INPUT connec- 
tor, using a 50 O cable, 5X, and 10X attenuators. 



k. Set the DC 508A RESOLUTION switch to DIRECT 
1 Hz; set the remaining controls as listed in the initial 
control settings. 



PERFORMANCE CHECK PROCEDURE 

NOTE 

A signal generator with frequency range capability 
of 10 Hz to 1.3 GHz is required for completion of 
step 1 and 10 Hz to 100 MHz for step 2. Separate 
signal generator units may also be used, such as 
TEKTRONIX SG 502, SG 503, and Wavetek 2001. 



1, Check Frequency Range and Sensitivity 

a. Set the amplitude of the signal generator for an 
output of 566 mV peak-to-peak (200 mV rms into 50 O or 
— 1 dBm) at the signal generator output connector. 



b. Connect the signal generator (100 MHz to 1.3 GHz) 
sine wave output to the DC 508A PRESCALE INPUT 
connector, using a 50 O cable and a 10X attenuator. 



I. Adjust the signal generator output frequency from 
10 Hz to 100 MHz (may requirechanging signal generator 
units). 



m. Check— that the readout display coinci des with the 
signal generator reading over the entire frequency range. 



n. Disconnect the 50 Q cable from the DC 508A. 



2. Check Maximum Operating Input Voltages 

a. Set the amplitude of the signal generator (100 MHz 
to 1.3 GHz) for maximum output or no more than 5.65 V 
peak-to-peak (2 V rms into 50 O) at the signal generator 
output connector. 



c. Adjust the signal generator output frequency from 
100 MHz to 1.1GHz. (May require changing signal 
generator units.) 



b. Connect the signal generator (100 MHz to 1.3 GHz) 
sine-wave output to the DC 508A PRESCALE INPUT 
connector, using a 50 O cable. 



@ 



4-3 




Calibration— DC 508A 
Performance Check 

c. Set the DC 508A RESOLUTION switch to 1 Hz 
PRESCALE; set the remaining controls as listed in the 
initial control settings. 

d. Adjust the signal generator output frequency from 
100 MHz to 1.3 GHz (may require changing signal 
generator units). 

e. Check— that the readout display coincides with the 
signal generator reading over the entire frequency range. 



f. Disconnect the 50 Cl cable from the DC 508A. 

3. Check Resolution Multiplier Frequency Range 

a. Set the DC 508A RESOLUTION switch to DIRECT 
1 Hz; set the remaining controls as listed in the initial 
control settings. 



b. Connect the signal generator (10 Hz to 25 kHz) 
sine-wave output to the DC 508A DIRECT INPUT connec- 
tor, using a 50 O cable. Set the output amplitude to at least 
15 mV rms. 



c. Adjust the signal generator output frequency from 
10 Hz to 25 kHz. 



d. Check— that the LOSS OF LOCK indicator light 
remains off over the entire frequency range. 

4. Check Resolution Multiplication Factor 

a. Obtain a stable readout display at any frequency 
between 10 Hz and 25 kHz. 



b. Press in the RESOLN MULT pushbutton. 



c. Check— that the most significant digit shifts two 
places to the left and the count remains stable. Press in 
and release the pushbutton. 

5. Check Resolution Multiplier Lock Time 

a. Set the signal generator output frequency to ap- 
proximately 25 kHz, and obtain a stable readout display. 

b. Rapidly change the signal generator frequency to 
10 Hz. Note that the LOSS OF LOCK indicator light 
illuminates. 



c. Check— that the LOSS OF LOCK indicator light 
goes out in less than 5 seconds. 



d. Disconnect the 50 Cl cable from the DC 508A. 

6. Check Time Base Temperature Stability 

a. Connect the 1 MHz frequency standard to the 
DC 508A DIRECT INPUT connector. 



b. Check— that the least significant digit i n the readout 
display changes less than 5 digits (5 ppm) as the ambient 
temperature surrounding the Instrument Is changed from 
0°C to +50° C. 



c. Disconnect all cables from the DC 508A. 

7. Check Optional Time Base Temperature 
Stability 

a. Connect the 1 MHz frequency standard to the 
DC 508A DIRECT INPUT connector. 



b. Set the DC 508A RESOLUTION switch to DIRECT 
0.1 Hz. 



c. Check— that the least significant digit in the readout 
display changes no more than 2 digits (0.2 ppm) as the 
ambient temperature surrounding the instrument Is 
changed from 0°C to +50° C. 

8. Check Optional Time Base Warmup Time 

a. Set the DC 508A RESOLUTION switch to DIRECT 
.1 Hz. 



b. After allowing at least 20 minutes warm-up time in 
the power module, note the readout display reading. 



c. TurnoffthepowermoduleandremovetheDC 508A 
from the compartment, and allow the instrument to cool 
for at least two hours to approximately +25° C ambient. 

d. Insert the DC 508A intothe power module compart- 
ment and turn on the power to the power module. 

e. Check— that within 10 minutes after power up of the 
power module, the least significant digit is within two 
counts of the reading noted in part b of this step. 



f. Disconnect all cables. 



This completes the Performance procedure of the 
DC 508A. 
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Calibration— DC 508A 
Adjustment Procedure 



Introduction 

This adjustment procedure Is to be used to restore the 
DC 508Ato original performance specifications. Adjust- 
ment need not be performed unless the Instrument failsto 
meet the Performance Requirements of the Electrical 
Characteristics listed in the Specification section, or the 
Performance Check cannot be completed satisfactorily. 



Completion of all adjustment steps in this procedure 
ensures that the instrument will meet the performance 
requirements listed in the Specification section. However, 
to fully ensure satisfactory performance, it is recommend- 
ed that the Performance Check be performed after any 
adjustment is made. 

Adjustment instructions 

The alphabetical instructions under each step (a, b, c, 
etc.) may contain Check, Examine, or Adjust as the first 
word of the Instruction. These terms are defined as 
follows: 

1. Check— Indicates that the instruction accomplishes 
a performance requirement check. Each performance 
requirement is derived from the instrument specification 
as listed In Table 1-1, Electrical Characteristics. 



2. Examine— usually precedes an Adjust instruction 
and descri bes how to determi ne whet her the adj ustment is 
necessary. Measurement limits following the word Ex- 
amine are not to be interpreted as performance limits 
derived from the instrument specifications. They are 
provided as indicators of a properly functioning instru- 
ment and to aid in the adjustment process. 



3. Adjust— describes which adjustment to usetomake 
the desired result. We recommend that adjustments not be 
made if a previous Check or Examine instruction indicates 
that no adjustment Is necessary. 

Adjustment Interval 

To maintain instrument accuracy, check the perfor- 
mance of the 1.3 GHz Counter every 1000 hours of 
operation, or every six months if used infrequently. 



Preparation 

a. Remove the left side cover of the DC 508A to gain 
access to the adjustments. Pull the rear end of the side 
cover outward from the side of the instrument (the cover 
snaps into place). 



b. Install the DC 508A into the left power module 
compartment, or if applicable, connect the DC 508Atothe 
power module by means of the flexible plug-in extender. 



c. Set the power module for the line voltage to be 
applied and connect It to the line voltage source. Be sure 
that the power switch Is off. 



d. Install the TM 500-Series equipment, including the 
DC 508A into the power module. 



e. Connect all test equipment to a suitable line voltage 
source. 



f. Turn on all test equipment and allow at least 20 
minutes for the equipment to warm up and stabilize. 



DC 508A 

Pushbutton in 
1 Hz PRESCALE 
Fully counterclockwise 
Pushbutton out 
Pushbutton out 
Pushbutton out 
Pushbutton out 
Pushbutton in 



DM 501 

Range Function switch 20 DC Volts 

Input EXT (pushbutton out) 



Oscilloscope Mainframe 

Intensity Visible display 

Focus Well defined display 



ADJUSTMENT PROCEDURE 

1. Check Power Supply Voltages 

a. Connect the digital voltmeter between each voltage 
test point and ground for the supplies listed in Table 4-2. 
See Fig. 4-1 for test point locations. 



b. Check— each supply voltage for a meter reading 
within the output voltage limits specified for that supply in 
Table 4-2. 



STANDBY 
RESOLUTION 
DISPLAY TIME 
RESOLN MULT 
RESET 
ATTEN 
SOURCE 
50 n— 1 MQ 
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Internal 

clock 

External clock input 




-15 V 

2'y Test Point 
Test Point 



Alternate Option 1 
oeclltator test point 



1 MHx 
clock 
position 

5 MHz 
clock 
position 

S MHz 
clock 
position 

10 MHz 
clock 
position 



(2460)2793-04 



Fig. 4-1. Location of test points and adjustments on Main circuit board. 



Table 4-2 

POWER SUPPLY VOLTAGE LIMITS 



Supply 


Output Voltage Limits 


+15 V 


+14.25 V to +15.75 V 


-15 V 


-13.95 V to -16.05 V 


-2 V 


-1.8 V to -2.2 V 


+5 V 


+4.75 V to +5.25 V 


2. Adjust Time Base Accuracy 

a. Connect the 10X probe to the vertical amplifier (real 



time) input connector; connect the probe tip to the 
oscillator test point, TP1436. See Fig. 4-1 for test point 
location. 



b. Set the vertical amplifier (realtime) deflection factor 
for 0.2 V/div. 



c. Set the time-base (real time) sweep rate for 
0.1 /Lfs/div, externally triggered. 



d. Connect the frequency standard to the time-base 
(real time) external input connector, using an appropriate 
cable. 



e. Adjust the time-base unit triggering controls for a 
stable display. 



f. Examine— that the displayed time marks remain 
stable, horizontally. 



g. Adjust-— Cl 310, time base accuracy adj, slowly until 
the displayed time marks remain stable, horizontally. See 
Fig. 4-1 for adjustment location. 



h. DisconnectthecablesandprobefromtheDC 508A. 



3. Adjust Prescaler Threshold 

a. Note that the STANDBY pushbutton is in and the 
RESOLUTION switch Is set to any PRESCALE position. 



b. Connect the leveling head to the SG 504 OUTPUT 
HEAD connection. 



c. Connect the leveling head output through a 10X 
attenuator to the DC 508A PRESCALE INPUT. 
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d. Connect a coaxial cable from the SG 504 FRE- 
QUENCY MONITOR OUT to the External Trigger Input of 
the sampling oscilloscope. 



6. Set the SG 504 AMPLITUDE VOLTS PEAK TO 
PEAK to 1.9, FREQUENCY MHz to approximately 
300 MHz, and RANGE to LOW. 



f. Connect the 10X, 50 Oprobeand coupling capacitor 
to the vertical input of the sampling oscilloscope. 



g. Place the Bayonet ground assembly on the probe 
tip. 

h. Connect the probe to pin 4 of U2350 and the ground 
to the nearest ground point (left side of C2264). 



i. Adjust R2422, Threshold Adj. for probe tip amplitude 
of approximately 600 mV peak-to-peak. 



J. Rotate the SG 504 FREQUENCY control from 
250 MHz to 1 GHz. 

k. Examine — that the DC 508A display does not blank 
or count incorrectly. 



Calibration— DC SOSA 
Adjustment Procedure 

I. Adjust— R2422, Threshold Adj., for 600 mV to 
1200 mV peak to peak probe tip voltage without display 
blanking or an erroneous count (800 mV peak to peak is 
usually optimum). 



m. Connect the SG 503 OUTPUT through a coaxial 
cable and 50 O termination tothe DC 508A100-1300 MHz 
INPUT. 



n. Set the generator output level for approximately 
2 V. 



o. Rotate the generator frequency control from 
100 MHz to 250 MHz." 



p. Repeat steps k and I. 



q. Disconnect all cables and equipment from the 
DC 508A. 



This completes the Adjustment procedure of the 
DC 508A. 




Calibration— DC SOSA 
Adjustment Procedure 




Fig. 4-2. Location of Threshold adjustment on Prescaler circuit board. 
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Section 5— DC SOSA 



MAINTENANCE AND INTERFACING 

INFORMATION 



Preventive Maintenance 

There are no special preventive maintenance 
procedures that apply to the DC 508A, Refer to the power 
module instruction manual for general preventive 
maintenance procedures and instructions. 

Corrective Maintenance 

Refer to the power module instruction manual for 
general corrective maintenance procedures and instruc- 
tions. 



Prescater Fuse Replacement 

To replace the fuse, unscrew the bnc connector using a 
7/16" wrench. Remove the connector shell and the metal 
spacer surrounding the fuse. If the fuse doesn't come out 
with the connector, grasp the fuse lead with pliers and 
pulL Notice the small insulating washers onthefuse leads. 
Make certain the washers, with tne flanges toward the 
fuse, are reinstalled on the leads before reassem biy. If the 
washer remains in the instrument when the fuse is 
removed, the fuse lead can be installed back into the 
instrument without removing the insulator. See Fig. 5-1. 




Fig, 5-1. Front panel fuse assembiy- 



Prescaler Removal 

To remove the Prescaler, first remove the flat-head 
screw and nut attaching the angle brackettothetopof the 



plug-in. Then remove the recessed screw on the left side 
of the Prescaler. Next, remove the screw attaching the 
lower rear mounting post, for the Prescaler board, to the 
Main board. This screw is accessed through a hole in the 
Resolution Multiplier board. Next, remove capacitor 
C1230 {Option 1 and 7 instruments only) to gain access to 
the screw attaching the upper rear mounting post to the 
Main board. Remove the screw attaching this post to the 
Main board. Finally, remove the two coaxial connections 
to the Prescaler, and remove the plug attaching the four 
wires to the Main board. 



Prescaler Troubleshooting 

Transistor failures can often be determined by voltage 
measurements. When the unit is operating, measure the 
voltage from the collector of the rf transistor to ground. 
The collector is the large pad nearest to this transistor. 
This voltage should be approximately 7 V dc. The 
prescaier waveform can also be viewed by using a 600 Q 
ac coupled sampling probe. Connect the sampling probe 
to the collector pads described above. 



Functions Available at Rear Connector 

A slot between pins 21 and 22 on the rear connector 
identifies the DC 508Aas a member of the counter family. 
Insert a barrier in the corresponding position of the power 
module jack to prevent other than signal source plug-ins 
from being used in that compartment. This protects the 
plug-in if specialized connections are made to that 
compartment. Consult the Building a System section of 
the power module manual for further information. Signal 
outputs, or other specialized connections, may be made to 
the rear i nterf ace connectors as shown i n the i nput-oulput 
assignments in Fig. 5-2. The following connections apply 
to the DC 508A. 



BCD Output Data {contacts 20B, 20A, 21 B, and 19A) 

These contacts provide bed data (S, 4, 2, 1, code) 
directly to the power module interface. The count (front- 
panel display) is transmitted in serial-by-decimal digit 
sequences. The decimal-digit sequence is from left to 
right (msd to isd) as observed on the front- panel display. 
The binary levels are positive-true logic. Each output data 
line is capable of driving five TTL loads {8 mA), During 
time slot zero, all four bed lines are high. 
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Mexlmum 






Recom- 




Active 


mended 




Level 


Loads 


I Remarks 




Assignments listed for pins 1A— 13A and IB— 13B are available in all power modules; 
however only those pins marked with an asterisk (*) are used by the DC 508. 
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Decimal Point Scanned Output (contact 27B) 

A decimal point to the ieft of a seiected digit is scanned 
(made active) during its particular time slot. Contact 27B 
goes high and remains high for one scan-clock period 
indicating that a decimal point is scanned. This data line 
will drive nine TTL loads (15 mA). 



Time Slot Zero Output (contact 25A) 

This li ne provides a reference ti me i ndicati on for proper 
demultiplexing of the display bed information. This pulse 
is negative-going and equal in width to one scan-clock 
period. The negative-going leading edge is time- 
coincident with the rising edge of the scan-clock line. The 
next rising edge of the scan clock line places the first 
(msd) digit of bed information on the four bed output lines. 
This connection will drive five TTL loads (8 mA). 



Scan Clock Output (contact 24B) 

This output line provides about a 5 kHz square-wave 
signal at the rear interface. A different front-panel digit is 
displayed on each rising edge of the scan-clock 
waveform. The display scans from time slot zero to the 
most significant digit, and then through the digits in 
sequence to the least significant digit on succeeding scan 
clock cycles. 



The corresponding bed information is transferred to 
the output on each scan clock positive-going edge. To 
allow for propagation delays, the data should be 
transferred to external memory on the following negative- 
going edge. This output data line will drive two TTL loads 
(3.2 mA). 



Data Good Output (contact 19B) 

This output line provides a low data good (latch) pulse. 
The pulse duration is determined by the measurement 
interval plus the display time and occurs after each 
updating of the display storage latches. The accumulated 
count is transferred to the latches when this line is high 
and is actually latched on thefalling edge. Datashould not 
be acquired until after the falling edge to avoid errors. This 
data line will drive one TTL load (1.6 mA). 



Overflow Output (contact 23B) 

Contact 23B is normally at a low level and goes high to 
indicate that the counter is in an overflow condition. 
Contact 23B is at a high level any time the front-panel 
OVERFLOW light is on. This output data line will drivetwo 
TTL loads (3.2 mA). 



Reset Input-Output (contact 26 A) 

The counter is cleared to zero when a low is applied to 
26A. This is accomplished from the front-panel by 
pushing the RESET button or moving the RESOLUTION 
control between detents. When used as an output, this line 
will drive two loads (3.2 mA). Contact 26A also goes low 
momentarily during power-up reset, when the counter 
prepares itself for operation. This contact does not go low 
when the internal circuitry clears itself for another count. 
This output will drive two TTL loads (3.2 mA). 



When contact 26A is used as a reset input function, the 
external circuit must be able to drive 15 TTL loads; a 
discrete transistor capable of 24 mA can be used. 

Gate Out (contact 28B) 

This contact provides a gate out signal that is high 
during the time that the internal gate is open (while an 
input signal is gated into the decade counter units). This 
output line will drive five TTL loads (8 mA). 

Internal Signal Input (contacts 16A and 17A) 

Input signals can be applied through the rear interface 
via contact 16A, with 17A serving as a ground reference 
(coaxial-cable shield connection). To select input signals 
via contact 16A, depress the front-panel SOURCE switch, 
to the INT position. The input signals are ac coupled. 
Contact 16A is terminated in a nominal 50 C load im- 
pedance. Connectionsshouldbemade using 50 Ccoaxial 
cable with leads as short as possible for full bandwidth 
operation. 

External Clock Input (contacts 14A and 17A) 

An external clock signal can be used instead of the 
internal 10 MHz clock by applying the input to 14A and 
using 17A to ground a coaxial-cable shield. To use the 
external clock signal, set the internal jumper to the EXT 
position. The internal frequency selection jumper should 
be properly placed for 1, 5, or 10 MHz depending on the 
external clock frequency. The input signal should be a 
TTL level signal capable of driving an ac-coupled 1 kO 
load. 



Start Count Input (contact 18B) 

For instruments without Option 7, this line initiates the 
DC 508A measurement cycle by an external trigger signal. 
When the SOURCE switch is depressed and a signal is 
present on the rear interface (pins 16A and 17A), a 
measurement may be initiated by bringing this line high. A 
single measurement is made if the line is pulled low before 
the gate and display times have elapsed. If the li ne is held 
high, the counter makes continuous readings. The load is 
one TTL (1.6 mA). See the Options section for functions 
with Option 7 equipped instruments. 
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Counter Identify Output (contact 23 A) 

This line is low when the SOURCE switch is depressed 
(Internal) for Instruments without Option 7. This Indicates 
that the instrument Is In the count on command mode as 
explained In the Start Count description. This output 
provides 16 mA, equivalent to 10 TTL loads. This contact 
Is disconnected In Option 7 equipped instruments. 



Counter Identify Output — Option 7 (contact 17B) 

This contact Is grounded Internally in the DC 508A. 
There Is no connection to this pin In instruments without 
Option 7. 



100 kHz Resolution Input — Option 7 (contact 16B) 

When this contact is low and the Instrument is 
equipped with Option 7, the counter goes to a 10 /js gate 
time for a resolution of 100 kHz. When this line Is high, the 
counter operates normally. This Input requires 3.2 mA, 
equivalent to two TTL loads. This contact has no function 
in Instruments without Option 7. 



Sweep Input— Option 7 (contact 15B) 

When this contact is low and the instrument is 
equipped with Option 7, the counter operates continuous- 
ly; when high, the instrument counts only when contact 
18B, start count, goes high. This contact outputs 1.6 mA, 
equivalent to one TTL load. This contact Is unwIred in 
instruments without Option 7. 



Source Identify Input— Option 7 (contact 14B) 

When this contact is low, alt Option 7 functions are 
enabled; when this contact is high, the counter operates 
normally. This contact requires 4.8 mA, equivalent to 
three TTL loads. This contact Is unwired in instruments 
without Option 7. 



Gate Output— Option 7 (contact 18A) 

This contact goes low during the measurement Interval 
in instruments equipped with Option 7. It outputs 15 mA, 
equivalent to nine TTL loads. There is no connection to 
this contact In Instruments without Option 7. 



Cam Switches 

Use care when cleaning or repairing cam switches. 
Shaft alignment and spring tension of the contacts must 
be caret ul I y mai ntal ned for proper operati on of t he switch. 
For assistance, contact your local Tektronix Field Office 
or representative. 



NOTE 

A cam-type switch repair kit including necessary 
tools, instructions, and replacement contacts is 
available from Tektronix, Inc. Order Tektronix Part 
No. 040-0547-00. 



The cam switches consist of rotating cam drums which 
are turned by front-panel knobs, and sets of spring-leaf 
contacts mounted on adjacent circuit boards. The con- 
tacts are actuated by lobes on the cams. These switches 
can be disassembled for Inspection, cleaning, repair, or 
replacement as follows: 

1. Pull the metal cover off the switch. The switch is 
now open for inspection or cleaning. 



2. To completely remove a switch from the circuit 
board, first remove any knobs or shaft extensions. 
Loosen the coupling at the potentiometer at the 
rear of the switch, and pull the long shaft out of the 
switch assembly. 



3. Remove the screws (from the opposite side of the 
circuit board) that hold the cam drum tothe board. 



4. To remove the cam drum from the front support 
block, remove the retaining ring from the shaft on 
the front of the switch and slide the cam drum out 
of the support block. Be careful not to lose the 
small detent roller. 



5. To replace defective switch contacts, follow the 
instructions given In the switch repair kit. 



6. To reinstall the switch assembly, reversethe above 
procedure. 

Front Panel Latch Removal 

To disassemble the latch, pry up on the pull tab bar 
attached to the latch assembly. The latch components can 
now be removed from the instrument. 



Component Checking 

If a component cannot be disconnected from Its circuit, 
then the effects of the associated circuitry must be 
considered when evaluating the measurement. Exceptfor 
soldered-in transistors and Integrated circuits, most com- 
ponents can be lifted at one end from the circuit board. 

Transistors and IC’s. T urn the power switch off before 
removing or replacing any semiconductor. 
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A good check of transistor operation is actual perfor- 
mance under operating conditions. A transistor can most 
effectively be checked by substituting a new component 
for it (or one which has been checked previously). 
However, be sure that circuit conditions are not such that a 
replacement transistor might also be damaged. If sub- 
stitute transistors are not available, use a dynamic tester. 
Static-type testers are not recommended, since they do 
not check operation under simulated operating con- 
ditions. An anti-static suction-type desoldering tool must 
be used to removesoldered-in transistors; see component 
replacement procedure for details. 



Integrated circuits can be checked with a voltmeter, 
test oscilloscope, or by direct substitution. A good 
understanding of the circuit description is essential to 
troubleshooting circuits using IC’s. Operating waveforms, 
logic levels, and other operating information for the IC’s 
are given in the circuit description information of the 
appropriate manual. Use care when checking voltages 
and waveforms around the IC’s so that the adjacent leads 
are not shorted together. A convenient means of cli ppi ng a 
test probe to the 14- and 16-pin in-line IC’s is with an 
integrated circuit test clip. This device also doubles as an 
extraction tool. 



Diodes. Do not use an ohmmeter that has a high 
internal current. High currents may damage a diode. 



A diode may be checked for an open or shorted 
condition by measuring the resistance between terminals. 
With an ohmmeter scale having an Internal source of 
between 8 mV, and 3 V, the resistance should be very high 
In one direction and very low when the leads are reversed. 
(A few diode types may even be damaged by 3 V.) 



Resistors. Check the resistors with an ohmmeter. 
Resistor tolerances are given inthe Replaceable Electrical 
Parts list in every manual. Resistors do not normally need 
to be replaced unless the measured value varies widely 
from the specified value. 



Capacitors. A leaky or shorted capacitor can be 
detected by checking resistance with an ohmmeter on the 
highest scale. Use an ohmmeter that will not exceed the 
voltage rating of the capacitor. The resistance reading 
should be high after initial charge of the capacitor. An 
open capacitor can best be detected with a capacity meter, 
or by checking whether It passes ac signals. 

PARTS ORDERING AND REPLACING 

Ordering 

Obtaining Replacement Parts. Most electrical and 
mechanical parts can be obtained through your local 



Tektronix field office or representative. However, you 
should be able to obtain many of the standard electronic 
components from a local commercial source In your area. 
Before you purchase or order a part from a source other 
than Tektronix, Inc., please check the Replaceable Elec- 
trical Parts list for the proper value, rating tolerance and 
description. 



Special Parts. Some parts are manufactured or 
selected by Tektronix, Inc., to satisfy particular re- 
quirements, or are manufactured for Tektronix, I nc., to our 
specifications. Most of the mechanical parts used in this 
system have been manufactured by Tektronix, Inc. Order 
all special parts directly from the local Tektronix Field 
Office or representative. 

Ordering Procedure. When ordering replacement 
parts from Tektronix, Inc., please Include the following 
information: 

1. Instrument Type (PS 501, SG 502, DC 501, etc.). 



2. Instrument Serial Number (For example, B010251). 



3. A description of the part (if electrical include the 
circuit number). 



4. Tektronix part number 



Please do not return any instruments or parts before 
receiving directions from Tektronix, Inc. 

A listing of Tektronix Field Offices, Service Centers and 
Representatives can be found in the Tektronix Product 
Catalog and Supplements. 

Replacing 

The exploded view drawings associated with the 
Replaceable Mechanical Parts list, located to the rear of 
most manuals, may be especially helpful when dis- 
assembling or reassembling individual components or 
sub-assemblies. 



Circuit Boards. If a circuit board is damaged beyond 
repair, eitherthe entire assembly including all soldered-on 
components, or the board only, can be replaced. 



To remove or replace a board, proceed as follows: 

1. Disconnect all leads connected to the board (both 
soldered lead connections and solderless pin connec- 
tions). 
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2. Remove all screws holding the board to the chassis 
or other mounting surface. Some boards may be held fast 
by plastic mounting clips around the board edges. For 
these, push the mounting clips away from the circuit board 
edges to free the board. Also, remove any knobs, etc, that 
would prevent the board from being lifted out of the 
Instrument. 



3. Lift the circuit board out of the unit. Do not force or 
bend the board. 



4. To replace the board, reverse the order of removal. 
Use care when replacing pin connectors. If forced into 
place incorrectly positioned, the pin connectors may be 
damaged. 

Transistors and IC’s. Transistors and IC’s should not 
be replaced unless they are actually defective. If removed 
from their sockets during routine maintenance, return 
them to their original sockets. Unnecessary replacement 
or switching of semiconductor devices may affect the 
calibration of the instruments. When a transistor is 
replaced, check the operation of the part of the instrument 
that may be affected. 



Replacement semiconductors should be of the original 
type or a direct replacement. Figure 5-1 shows the lead 
configurations of the semiconductors used in this instru- 
ment system. When removing soldered-in transistors, use 
a suction-type desoldering tool to remove the solder from 
the holes in the circuit board. 



An extracting tool should be used to remove the 14- and 
16-pin integrated circuits to prevent damage to the pins. 
This tool is available from Tektronix, Inc. If an extracting 
tool is not available, use care to avoid damaging the pins. 
Pull slowly and evenly on both ends of the 1C. Try toavoid 
having one end of the ICdisengagefromthe socket before 
the other end. 



Static-Sensitive Components 




Static discharge can damage any semiconductor 
component in this instrument. 



This instrument contains electrical components that 
are susceptible to damage from static discharge. See 
Table 5-1 for relative susceptibility of various classes of 
semiconductors. Static voltages of 1 kV to 30 kV are 
common in unprotected environments. 



Observe the following precautions to avoid damage: 

1. Minimize handling of static-sensitive components. 



2. Transport and store static-sensitive components or 
assemblies in their original containers, on a metal rail, 
or on conductive foam. Label any package that con- 
tains static-sensitive assemblies or components. 



3. Discharge the static voltage from your body by 
wearing a wrist strap while handlingthese components. 
Servicing static-sensitive assemblies or components 
should be performed only at a static-free work station 
by qualified service personnel. 



4. Nothing capable of generating or holding a static 
charge should be allowed on the work station surface. 

5. Keep the component leads shorted together 
whenever possible. 

6. Pick up components by the body, never by the leads. 

7. Do not slide the components over any surface. 



8. Avoid handling components in areas that have a 
floor or work surface covering capable of generating a 
static charge. 

9. Use a soldering iron that Is connected to earth 
ground. 

10. Use only special antistatic suction type or wick 
type desoldering tools. 

Test Equipment 

Before using any test equipment to make 
measurements on static-sensitive components or 
assemblies, be certain that any voltage or current supplied 
by the test equipment does not exceed the limits of the 
component to be tested. 

Interconnecting Pins. To replace a pin that is mounted 
on a circuit board, first disconnect any pin connectors. 
Then, unsolder the damaged pin and pull it out of the 
board with a pair of pliers. Be careful not to damage the 
wiring on the board with too much heat. Ream out the hole 
in the circuit board with a 0.031-inch drill. Remove the 
ferrule from the new interconnecting pin and press the 
new pin into the hole in the circuit board. Position the pin 
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In the same manner as the old pin and solder it in. If the old 
pin was bent at an angle to mate with a connector, bend 
the new pin to match the associated pins. 



NOTE 

A pin replacement kit including necessary tools, 
instructions, and replacement pins is available from 
Tektronix, Inc. 

REPACKAGING FOR SHIPMENT 

If the Tektronix instrument is to be shipped to a 
Tektronix Service Center for service or repair, attach atag 
showing: owner (with address) and the name of an 
individual at your firm that can be contacted. Include 
complete instrument serial number and a description of 
the service required. 



Save and re-use the package in which your instrument 
was shipped. If the original packaging is unfit for use or 
not available, repackage the instrument as follows: 

Surround the Instrument with polyethylene sheeting to 
protect the finish of the instrument. Obtain a carton of 
corrugated cardboard of the correct carton strength 
and having inside dimensions of no lessthan six inches 
more than the Instrument dimensions. Cushion the 
instrument by tightly packing three inches of dunnage 
or urethane foam between carton and instrument, on all 
sides. Seal carton with shipping tape or industrial 
stapler. 



The carton test strength for your Instrument is 200 
pounds. 



Table 5-1 

RELATIVE SUSCEPTIBILITY TO 
STATIC DISCHARGE DAMAGE 



Semiconductor Classes 


Relative 

Susceptibility 

Levels'^ 


MOS or CMOS microcircuits or 

discretes, or linear microcircuits 

with MOS Inputs (Most Sensitive) 


1 


ECL 


2 


Schottky signal diodes 


3 


Schottky TTL 


4 


High-frequency bipolar transistors 


5 


JFETs 


6 


Linear Microcircuits 


7 


Low-power Schottky TTL 


8 


TTL (Least Sensitive) 


9 



Voltage equivalent for levels: 

1 = 100 to 500 V 4 = 500 V 7 = 400to1000 V(est.) 

2 = 200 to 500 V 5 = 400 to 600 V 8 = 900 V 

3 = 250 V 6 = 600 to 800 V 9 = 1200 V 

(Voltage discharged from a 100 pF capacitor through a resistance 
of 100 ohms.) 
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Table 5-2 

MAINTENANCE AIDS 

The following maintenance aids include items required for some maintenance procedures in this instrument. Equivalent 
products may be substituted for examples given providing characteristics are similar. 



Description 


Specifications 


Use 


Example 


1, Soldering Iron 


15 Watt 


General soldering and 
unsoldering 


ANTEX PRECISION Model C 


2. Screwdriver 


Phillips #1 tip 


Assembly and Disassembly 


Xcelite Model XI 08 


3. Screwdriver 


Phillips #2 tip 


Assembly and Disassembly 


Xcelite Model XI 02 


4. Screwdriver 


Three-inch shaft; 
3/32 inch flat bit 


General 


Xcelite R3323 


5. Torque Screwdriver 


1.5 inch-pounds 


FUNCTION switch 
assembly 


Sturtevant-Richmont 
Torque Products Model 
PM-5-Roto-Torq 


6. Nutdrivers 


1/4 inch, 5/16 inch 
3/8 inch, 7/16 inch 


General 


Xcelite #8, #10, #12 and 
#14 


7. Open End Wrench 


11/16 inch 


General 




8. Solder Wick 




Unsoldering 


Hex Wik #887-10 


9. Lubricant 


Versilube 


FUNCTION switch 
lubrication 


Tektronix Part No. 
006-1353-00 


10. Spray Cleaner 


No Noise 


FUNCTION switch pad 
cleaning 


Tektronix Part No. 
006-0442-02 


11. Vacuum Desoldering 
Tool 


Antistatic 


General 


Tektronix Part No. 
003-0795-00 


12. I.C. Extracting Tool 




General 


Tektronix Part No. 
003-0619-00 


13. Cam Switch Repair 
Kit 




Cam switches 


Tektronix Part No. 
040-0541-00 


14. Extender Cables 




General 


Tektronix Part No. 
067-0645-02 
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OPTIONS 



Your Instrument may be equipped with one or more instrument options. These options are factory-installed additions 
or changes to the standard instrument. If so equipped, details of instrument-equipped options are incorporated into the 
appropriate section of the manual. 



A brief description of each available option Is given in the following discuss! on. For further information on Instrument 
options, see your Tektronix catalog or contact your local Tektronix representative. 



OPTION 1 



This option provides a more accurate ^me base for the 
DC 508A. The specification, adjustment instructions, cir- 
cuit description, and schematic diagrams are Included in 
the respective sections of this manual. In Instruments 



equipped with this option, for proper operation, make 
certain the power module line-voltage selector is set 
correctly for the line voltage used. 



OPTION 7 



Introduction 

The DC 508A Option 7 operates with a spectrum 
analyzer and a tracking generator, or other suitable 
device, to provide an accurate readout of a selected 
frequency. During the DC 508A frequency measurement 
interval, a dot on the swept frequency display shows the 
location of the frequency being measured. At the conclu- 
sion of the count, the sweep is resumed. The accuracy of 
the count is 100 kHz when the spectrum analyzer is not 
phase locked, and manually selected by the 
RESOLUTION control when the phase lock is on. 



The DC 508A Option 7 also Includes the higher ac- 
curacy and stability for the counter’s internal time base 
described under Option 1. The specification, adjustment 
instructions, and schematic diagrams are included in the 
respective sections of this manual. The installation, 
operating Instructions, and circuit description follow. 



Installation 

The DC 508A Option 7 Digital Counter and signal 
source must be installed in specific compartments of a TM 
500-Series power module equipped with Option 7. This 
option adds the wires necessary to interface the two units 
via their rear panel connectors. If Option 7 is not ordered 
with the power module, it can be field-installed by 
ordering Field Modification Kit 040-0789-00. 



Connect the DC 508A input (either direct or prescale 
INPUT) to the signal source output with a coaxial cable 
(standard accessory). 



The operation of the DC 508A Option 7 In a system 
without a tracking generator or sweep generator, or in a 
power module without Option 7, Is the same as a standard 
DC 508A with Option 1 installed. 

Sweeping Mode Operation 

In any of the sweeping modes, operation of the 
DC 508A Option 7 is as follows: 

1. The DISPLAY TIME control is Inoperative. 



2. The RESOLUTION control is set for the resolution 
desired when the spectrum analyzer is phase locked. 



3. When the spectrum analyzer is not phase locked, 
the counter resolution is automatically set for 100 kHz. 



The spectrum analyzer will sweep until It reaches the 
level set by the TR 502 Sweep Trigger Level adjustment. 
The trigger output then turns the spectrum analyzer 
sweep off, which causes the spectrum analyzer to stay at 
mid-frequency. After a short settling time, the tracking 
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generator sends a count command to the counter, which 
returns a gate signal to the spectrum analyzer for the 
count duration. This causes an intensified dot to be 
displayed on the crt showing the location of the frequency 
count on the display. At the end of the count, the sweep 
continues from the dot frequency. 



Operation of the DC 508A with the SW 503 Is similar 
except the sweep is stopped when the generator reaches 
the point defined by the DOT POSITION control. 



NOTE 

When the signal source is operating in the swept 
mode, the first DC 508A count after the 
RESOLUTION control is changed or the RESET 
button is pushed may be erroneous and should be 
disregarded. 

Nonsweeping Mode Operation 

In this mode, the spectrum analyzer sweep (and hence 
the tracking generator frequency) is controlled either 
manually or by an external signal. The DC 508A Option 7 
gate time will be determined in the same manner as above 
(either automatically or specifically set). The gate cycles 
continuously at a frequency determined by the DISPLAY 
TIME control. The gate can also be initiated by the RESET 
button. Further details of operation are included in the 
TR 502 and SW 503 Instruction manuals. 



Circuit Description 

The LATCH pulse (pin 7, U1530A) from the DC 508A 
sets the Q output, pin 1 1 of U4330, high. A start count high 
is received at rear interface pin 18B. This transfers to pin 5 
of U4240C, Is inverted, and clears U4330, through pin 6. 



This causes pin 5 of U4340B to go low producing a GATE 
signal to the external equipment and also causes pin 4 of 
U4340B to go high. The gate generator Is started for 
another measurement cycle. If rear interface connector 
pin 15B is held low, pin 4 of U4340B is held high and the 
DC 508A counts continuously. 



When rear interface pins 14B and 16B are both low, the 
DC 508A is held to a gate time of 10 //s with a resolution of 
100 kHz. Lows on pins 8 and 9 of U1532C cause a high on 
pin 10. This translates to a low on pin 10 of U4240E. This in 
turn causes lows on pin 3 of U41 40A, 1 2 of U4340D and 9 of 
U4340C. The low on pin 3 of U4140A ensures a high on pin 
14 of U1280. The high on pin 10 of U1532C ensures lows 
on pins 9 and 11 of U4140C and D, respectively. This 
action, irrespective of the RESOLUTION switch setting, 
sets the divider ratio of U 1280 to 10*, which results in a gate 
time of 10 ps. If either rear interface pin 14B or 16B is not 
low, the logic of the circuit just described is reversed and 
the RESOLUTION switch controls the divider ratio of 
U1280. In this case inverter U4240F ensures that pin 14 of 
U1280 is low or high as determined by the RESOLUTION 
switch. The high on pin 10 of U1532Censuresalowon pin 
4 of U4140B, which Illuminates the MHz light on the front 
panel. The tow on pin 9 of U4340C ensures a high on pin 
10, turning off the front panel kHz light. Inverter U4240D 
causes the kHz light to operate properly when the unit is 
not operating in the 100 kHz resolution mode. 



Inthe 10 ps gate mode, the decimal point isfixed inthe 
least significant digit module (time slot 9). Pin 2 of U4340A 
is high and pin 3 goes high when the D9 digit strobe 
appears. This action causes pin 1 to go low, Illuminating 
the decimal point. When the 100 kHz resolution mode is 
deactivated, U4340A deactivates and pin 13 of U4340D 
goes low as determined by the decimal point select 
switches, activated through U4240B and U4340D. 
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V.. 



REPLACEABLE 
ELECTRICAL PARTS 

PARTS ORDERING INFORMATION 



Replacement parts are available from or through your local 
Tektronix, Inc. Field Office or representative. 

Changes to Tektronix instruments are sometimes made to 
accommodate improved components as they become available, 
and to give you the benefit of the latest circuit improvements 
developed in our engineering department, it is therefore impor- 
tant, when ordering parts, to include the following information in 
your order: Part number, instrument type or number, serial 
number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or 
improved part, your local Tektronix, Inc. Field Office or represen- 
tative will contact you concerning any change in part number. 

Change information, if any, is located at the rear of this 
manual. 

LIST OF ASSEMBLIES 

A list of assemblies can be found at the beginning of the 
Electrical Parts List. The assemblies are listed in numerical order. 
When the complete component number of a part is known, this list 
will identify the assembly in which the part is located. 



Only the circuit number will appear on the diagrams and 
circuit board illustrations. Each diagram and circuit board 
illustration is clearly marked with the assembly number. 
Assembly numbers are also marked on the mechanical exploded 
views located in the Mechanical Parts List. The component 
number is obtained by adding the assembly number prefix to the 
circuit number. 

The Electrical Parts List is divided and arranged by 
assemblies in numerical sequence (e.g., assembly A1 with its 
subassemblies and parts, precedes assembly A2 with its sub- 
assemblies and parts). 

Chassis-mounted parts have no assembly number prefix 
and are located at the end of the Electrical Parts List. 



TEKTRONIX PART NO. (column two of the 
Electrical Parts List) 

Indicates part number to be used when ordering replace- 
ment part from Tektronix. 



CROSS INDEX-MFR. CODE NUMBER TO 
MANUFACTURER 

The Mfr. Code Number to Manufacturer index for the 
Electrical Parts List is located immediately after this page. The 
Cross Index provides codes, names and addresses of manufac- 
turers of components listed in the Electrical Parts List. 

ABBREVIATIONS 

Abbreviations conform to American National Standard Y1.1. 



COMPONENT NUMBER (column one of the 
Electrical Parts List) 



A numbering method has been used to identify assemblies, 
subassemblies and parts. Examples of this numbering method 
and typical expansions are illustrated by the following: 



Example a. 

A23R1234 



component number 



A23 R1234 



Assembly number 





Circuit number 



Read; Resistor 1234 of Assembly 23 



Example b. 



A23A2R1234 
Assembly 
number 



component number 
A23 A2 R1234 



Read: Resistor 1234 of Subassembly 2 of Assembly 23 



SERIAL/MODEL NO. (columns three and four 
of the Electrical Parts List) 

Column three (3) indicates the serial number at which the 
part was first used. Column four (4) indicates the serial number at 
which the part. was removed. No serial number entered indicates 
part is good for all serial numbers. 



NAME & DESCRIPTION (column five of the 
Electrical Parts List) 

In the Parts List, an Item Name is separated from the 
description by a colon (:). Because of space limitations, an Item 
Name may sometimes appear as incomplete. For further Item 
Name identification, the U.S. Federal Cataloging Handbook H6-1 
can be utilized where possible. 



MFR. CODE (column six of the Electrical Parts 
Ust) 

Indicates the code number of the actual manufacturer of the 
part. (Code to name and address cross reference can be found 
immediately after this page.) 



MFR. PART NUMBER (column seven of the 
Electrical Parts List) 

Indicates actual manufacturers part number. 
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CROSS INDEX-MFR. CODE NUMBER TO MANUFACTURER 



Mfr. Code 


Manufacturer 


Address 


01121 


ALLEN-BRADLEY COMPANY 


1201 2ND STREET SOUTH 


01295 


TEXAS INSTRUMENTS, INC., SEMICONDUCTOR 


P 0 BOX 5012, 13500 N CENTRAL 




GROUP 


EXPRESSWAY 


02735 


RCA* CORPORATION , SOLID STATE DIVISION 


ROUTE 202 


04222 


AVX CERAMICS, DIVISION OF AVX CORP. 


P 0 BOX 867, 19TH AVE. SOUTH 


04713 


MOTOROLA, INC., SEMICONDUCTOR PROD. DIV. 


5005 E MCDOWELL RD,PO BOX 20923 


07263 


FAIRCHILD SEMICONDUCTOR, A DIV. OF 






FAIRCHILD CAMERA AND INSTRUMENT CORP. 


464 ELLIS STREET 


13511 


AMPHENOL CARDRE DIV., BUNKER RAMO CORP. 




14433 


ITT SEMICONDUCTORS 


3301 ELECTRONICS WAY 
P 0 BOX 3049 


16546 


GLOBE UNION INC. USCC/ CENTRAL AB 






ELECTRONICS DIV. 


4561 COLORADO 


18324 


SIGNETICS CORP. 


811 E. ARQUES 


24546 


CORNING GLASS WORKS, ELECTRONIC 






COMPONENTS DIVISION 


550 HIGH STREET 


24931 


SPECIALITY CONNECTOR CO., INC. 


2620 ENDRESS PLACE 


27014 


NATIONAL SEMICONDUCTOR CORP. 


2900 SEMICONDUCTOR DR. 


31918 


lEE/SCHADOW INC. 


8081 WALLACE ROAD 


32159 


WEST-CAP ARIZONA 


2201 E. ELVIRA ROAD 


32997 


BOURNS, INC., TRIMPOT PRODUCTS DIV. 


1200 COLUMBIA AVE. 


33096 


COLORADO CRYSTAL CORPORATION 


2303 W 8TH STREET 


50088 


MOSTEK CORP. 


1400 UPFIELD DR. 


50434 


HEWLETT-PACKARD COMPANY 


640 PAGE MILL ROAD 


50579 


LITRONIX INC. 


19000 HOMESTEAD RD. 


52262 


B AND H ELECTRONICS, INC., DBA MICRO 




COMPONENTS ASSOCIATES 


202 E STEVENS ST., SUITE 6 


55210 


GETTIG eng. AND MFG. COMPANY 


PO BOX 85, OFF ROUTE 45 


55680 


NICHICON/AMERICA/CORP . 


6435 N PROESEL AVENUE 


56289 


SPRAGUE ELECTRIC CO. 


87 MARSHALL ST. 


72982 


ERIE TECHNOLOGICAL PRODUCTS, INC. 


644 W. 12TH ST. 


74970 


JOHNSON, E. F., CO. 


299 lOTH AVE. S. W. 


75378 


CTS KNIGHTS, INC. 


400 REIMANN AVE. 


75915 


LITTELFUSE, INC. 


800 E. NORTHWEST HWY 


76493 


BELL INDUSTRIES, INC., 


19070 REYES AVE., P 0 BOX 5825 


MILLER, J. W., DIV. 


80009 


TEKTRONIX, INC. 


P 0 BOX 500 


91637 


DALE ELECTRONICS, INC. 


P. 0. BOX 609 


95275 


VITRAMON, INC. 


P 0 BOX 544 
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City, State, Zip 



MILWAUKEE, WI 53204 

DALLAS, TX 75222 
SOMERVILLE, NY 08876 
MYRTLE BEACH, SC 29577 
PHOENIX, AZ 85036 

MOUNTAIN VIEW, CA 94042 
LOS GATOS, CA 95030 

WEST PALM BEACH, FL 33402 

LOS ANGELES, CA 90039 
SUNNYVALE, CA 94086 

BRADFORD, PA 16701 
GREENWOOD, IN 46142 
SANTA CLARA, CA 95051 
EDEN PRAIRIE, MN 55343 
TUCSON, AZ 85706 
RIVERSIDE, CA 92507 
LOVELAND, CO 80537 
CARROLLTON, TX 75006 
PALO ALTO, CA 94304 
CUPERTINO, CA 95014 

SANTA ANA, CA 92707 
SPRING MILLS, PA 16875 
CHICAGO, IL 60645 
NORTH ADAMS, MA 01247 
ERIE, PA 16512 
WASECA, MN 56093 
SANDWICH, IL 60548 
DES PLAINES, IL 60016 

COMPTON, CA 90224 
BEAVERTON, OR 97077 
COLUMBUS, NE 68601 
BRIDGEPORT, CT 06601 
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Component No. 


Tektronix 
Part No. 


Serial/Model No. 
Eff Dscont 


Name & Description 


Mfr 

Code 


Mfr Part Number 


A1 

A1 


670-5102-01 

670-5345-01 






CKT BOARD ASSY: MAIN 
CKT BOARD ASSY: MAIN 
(OPTION 01) 

CKT BOARD ASSY: MAIN 
(OPTION 07) 

CKT BOARD ASSY : RESOLUTION MULTIPLIER 
(OPTION 07) 


80009 

80009 


670-5102-01 

670-5345-01 


A1 


670-5427-01 






80009 


670-5427-01 


A2 


670-5352-00 






80009 


670-5352-00 


A2 

A3 

A4 


670-5103-00 

670-5101-00 

670-5104-03 






CKT BOARD ASSY : RESOLUTION MULTIPLIER 
CKT BOARD ASSY: DISPLAY 
CKT BOARD ASSY: PRESCALER 


80009 

80009 

80009 


670-5103-00 

670-5101-00 

670-5104-03 



A1 

AlClllO 


281-0775-00 


CKT BOARD ASSY: MAIN 
CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1112 


281-0775-00 


(OPTION 01 AND OPTION 07) 
CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1113 


281-0775-00 


(OPTION 01 AND OPTION 07) 
CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1114 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1130 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1132 


290-0667-00 


CAP. ,FXD,ELCTLT:330UF, +75-10%, 50V 


56289 


500D158 


A1C1150 


290-0776-00 


(OPTION 01 AND OPTION 07) 

CAP . , FXD , ELCTLT : 2 2UF , +50- 1 0% , 1 OV 


55680 


10ULA22V-T 


A1C1160 


290-0776-00 


CAP. , FXD, ELCTLT:22UF, +50-10%, lOV 


55680 


10ULA22V-T 


A1C1168 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1220 


281-0775-00 


CAP.,FXD,CER D1:0.1UF,20Z,50V 


72982 


8005D9AABZ5U104M 


A1C1230 


290-0667-00 


CAP. , FXD, ELCTLT :330UF, +75-10%, 50V 


56289 


500D158 


A1C1250 


290-0776-00 


(OPTION 01 AND OPTION 07) 

CAP . , FXD , ELCTLT :220F, +50-10%, lOV 


55680 


10ULA22V-T 


A1C1290 


283-0000-00 


CAP. ,FXD,CER DI:0.001UF, +100-0%, 500V 


72982 


831-516E102P 


A1C1292 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1310 


281-0081-00 


CAP., VAR, AIR DI:1.8-13PF,375VDC 


74970 


189-7506-005 


A1C1354 


281-0772-00 


CAP. ,FXD,CER DI:0.0047UF,10%,100V 


04222 


GC701C472K 


A1C1356 


281-0772-00 


CAP. ,FXD,CER DI:0.0047UF,10%,100V 


04222 


GC701C472K 


A1C1420 


281-0811-00 


CAP.,FXD,CER DI:10PF,10%,100V 


72982 


8035D2AADC1G100K 


A1C1421 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1422 


281-0564-00 


CAP.,FXD,CER DI:24PF,5%,500V 


72982 


301-000C0G0240J 


A1C1423 


281-0630-00 


CAP.,FXD,CER DI:390PF,5%,500V 


72982 


630000Y5D391J 


A1C1424 


281-0630-00 


CAP.,FXD,CER DI:390PF,5%,500V 


72982 


630000Y5D391J 


A1C1426 


281-0773-00 


CAP.,FXD,CER DI:0.01UF,10%,100V 


04222 


GC70-1C103K 


A1C1430 


281-0772-00 


CAP.,FXD,CER DI:0.0047UF,10%,100V 


04222 


GC701C472K 


A1C1440 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1454 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1456 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1510 


281-0773-00 


CAP.,FXD,CER DI:0.01UF,10%,100V 


04222 


GC70-1C103K 


A1C1512 


281-0773-00 


CAP.,FXD,CER DI:0.01UF,10%,100V 


04222 


GC70-1C103K 


A1C1522 


281-0812-00 


CAP.,FXD,CER DI:1000PF,10%,100V 


72982 


8035D9AADX7R102K 


A1C1526 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1546 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1558 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1569 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8003D9AABZ5U104M 


A1C1580 


281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ3U104M 


AIC1585 


290-0718-00 


CAP . , FXD , ELCTLT : 22UF , 20% , 35V 


56289 


196D226X0035PE4 


A1C1586 


281-0773-00 


CAP.,FXD,CER DI:0.01UF,10%,100V 


04222 


GC70-1C103K 


A1C1589 


281-0785-00 


CAP.,FXD,CER DI:68PF,10%,100V 


72982 


8035D2AADC06680K 


A1C1590 


290-0804-00 


CAP . , FXD , ELCTLT : 1 OUF , + 50- 1 0% , 2 5V 


55680 


25ULA10V-T 


A1C1592 


281-0662-00 


CAP . , FXD , CER DI : lOPF , + /-O . 5PF , 500V 


72982 


301-OOOH3M01OOD 
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Replaceable Electrical Parts— DC SOSA 



Component No. 


Tektronix 
Part No. 


Serial/Model No. 
Eff Dscont 


Name & Description 


Mfr 

Code 


Mfr Part Number 


A1C1593 


290-0720-00 






CAP. ,FXD,ELCTLT:68UF,20Z,15V 


56289 


196D686X0015PE3 


A1C1594 


281-0574-00 






CAP.,FXD,CER DI:82PF,10%,500V 


72982 


308000S2H820K 


A1C1596 


281-0775-00 






CAP.,FXD,CER DI:0.1UF,20Z,50V 


72982 


8005D9AABZ5U104M 


A1C1630 


290-0804-00 






C AP . , FXD , ELCTLT : 1 OUF , +50-1 OZ , 2 5V 


55680 


25ULA10V-T 


A1C1634 


281-0775-00 






CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1636 


281-0772-00 






CAP. ,FXD,CER DI:0.0047UF,10%,100V 


04222 


GC701C472K 


A1C1640 


281-0775-00 






CAP.,FXD,CER DI:0.1UF,20Z,50V 


72982 


8005D9AABZ5U104M 


A1C1673 


281-0785-00 






CAP.,FXD,CER DI:68PF,10%,100V 


72982 


8035D2AADC0G680K 


A1C1690 


283-0189-00 






CAP.,FXD,CER DI:0.1UF,20%,400V 


72982 


8151N401X5R0104M 


A1C1710 


290-0746-00 






CAP . , FXD , ELCTLT : 47UF ,+50-10% , 1 6V 


55680 


16U-47V-T 


A1C1712 


281-0775-00 






CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1720 


290-0779-00 






CAP . , FXD , ELCTLT : 1 OUF , + 50- 1 0% , 50VDC 


56289 


502D237 


A1C1728 


281-0773-00 






CAP.,FXD,CER DI:0.01UF,10%,100V 


04222 


GC70-1C103K 


A1C1730 


290-0776-00 






C AP . , FXD , ELCTLT : 2 2UF , + 5 0 - 1 0 % , 1 OV 


55680 


10ULA22V-T 


A1C1756 


281-0775-00 






CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1774 


281-0775-00 






CAP.,FXD,CER DI:0.1UF,20%,50V 


72982 


8005D9AABZ5U104M 


A1C1790 


290-0720-00 






CAP . , FXD , ELCTLT : 68UF , 20% , 1 5V 


56289 


196D686X0015PE*3 


A1C1792 


290-0804-00 






CAP . , FXD , ELCTLT : lOUF , +50-10% , 2 5V 


55680 


25ULA10V-T 


A1CR1120 


152-0066-00 






SEMICOND DEVICE : SILICON ,400V , 7 50MA 


14433 


LG4016 


A1CR1160 


152-0141-02 






SEMICOND DEVICE: SILICON, 30V, 150MA 


01295 


1N4152R 


A1CR1210 


152-0585-00 






SEMICOND DEVICE : SILICON , BRIDGE , 200V , 1 A 


80009 


152-0585-00 










(OPTION 01 AND OPTION 07) 






A1CR1260 


152-0008-00 






SEMICOND DEVICE: GERMANIUM, 7 5V,60MA 


14433 


G1409 


A1CR1290 


152-0141-02 






SEMICOND DEVICE: SILICON, 30V, 150MA 


01295 


1N4152R 


A1CR1360 


152-0008-00 






SEMICOND DEVICE: GERMANIUM, 7 5V,60MA 


14433 


G1409 


A1CR1362 


152-0141-02 






SEMICOND DEVICE:SILIC0N,30V,150MA 


01295 


1N4152R 


A1CR1390 


152-0141-02 






SEMICOND DEVICE: SILICON, 30V, 150MA 


01295 


1N4152R 


A1CR1420 


152-0141-02 






SEMICOND DEVICE: SILICON, 30V, 150MA 


01295 


1N4152R 


A1CR1440 


152-0008-00 






SEMICOND DEVICE:GERMANIUM,75V,60MA 


14433 


G1409 


A1CR1460 


152-0008-00 






SEMICOND DEVICE: GERMANIUM, 7 5V,60MA 


14433 


G1409 


A1CR1520 


152-0141-02 






SEMICOND DEVICE:SILICON,30V,150MA 


01295 


1N4152R 


A1CR1550 


152-0333-00 






SEMICOND DEVICE: SILICON, 55V, 200MA 


07263 


FDH-6012 


A1CR1570 


152-0141-02 






SEMICOND DEVICE: SILICON, 30V, 150MA 


01295 


1N4152R 


A1CR1640 


152-0141-02 






SEMICOND DEVICE:SILICON,30V,150MA 


01295 


1N4152R 


A1CR1680 


152-0141-02 






SEMICOND DEVICE: SILICON, 30V, 150MA 


01295 


1N4152R 


A1CR1710 


152-0066-00 






SEMICOND DEVICE : SILICON , 400V , 7 50MA 


14433 


LG4016 


A1CR1720 


152-0066-00 






SEMICOND DEVICE : S ILICON , 400V , 7 50MA 


14433 


LG4016 


A1CR1722 


152-0066-00 






SEMICOND DEVICE : SILICON ,400V , 750MA 


14433 


LG4016 


A1CR1790 


152-0141-02 






SEMICOND DEVICE : SILICON , 30V , 150MA 


01295 


1N4152R 


A1L1588 


108-0240-00 






COIL, RF: FIXED, 820UH 


76493 


B5147 


A1L1590 


108-0317-00 






COIL, RF: FIXED, 15UH 


32159 


71501M 


A1L1713 


108-0422-00 






COIL, RF: FIXED, 82UH 


80009 


108-0422-00 


AlQl 140 


151-0301-00 






TRANSISTOR : SILICON , PNP 


27014 


2N2907A 


A1Q1142 


151-0301-00 






TRANSISTOR: SILICON, PNP 


27014 


2N2907A 


A1Q1143 


151-0301-00 






TRANSISTOR: SILICON , PNP 


27014 


2N2907A 


AlQll 50 


151-0301-00 






TRANSISTOR: SILICON, PNP 


27014 


2N2907A 


AlQl 152 


151-0188-00 






TRANS I STOR : S ILICON , PNP 


04713 


SPS6868K 


A1Q1153 


151-0301-00 






TRANSISTOR : SILICON , PNP 


27014 


2N2907A 


AlQl 154 


151-0302-00 






TRANSISTOR : SILICON , NPN 


07263 


S038487 


A1Q1160 


151-0503-00 






SCR: SILICON, TO-92 


04713 


SCR5138 


AlQl 170 


151-0341-00 






TRANSISTOR : S ILICON , NPN 


07263 


S040065 


A1Q1172 


151-0341-00 






TRANS I STOR : S ILICON , NPN 


07263 


S040065 


A1Q1180 


151-0424-00 






TRANSISTOR : SILICON , NPN 


04713 


SPS8246 


AlQl 182 


1 51-0424-00 






TRANSISTOR : SILICON , NPN 


04713 


SPS8246 


A1Q1240 


151-0301-00 






TRANSISTOR : SILICON , PNP 


27014 


2N2907A 


A1Q1242 


151-0301-00 






TRANSISTOR : SILICON , PNP 


27014 


2N2907A 


A1Q1243 


151-0301-00 






TRANS I STOR : S ILICON , PNP 


27014 


2N2907A 
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Tektronix Serial/Model No. Mfr 



Component No. 


Part No. 


Eft 


Dscont 


Name & Description 


Code 


Mfr Part Number 


A1Q1250 


151-0301-00 






TRANSISTOR: SILICON ,PNP 


27014 


2N2907A 


A1Q1290 


151-0190-00 






TRANSISTOR: SILICON, NPN 


07263 


S032677 


A1Q1350 


151-0341-00 






TRANSISTOR: SILICON, NPN 


07263 


S040065 


A1Q1352 


151-0341-00 






TRANSISTOR: SILICON, NPN 


07263 


S040065 


A1Q1420 


151-0190-00 






TRANSISTOR: SILICON, NPN 


07263 


S032677 


A1Q1422 


151-0190-00 






TRANSISTOR: SILICON, NPN 


07263 


S032677 


A1Q1460 


151-0188-00 






TRANSISTOR: SILICON ,PNP 


04713 


SPS6868K 


A1Q1520 


151-0188-00 






TRANSISTOR : SILICON , PNP 


04713 


SPS6868K 


A1Q1522 


151-0188-00 






TRANSISTOR: SILICON ,PNP 


04713 


SPS6868K 


A1Q1550 


151-0341-00 






TRANSISTOR: SILICON , NPN 


07263 


S040065 


A1Q1552 


151-0188-00 






TRANSISTOR : SILICON , PNP 


04713 


SPS6868K 


A1Q1553 


151-0188-00 






TRANSISTOR : SILICON , PNP 


04713 


SPS6868K 


A1Q1620 


151-0463-00 






TRANSISTOR : S ILICON , PNP 


80009 


151-0463-00 


A1Q1623 


151-0302-00 






TRANSISTOR : S ILICON , NPN 


07263 


S038487 


A1Q1624 


151-0302-00 






TRANSISTOR: SILICON, NPN 


07263 


S038487 


A1Q1630 


151-0341-00 






TRANS I STOR : S IL ICON , NPN 


07263 


S040065 


A1Q1632 


151-0341-00 






TRANSISTOR: SILICON, NPN 


07263 


S040065 


A1Q1640 


151-0342-00 






TRANSISTOR : S ILICON , PNP 


07263 


S035928 


A1Q1642 


151-0188-00 






TRANSISTOR : SILICON , PNP 


04713 


SPS6868K 


A1Q1643 


151-0188-00 






TRANSISTOR: SILICON, PNP 


04713 


SPS6868K 


A1Q1660 


151-0188-00 






TRANS I STOR : S I L ICON , PNP 


04713 


SPS6868K 


A1Q1730 


151-0301-00 






TRANSISTOR : SILICON , PNP 


27014 


2N2907A 


A1Q1732 


151-0504-00 






TRANSISTOR : SILICON , N-CHAN , UNIJUNCTION 


04713 


2N4851 


A1Q1733 


151-O302-OC 






TRANSISTOR : SILICON , NPN 


07263 


S038487 


A1Q1790 


151-1103-00 






TRANSISTOR : SILICON , FE , N-CHANNEL 


18324 


SD210EE 


A1Q1792 


151-0190-00 






TRANSISTOR: SILICON, NPN 


07263 


S032677 


A1R1120 


308-0240-00 






RES. ,FXD,WW:2 OHM,5%,3W 


91637 


RS2B-D2R000J 


A1R1122 


315-0750-00 






RES. ,FXD,CMPSN:75 OHM,5%,0.25W 


01121 


CB7505 


A1R1123 


315-0750-00 






RES. ,FXD,CMPSN:75 OHM,5%,0.25W 


01121 


CB7505 


A1R1124 


315-0750-00 






RES. ,FXD,CMPSN:75 OHM,5%,0.25W 


01121 


CB7505 


A1R1125 


315-0750-00 






RES.,FXD,CMPSN:75 0HM,5%,0.25W 


01121 


CB7505 


A1R1126 


315-0750-00 






RES. ,FXD,CMPSN:75 OHM,5%,0.25W 


01121 


CB7505 


A1R1128 


315-0750-00 






RES. ,FXD,CMPSN:75 OHM,5%,0.25W 


01121 


CB7505 


A1R1129 


315-0750-00 






RES.,FXD,CMPSN:75 OHM,5%,0.25W 


01121 


CB7505 


A1R1131 


315-0102-00 






RES. ,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A1R1132 


315-0102-00 






RES.,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A1R1140 


315-0102-00 






RES.,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A1R1142 


315-0102-00 






RES.,FXD,CMPSN:1K 0HM,5%,0.25W 


01121 


CB1025 


A1R1143 


315-0151-00 






RES.,FXD,CMPSN:150 OHM,5%,0.25W 


01121 


CB1515 


A1R1150 


315-0361-00 






RES.,FXD,CMPSN:360 OHM,5%,0.25W 


01121 


CB3615 


A1R1160 


315-0103-00 






RES.,FXD,CMPSN:10K OHM,5%,0.25W 


01121 


CB1035 


A1RU62 


315-0202-00 






RES.,FXD,CMPSN:2K OHM,5%,0.25W 


01121 


CB2025 


A1R1163 


315-0102-00 






RES.,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A1R1164 


315-0512-00 






RES.,FXD,CMPSN:5.1K 0HM,5%,0.25W 


01121 


CB5125 


A1R1166 


315-0202-00 






RES.,FXD,CMPSN:2K 0HM,5X,0.25W 


01121 


CB2025 


A1R1170 


315-0123-00 






RES. ,FXD,CMPSN:12K 0HM,5Z,0.25W 


01121 


CB1235 


A1R1172 


315-0102-00 






RES.,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A1R1173 


315-0512-00 






RES.,FXD,CMPSN:5.1K OHM,5Z,0.25W 


01121 


CB5125 


A1R1174 


315-0301-00 






RES. ,FXD,CMPSN:300 OHM,5%,0.25W 


01121 


CB3015 


A1R1182 


315-0102-00 






RES.,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A1RU83 


315-0512-00 






RES.,FXD,CMPSN:5.1K OHM,5Z,0.25W 


01121 


CB5125 


A1R1190 


315-0512-00 






RES.,FXD,CKPSN:5.1K OHM,5Z,0.25W 


01121 


CB5125 


A1R1224 


301-0271-00 






RES.,FXD,CMPSN:270 OHM,5Z,0.50W 


01121 


EB2715 


A1R1230 


315-0103-00 






RES.,FXD,CHPSN:10K OHM,5Z,0.25W 


01121 


CB1035 


A1R1232 


315-0102-00 






RES.,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A1R1234 


315-0102-00 






RES.,FXD,CMPSN:1K OHM,5Z,0.25W 


01121 


CB1025 


A1R1240 


315-0102-00 






RES. ,FXD,CMPSN:1K 0HM,5%,0.25W 


01121 


CB1025 
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Tektronix Serial/Model No. 

Component No. Part No. Eff Dscont Name & Description 



A1R1241 


315-0272-00 


A1R1242 


315-0102-00 


A1R1243 


315-0272-00 


A1R1244 


315-0102-00 


A1R1245 


315-0102-00 


A1R1246 


315-0272-00 


A1R1247 


315-0272-00 


A1R1248 


315-0272-00 


A1R1249 


315-0102-00 


A1R1250 


315-0102-00 


A1R1251 


315-0102-00 


A1R1252 


315-0272-00 


A1R1253 


315-0272-00 


A1R1254 


315-0272-00 


A1R1256 


315-0512-00 


A1R1257 


315-0272-00 


A1R1258 


315-0102-00 


A1R1290 


315-0102-00 


A1R1312 


315-0201-00 


A1R1350 


315-0102-00 


A1R1352 


315-0512-00 


A1R1353 


315-0333-00 


A1R1358 


315-0333-00 


A1R1370 


315-0301-00 


A1R1385 


307-0445-00 


A1R1390 


315-0271-00 


A1R1392 


315-0102-00 


A1R1393 


315-0202-00 


A1R1410 


301-0560-00 


A1R1412 


315-0361-00 


A1R1413 


315-0183-00 


A1R1420 


315-0103-00 


A1R1421 


315-0102-00 


A1R1424 


315-0152-00 


A1R1428 


315-0562-00 


A1R1429 


315-0102-00 


A1R1432 


315-0393-00 


A1R1435 


307-0445-00 


A1R1442 


315-0470-00 


A1R1445 


307-0445-00 


A1R1450 


315-0332-00 


A1R1452 


315-0152-00 


A1R1455 


315-0222-00 


A1R1457 


315-0512-00 


A1R1458 


315-0512-00 


A1R1462 


315-0222-00 


A1R1464 


315-0301-00 


A1R1470 


315-0301-00 


A1R1472 


315-0301-00 


A1R1523 


315-0472-00 


A1R1524 


315-0362-00 


A1R1543 


315-0512-00 


A1R1544 


315-0512-00 


A1R1548 


315-0561-00 


A1R1549 


315-0221-00 


A1R1550 


315-0561-00 


A1R1552 


315-0300-00 



RES. ,FXD,CMPSN:2.7K OHM,5%,0.25W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 
RES. ,FXD,CMPSN:2.7K 0HM,5%,0.25W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 
RES. ,FXD,CMPSN;1K OHM,5%,0.25W 
RES. ,FXD,CMPSN:2.7K OHM,5%,0.25W 

RES. ,FXD,CMPSN:2.7K 0HM,5%,0.25W 
RES. ,FXD,CMPSN:2.7K OHM,5%,0.25W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 
RES, ,FXD,CMPSN:1K OHM,5%,0.25W 
RES. ,FXD,CMPSN;2.7K OHM,5%,0.25W 

RES.,FXD,CMPSN:2,7K OHM,5%,0.25W 
RES. ,FXD,CMPSN:2.7K OHM,5%,0.25W 
RES. ,FXD,CMPSN:5, IK OHM,5%,0.25W 
RES. ,FXD,CMPSN;2.7K OHM,5%,0.25W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 

RES. ,FXD,CMPSN:200 OHM,5%,0.25W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 
RES. ,FXD,CMPSN:5.1K OHM,5%,0.25W 
RES. ,FXD,CMPSN:33K OHM,5%,0.25W 
RES. ,FXD,CMPSN:33K OHM,5%,0.25W 
RES. ,FXD,CMPSN:300 OHM,5%,0.25W 

RES,NTWK,FXD,FI:4.7K OHM, 20%, (9) RES 
RES. ,FXD,CMPSN:270 OHM,5%,0.25W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 
RES. ,FXD,CMPSN:2K 0HM,5%,0.25W 
RES. ,FXD,CMPSN:56 OHM,5%,0.50W 
RES. ,FXD,CMPSN:360 OHM,5%,0.25W 

RES. ,FXD,CMPSN: 18K OHM,5%,0.25W 
RES. ,FXD,CMPSN: lOK OHM,5%,0.25W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 
RES. ,FXD,CMPSN: 1 .5K OHM,5%,0.25W 
RES. ,FXD,CMPSN:5.6K OHM,5%,0.25W 
RES. ,FXD,CMPSN: IK OHM,5%,0.25W 

RES. ,FXD,CMPSN:39K OHM,5%,0.25W 
RES,NTWK,FXD,FI:4.7K OHM, 20%, (9) RES 
RES. ,FXD,CMPSN:47 OHM,5%,0.25W 
RES,NTWK,FXD,FI:4.7K OHM, 20%, (9) RES 
RES. ,FXD,CMPSN:3.3K OHM,5%,0.25W 
RES. ,FXD,CMPSN: 1.5K OHM,5%,0.25W 

RES. ,FXD,CMPSN:2.2K OHM,5%,0.25W 
RES. ,FXD,CMPSN:5.1K OHM,5%,0.25W 
RES. ,FXD,CMPSN:5.1K OHM,5%,0.25W 
RES. ,FXD,CMPSN;2.2K OHM,5%,0.25W 
RES. ,FXD,CMPSN:300 0HM,5%,0.25W 
RES. ,FXD,CMPSN:300 OHM,5%,0.25W 

RES. ,FXD,CMPSN:300 0HM,5%,0.25W 
RES. ,FXD,CMPSN:4.7K OHM,5%,0.25W 
RES. ,FXD,CMPSN:3.6K OHM,5%,0.25W 
RES. ,FXD,CMPSN:5. IK OHM,5%,0.25W 
RES. ,FXD,CMPSN:5.1K OHM,5%,0.25W 
RES. ,FXD,CMPSN:560 OHM,5%,0.25W 

RES. ,FXD,CMPSN:220 OHM,5%,0,25W 
RES. ,FXD,CMPSN:560 OHM,5%,0.25W 
RES. ,FXD,CMPSN:30 OHM,5%,0.25W 



Mfr 

Code Mfr Part Number 



01121 


CB2725 


01121 


CB1025 


01121 


CB2725 


01121 


CB1025 


01121 


CB1025 


01121 


CB2725 


01121 


CB2725 


01121 


CB2725 


01121 


CB1025 


01121 


CB1025 


01121 


CB1025 


01121 


CB2725 


01121 


CB2725 


01121 


CB2725 


01121 


CB5125 


01121 


CB2725 


01121 


CB1025 


01121 


CB1025 


01121 


CB2015 


01121 


CB1025 


01121 


CB5125 


01121 


CB3335 


01121 


CB3335 


01121 


CB3015 


91637 


MSP10A01-472M 


01121 


CB2715 


01121 


CB1025 


01121 


CB2025 


01121 


EB5605 


01121 


CB3615 


01121 


CB1835 


01121 


CB1035 


01121 


CB1025 


01121 


CB1525 


01121 


CB5625 


01121 


CB1025 


01121 


CB3935 


91637 


MSP10A01-472M 


01121 


CB4705 


91637 


MSP10A01-472M 


01121 


CB3325 


01121 


CB1525 


01121 


CB2225 


01121 


CB5125 


01121 


CB5125 


01121 


CB2225 


01121 


CB3015 


01121 


CB3015 


01121 


CB3015 


01121 


CB4725 


01121 


CB3625 


01121 


CB5125 


01121 


CB5125 


01121 


CB5615 


01121 


CB2215 


01121 


CB5615 


01121 


CB3005 



@ 
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Replaceable Electrical Parts— DC SOSA 



Component No. 


Tektronix 
Part No. 


Serial/Model No. 
Eft Dscont 


Name & Description 


Mfr 

Code 


Mfr Part Number 


A1R1553 


315-0300-00 






RES, ,FXD,CMPSN:30 OHM,5%,0.25W 


01121 


CB3005 


A1R1554 


315-0561-00 






RES. ,FXD,CMPSN:560 OHM,5%,0.25W 


01121 


CB5615 


A1R1560 


315-0561-00 






RES. ,FXD,CMPSN:560 OHM,5%,0.25W 


01121 


CB5615 


A1R1562 


315-0511-00 






RES. ,FXD,CMPSN:510 OHM,5%,0.25W 


01121 


CB5115 


A1R1563 


315-0561-00 






RES. ,FXD,CMPSN:560 OHM,5%,0.25W 


01121 


CB5615 


A1R1564 


315-0561-00 






RES.,FXD,CMPSN:560 OHM,5%,0.25W 


01121 


CB5615 


A1R1565 


315-0302-00 






RES.,FXD,CMPSN:3K OHM,5%,0.25W 


01121 


CB3025 


A1R1566 


315-0561-00 






RES. ,FXD,CMPSN:560 OHM,5%,0.25W 


01121 


CB5615 


A1R1568 


315-0561-00 






RES. ,FXD,CMPSN:560 OHM,5%,0.25W 


01121 


CB5615 


A1R1572 


315-0681-00 






RES. ,FXD,CMPSN:680 OHM,5%,0.25W 


01121 


CB6815 


A1R1573 


315-0102-00 






RES. ,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A1R1576 


315-0271-00 






RES. ,FXD,CMPSN:270 OHM,5%,0.25W 


01121 


CB2715 


A1R1578 


315-0271-00 






RES. ,FXD,CMPSN:270 OHM,5%,0.25W 


01121 


CB2715 


A1R1583 


315-0271-00 






RES. ,FXD,CMPSN:270 OHM,5%,0.25W 


01121 


CB2715 


A1R1584 


315-0181-00 






RES.,FXD,CMPSN:180 OHM,5%,0.25W 


01121 


CB1815 


A1R1587 


315-0121-00 






RES. ,FXD,CMPSN:120 0HM,5%,0.25W 


01121 


CB1215 


A1R1592 


315-0104-00 






RES. ,FXD,CMPSN:100K OHM,5%,0.25W 


01121 


CB1045 


A1R1593 


321-0807-00 






RES. ,FXO, FILM: 900K OHM, 1%,0. 125W 


91637 


HFF1104F90002F 


A1R1594 


321-0617-00 






RES. ,FXD,FILM:111K OHM, 1%,0. 125W 


91637 


MFF1816G11102F 


A1R1596 


321-0481-00 






RES. ,FXD, FILM: IM OHM, 1% , 0 . 125W 


24546 


NA4D1004F 


A1R1610 


315-0162-00 






RES. ,FXD,CMPSN:1.6K OHM,5%,0.25W 


01121 


CB1625 


A1R1612 


321-0225-00 






RES.,FXD,FILM:2.15K OHM, 1%,0. 125W 


91637 


MFF1816G21500F 


A1R1620 


321-0260-00 






RES. ,FXD,FILM:4.99K OHM, 1%,0. 125W 


91637 


MFF1816G49900F 


A1R1622 


321-0291-00 






RES.,FXD,FILM:10,5K OHM, 1%,0. 125W 


91637 


MFF1816G10501F 


A1R1623 


315-0102-00 






RES.,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A1R1624 


321-0300-00 






RES. ,FXD, FILM: 13K OHM, 1%,0. 125W 


91637 


MFF1816G13001F 


A1R1626 


321-0222-00 






RES., FXD, FILM: 2K OHM, 1%,0. 125W 


91637 


MFF1816G20000F 


A1R1630 


315-0202-00 






RES. ,FXD,CMPSN:2K OHM,5%,0.25W 


01121 


CB2025 


A1R1632 


315-0123-00 






RES.,FXD,CMPSN:12K OHM,5%,0.25W 


01121 


CB1235 


A1R1633 


315-0102-00 






RES.,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A1R1642 


315-0474-00 






RES.,FXD,CMPSN:470K 0HM,5%,0.25W 


01121 


CB4745 


A1R1643 


315-0103-00 






RES. ,FXD,CMPSN:10K OHM,5%,0.25W 


01121 


CB1035 


A1R1644 


315-0512-00 






RES. ,FXD,CMPSN:5.1K OHM,5%,0.25W 


01121 


CB5125 


A1R1650 


315-0511-00 






RES. ,FXD,CMPSN:510 OHM,5%,0.25W 


01121 


CB5115 


A1R1652 


315-0240-00 






RES. ,FXD,CMPSN:24 OHM,5%,0.25W 


01121 


CB2405 


A1R1653 


315-0300-00 






RES. ,FXD,CMPSN:30 OHM,5%,0.25W 


01121 


CB3005 


A1R1654 


315-0561-00 






RES. ,FXD,CMPSN:560 OHM,5%,0.25W 


01121 


CB5615 


A1R1655 


315-0391-00 






RES. ,FXD,CMPSN:390 OHM,5%,0.25W 


01121 


CB3915 


A1R1656 


315-0561-00 






RES. ,FXD,CMPSN:560 OHM,5%,0.25W 


01121 


CB5615 


A1R1658 


315-0561-00 






RES. ,FXD,CMPSN:560 OHM,5X,0.25W 


01121 


CB5615 


A1R1660 


315-0151-00 






RES. ,FXD,CMPSN:150 OHM, 5X , 0 . 25W 


01121 


CB1515 


A1R1670 


315-0561-00 






RES. ,FXD,CMPSN:560 OHM,5%,0.25W 


01121 


CB5615 


A1R1672 


315-0561-00 






RES, ,FXD,CMPSN:560 OHM,5%,0.25W 


01121 


CB5615 


A1R1674 


315-0390-00 






RES. ,FXD,CMPSN:39 OHM,5%,0.25W 


01121 


CB3905 


A1R1676 


315-0101-00 






RES. ,FXD,CMPSN:100 0HM,5%,0.25W 


01121 


CB1015 


A1R1680 


315-0561-00 






RES. ,FXD,CMPSN:560 OHM,5%,0.25W 


01121 


CB5615 


A1R1682 


315-0162-00 






RES. ,FXD,CMPSN:1.6K 0HM,5X,0.25W 


01121 


CB1625 


A1R1683 


315-0162-00 






RES. ,FXD,CMPSN:1.6K OHM,5%,0.25W 


01121 


CB1625 


A1R1684 


315-0221-00 






RES. ,FXD,CMPSN:220 0HM,5%,0.25W 


01121 


CB2215 


A1R1690 


315-0101-00 






RES.,FXD,CMPSN:100 OHM,5Z,0.25W 


01121 


CB1015 


A1R1692 


315-0221-00 






RES. ,FXD,CMPSN:220 OHM,5%,0.25W 


01121 


CB2215 


A1R1710 


308-0244-00 






RES. ,FXD,WW:0.3 OHM,10%,2W 


91637 


RS2B162ER3000X 


A1R1714 


321-0260-00 






RES. ,FXD,FILM:4.99K OHM, 1%,0. 125W 


91637 


MFF1816G49900F 


A1R1720 


315-0152-00 






RES. ,FXD,CMPSN:1.5K 0HM,5X,0.25W 


01121 


CB1525 


A1R1722 


315-0132-00 






RES. ,FXD,CMPSN:1.3K 0HM,5%,0.25W 


01121 


CB1325 


A1R1723 


315-0102-00 






RES.,FXD,CMPSN:1K OHM,5X,0.25W 


01121 


CB1025 


A1R1724 


315-0101-00 






RES.,FXD,CMPSN:100 0HM,5X,0.25W 


01121 


CB1015 



@ 
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Replaceable Electrical Parts— DC SOSA 



Component No. 

A1R1726 

A1R1729 

A1R1730 

A1R1732 

A1R1734 

A1R1736 

A1R1738 

A1R1739 

A1R1740 

A1R1742 

A1R1750 

A1R1752 

A1R1753 

A1R1754 

A1R1755 

A1R1758 

A1R1759 

A1R1760 

A1R1762 

A1R1763 

A1R1770 

A1R1772 

A1R1773 

A1R1775 

A1R1776 

A1R1778 

A1R1780 

A1R1782 

A1R1783 

A1R1784 

A1R1790 

A1R1792 

A1R1793 

A1R1794 

A1R1796 

A1S1320 

A1S1550 

A1S1570 

A1S1590A-C 

AlUlllO 

A1U1112 

A1U1130 

A1U1170 

A1U1190 

A1U1230A-D 

A1U1260A-C 

A1U1270A,B 

A1U1280 

A1U1330 

A1U1360A,B 

AIU1430 

A1U1440A,B 

A1U1310 

A1U1520 

A1U1530A,B 

A1U1532A-C 



Tektronix Serial/Model No. 
Part No. Eft Dscont 



308-0441-00 

307-0023-00 

315-0102-00 

315-0102-00 

315-0102-00 

315-0102-00 

315-0512-00 

315-0200-00 

315-0153-00 

315-0300-00 

315-0561-00 

315-0561-00 

315-0302-00 

315-0681-00 

315-0391-00 

315-0391-00 

315-0681-00 

315-0561-00 

315-0561-00 

315-0561-00 

315-0561-00 

315-0302-00 

315-0561-00 

315-0271-00 

315-0162-00 

315-0162-00 

315-0221-00 

315-0221-00 

315-0561-00 

315-0391-00 

315-0510-00 

315-0182-00 

315-0681-00 

315-0272-00 

305-0470-00 

260-1849-01 

260-1421-00 

260-1208-00 

260-1448-00 

156-0926-00 



156-0988-00 

156-0128-00 

156-0032-00 

156-0079-00 

156-0140-00 

156-0178-00 

156-0041-00 

156-0410-00 

155- 0119-00 

156- 0041-00 
156-0079-00 
156-0910-00 
156-0071-00 

156-0067-00 

156-0405-00 

156-0043-00 



Mfr 

Name & Description Code Mfr Part Number 



RES. ,FXD,WW:3 OHM,5%,3W 
RES. ,FXD,CMPSN:4.7 OHM, 10% ,0 . 50W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 
RES. ,FXD,CMPSN:1K OHM,5%,0.25W 

RES. ,FXD,CMPSN:5. IK OHM,5%,0.25W 
RES. ,FXD,CMPSN:20 0HM,5%,0.25W 
RES. ,FXD,CMPSN:15K OHM,5%,0.25W 
RES. ,FXD,CMPSN:30 OHM,5%,0.25W 
RES. ,FXD,CMPSN:560 OHM,5%,0.25W 
RES. ,FXD,CMPSN:560 0HM,5%,0.25W 

RES. ,FXD.CMPSN:3K OHM,5%,0.25W 
RES. ,FXD,CMPSN:680 OHM,5%,0.25W 
RES. ,FXD,CMPSN:390 OHM,5%,0.25W 
RES. ,FXD,CMPSN:390 OHM,5%,0.25W 
RES. ,FXD,CMPSN:680 OHM,5%,0.25W 
RES. ,FXD,CMPSN:560 OHM,5%,0.25W 

RES. ,FXD,CMPSN:560 OHM,5%,0.25W 
RES. ,FXD,CMPSN:560 OHM,5%,0.25W 
RES. ,FXD,CMPSN:560 OHM,5%,0.25W 
RES. ,FXD,CMPSN:3K OHM,5%,0,25W 
RES. ,FXD,CMPSN:560 OHM,5%,0.25W 
RES. ,FXD,CMPSN:270 OHM,5%,0.25W 

RES. ,FXD,CMPSN:1 .6K OHM,5%,0.25W 
RES. ,FXD,CMPSN: 1 .6K OHM,5%,0.25W 
RES. ,FXD,CMPSN:220 0HM,5%,0.25W 
RES. ,FXD,CMPSN:220 OHM,5%,0.25W 
RES. ,FXD,CMPSN:560 OHM,5%,0.25W 
RES. ,FXD,CMPSN:390 OHM,5%,0.25W 

RES. ,FXD.CMPSN:51 OHM,5%,0.25W 
RES.,FXD,CMPSN:1.8K OHM,5%,0.25W 
RES. ,FXD,CMPSN:680 OHM,5%,0.25W 
RES. ,FXD,CMPSN:2.7K OHM,5%,0.25W 
RES. ,FXD,CMPSN:47 OHM,5%,2W 
SWITCH , PUSH : DPDT , 4 A , 2 5 OV AC 

SWITCH, PUSH: 1 STA, MOMENT ARY , NON- SHORT 
SWITCH , PUSH : DPDT , 28VDC , PUSH-PUSH 
SWITCH, PUSH: 3 STA, NON-SHORT 
MICROCIRCUIT, LI: VOLTAGE REGULATOR 
(OPTION 01) 

MICROCIRCUIT,LI: REGULATOR 

MICROCIRCUIT,DI:SGL BCD TO 7-SEG DCDR/DRVR 
MICROCIRCUIT,DI: 4-BIT BINARY COUNTER 
MICROCIRCUIT , DI : DECADE COUNTER , TTL 
MICROCIRCUIT, DI:HEX BFR,15V,TTL 
MICROCIRCUIT, DI: TRIPLE 3-INPUT NOR GATE 
MICROCIRCUIT,DI:DUAL D-TYPE FLIP-FLOP 

MICROCIRCUIT, DI: COUNTER TIME BASE 
MICROCIRCUIT, DI: BCD COUNTER 
MICROCIRCUIT,DI:DUAL D-TYPE FLIP-FLOP 
MICROCIRCUIT , DI : DECADE COUNTER , TTL 
MICROCIRCUIT, DI: DUAL DECADE COUNTER 
MICROCIRCUIT , LI : VOLTAGE REGULATOR 

MICROCIRCUIT, LI :OPERATIONAL AMPLIFIER 
MICROCIRCUIT,DI:DUAL RETRIG MONOSTABLE MV 
MICROCIRCUIT, DI: QUAD 2-INPUT POS NOR GATE 



91637 


CW2B-3R00J 


01121 


EB47G1 


01121 


CB1025 


01121 


CB1025 


01121 


CB1025 


01121 


CB1025 


01121 


CB5125 


01121 


CB2005 


01121 


CB1535 


01121 


CB3005 


01121 


CB5615 


01121 


CB5615 


01121 


CB3025 


01121 


CB6815 


01121 


CB3915 


01121 


CB3915 


01121 


CB6815 


01121 


CB5615 


01121 


CB5615 


01121 


CB5615 


01121 


CB5615 


01121 


CB3025 


01121 


CB5615 


01121 


CB2715 


01121 


CB1625 


01121 


CB1625 


01121 


CB2215 


01121 


CB2215 


01121 


CB5615 


01121 


CB3915 


01121 


CB5105 


01121 


CB1825 


01121 


CB6815 


01121 


CB2725 


01121 


HB4705 


31918 


OBD 


80009 


260-1421-00 


80009 


260-1208-00 


80009 


260-1448-00 


07263 


MICR0A7824UC 


27014 


LM340T-15 


80009 


156-0128-00 


80009 


156-0032-00 


80009 


156-0079-00 


80009 


156-0140-00 


01295 


SN7427N 


27014 


DM7474N 


50088 


MK5009P 


80009 


155-0119-00 


27014 


DM7474N 


80009 


156-0079-00 


80009 


156-0910-00 


04713 


MC1723CL 


02735 


85145 


07263 


9602 (PC OR DC) 


80009 


156-0043-00 



7-8 



REV, MAY 1981 




Replaceable Electrical Parts— DC SOSA 



Tektronix Serial/Model No. Mfr 



Component No. 


Part No. 


Eff 


Dscont 


Name & Description 


Code 


Mfr Part Number 


A1U1533A-D 


156-0150-00 






MICROCIRCUIT, DI: QUAD 2-INPUT POS NAND BFR 


01295 


SN7437N 


A1U1550 


156-0642-00 






MICROCIRCUIT, DI:BI-QUINARY CNTR 


04713 


MC10138L 


A1U1570A-D 


156-0205-00 






MICROCIRCUIT, DI:QUAD 2-INPUT NOR GATE 


80009 


156-0205-00 


A1U1660A,B 


156-0880-00 






MICROCIRCUIT, DIrDUAL D MASTER SLAVE FF 


80009 


156-0880-00 


A1U1670A-C 


156-0369-00 






MICROCIRCUIT, DI: TRIPLE LINE RECEIVER 


80009 


156-0369-00 


A1U1740A,B 


156-0230-00 






MICROCIRCUIT,DI:DUAL D MA-SLAVE FLIP-FLOP 


80009 


156-0230-00 


A1U1760A-D 


156-0205-00 






MICROCIRCUIT, DI: QUAD 2-INPUT NOR GATE 


80009 


156-0205-00 


A1VR1230 


152-0279-00 






SEMICOND DEVICE : ZENER ,0.4W,5.1V,5% 


04713 


SZG35010RL 


A1VR1310 


152-0168-00 






SEMICOND DEVICE : ZENER , 0 . 4W , 1 2V , 5% 


04713 


SZG35009K4 


A1W1180 


131-0566-00 






BUS CONDUCTOR: DUMMY RES, 2. 375, 22 AWG 


55210 


L-2007-1 


A1W1222 


131-0566-00 






BUS CONDUCTOR: DUMMY RES, 2. 375, 22 AWG 


55210 


L-2007-1 


A1W1223 


131-0566-00 






BUS CONDUCTOR: DUMMY RES, 2. 375, 22 AWG 


55210 


L-2007-1 


A1W1259 


131-0566-00 






BUS CONDUCTOR: DUMMY RES, 2. 375, 22 AWG 


55210 


L-2007-1 


A1W1312 


131-0566-00 






BUS CONDUCTOR: DUMMY RES, 2. 375, 22 AWG 


55210 


L-2007-1 


A1W1566 


131-0566-00 






BUS CONDUCTOR: DUMMY RES, 2. 375, 22 AWG 


55210 


L-2007-1 


A1W1638 


131-0566-00 






BUS CONDUCTOR: DUMMY RES, 2. 375, 22 AWG 


55210 


L-2007-1 


A1Y1410 


158-0129-00 






XTAL UNIT, QTZ:10MHZ, 0.001%, PARALLEL 


33096 


PB1109 


A1Y1430 


119-0894-00 






OSCILLATOR, RF : lOMHZ , 24VDC 


75378 


970-1937-0 



(OPTION 01 AND OPTION 07) 
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Replaceable Electrical Parts— DC 508A 



Component No. 

A2 

A2C4120 

A2C4122 

A2C4130 

A2C4132 

A2C4320 

A2C4321 

A2C4322 

A2C4330 

A2C4330 

A2C4340 

A2Q4110 

A2Q4120 

A2Q4240 

A2Q4242 

A2Q4310 

A2Q4312 

A2R4110 

A2R4112 

A2R4114 

A2R4120 

A2R4122 

A2R4124 

A2R4134 

A2R4140 

A2R4142 

A2R4150 

A2R4210 

A2R4212 

A2R4214 

A2R4216 

A2R4218 

A2R4220 

A2R4222 

A2R4224 

A2R4230 

A2R4240 

A2R4250 

A2R4310 

A2R4332 

A2R4334 

A2R4342 

A2R4344 



A2U4130 

A2U4140A-D 

A2U4220 

A2U4230 

A2U4240A-F 



A2U4322 

A2U4330 

A2U4340A-D 

A2VR4310 



Tektronix 
Part No. 



Serial/Model No. 
Eff Dscont 



Name & Description 



CKT BOARD ASSY : RESOLUTION MULTIPLIER 



283“0194~00 


CAP.,FXD,CER DI:4.7UF,20%,50V 




281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 




281-0638-00 


CAP.,FXD,CER DI:240PF,5%,500V 




281-0814-00 


CAP.,FXD,CER DI:100PF,10%,100V 




290-0255-00 


CAP . , FXD , ELCTLT : 2 OUF , 5 OV 




281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 




281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 




281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 






(OPTION 07) 




281-0775-00 


CAP.,FXD,CER DI:0.1UF,20%,50V 




151-0190-00 


TRANSISTOR : SILICON , NPN 




151-0188-00 


TRANS I STOR : S ILICON , PNP 




151-0301-00 


TRANS I STOR : S IL ICON , PNP 




151-0301-00 


TRANSISTOR : SILICON , PNP 




151-0188-00 


TRANS I STOR : S IL I CON , PNP 




151-0190-00 


TRANS I STOR : S IL I CON , NPN 




315-0512-00 


RES. ,FXD,CMPSN:5.1K OHM,5%,0.25W 




315-0471-00 


RES. ,FXD,CMPSN:470 OHM,5%,0.25W 




315-0393-00 


RES. ,FXD,CMPSN:39K OHM,5%,0.25W 




315-0103-00 


RES. ,FXD.CMPSN:10K OHM,5%,0.25W 




315-0682-00 


RES. ,FXD,CMPSN:6.8K OHM,5%,0.25W 




315-0154-00 


RES.,FXD,CMPSN:150K OHM,5%,0.25W 




315-0162-00 


RES.,FXD,CMPSN:1.6K OHM,5%,0.25W 




315-0107-00 


RES. ,FXD,CMPSN:100M OHM,5%,0.25W 




315-0102-00 


RES. ,FXD,CMPSN:1K OHM,5%,0.25W 






(OPTION 07) 




315-0512-00 


RES.,FXD,CMPSN:5.1K 0HM,5%,0.25W 






(OPTION 07) 




315-0271-00 


RES. ,FXD,CMPSN:270 OHM,5%,0.25W 




315-0821-00 


RES. ,FXD,CMPSN:820 OHM,5%,0.25W 




315-0181-00 


RES. ,FXD,CMPSN: 180 OHM,5%,0.25W 




315-0102-00 


RES. ,FXD,CMPSN: IK OHM,5%,0.25W 




315-0201-00 


RES. ,FXD,CMPSN:200 OHM,5%,0.25W 




315-0103-00 


RES. ,FXD,CMPSN: lOK OHM,5%,0.25W 




315-0103-00 


RES. ,FXD.CMPSN: lOK OHM,5%,0.25W 




315-0224-00 


RES. ,FXD,CMPSN:220K 0HM,5%,0.25W 




315-0561-00 


RES. ,FXD,CMPSN:560 OHM,5%,0.25W 




315-0270-00 


RES. ,FXD,CMPSN:27 OHM,5%,0.25W 




315-0512-00 


RES. ,FXD,CMPSN:5.1K OHM,5%,0.25W 






(OPTION 07) 




315-0361-00 


RES. ,FXD,CMPSN:360 OHM,5%,0.25W 




315-0201-00 


RES. ,FXD,CMPSN:200 OHM,5%,0.25W 




315-0101-00 


RES. ,FXD,CMPSN: 100 OHM,5%,0.25W 




315-0102-00 


RES. ,FXD,CMPSN: IK OHM,5%,0.25W 






(OPTION 07) 




315-0102-00 


RES. ,FXD,CMPSN: IK OHM,5%,0.25W 






(OPTION 07) 




156-0352-00 


MICROCIRCUIT,DI:DUAL COMPL PAIR PLUS INVER 


156-0057-00 


MICROCIRCUIT,DI:QUAD 2-INPUT NAND 


GATE 




(OPTION 07) 




156-0112-00 


MICROCIRCUIT,DI:QUAD 2-INPUT POS NAND GATE 


156-0704-00 


MICROCIRCUIT,LI: PHASE LOCK LOOP 




156-0058-00 


MICROCIRCUIT , DI : HEX . INVERTER 






(OPTION 07) 




156-0910-00 


MICROCIRCUIT, DI: DUAL DECADE COUNTER 


156-0731-00 


MICROCIRCUIT, DI : DUAL J-K FF W/PRESET & CLR 




(OPTION 07) 




156-0057-00 


MICROCIRCUIT, DI:QUAD 2-INPUT NAND 


GATE 




(OPTION 07) 




152-0055-00 


SEMICOND DEVICE ; ZENER , 0 . 4W , 1 1 V , 5% 





Mfr 

Code 


Mfr Part Number 


72982 


8151N057Z5U0475M 


72982 


8005D9AABZ5U104M 


72982 


301000Z5D241J 


04222 


GC70-1-A101K 


56289 


30D206G050CC9 


72982 


8005D9AABZ5U104M 


72982 


8005D9AABZ5U104M 


72982 


8005D9AABZ5U104M 


72982 


8005D9AABZ5U104M 


07263 


S032677 


04713 


SPS6868K 


27014 


2N2907A 


27014 


2N2907A 


04713 


SPS6868K 


07263 


S032677 


01121 


CB5125 


01121 


CB4715 


01121 


CB3935 


01121 


CB1035 


01121 


CB6825 


01121 


CB1545 


01121 


CB1625 


01121 


CB1075 


01121 


CB1025 


01121 


CB5125 


01121 


CB2715 


01121 


CB8215 


01121 


CB1815 


01121 


CB1025 


01121 


CB2015 


01121 


CB1035 


01121 


CB1035 


01121 


CB2245 


01121 


CB5615 


01121 


CB2705 


01121 


CB5125 


01121 


CB3615 


01121 


CB2015 


01121 


CB1015 


01121 


CB1025 


01121 


CB1025 



02735 

01295 


CD4007AE 
SN7401N OR J 


80009 

04713 

80009 


156-0112-00 

MC14046CP 

156-0058-00 


80009 

01295 


156-0910-00 

SN74LS76A 


01295 


SN7401N OR J 


04713 


SZG35009K1 
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R*plac«abl« Elactrical Parts— DC SOSA 



Tektronix Serial/Model No. Mfr 



Component No. 


Part No. 


Eff 


Dscont 


Name & Description 


Code 


Mfr Part Number 


A3 








CKT BOARD ASSY: DISPLAY 








A3DS3210 


150-1036-00 






LAMP ,LED : RED , 3 . OV ,40MA 




01295 


TIL 209A 


A3DS3220 


150-1036-00 






LAMP , LED : RED , 3 . OV , 40MA 




01295 


TIL 209A 


A3DS3224 


150-1036-00 






LAMP , LED : RED ,3.0V, 40MA 




01295 


TIL 209A 


A3DS3230 


150-1036-00 






LAMP ,LED : RED , 3 . OV , 40MA 




01295 


TIL 209A 


A3U3110 


150-1025-00 






LAMP,LED,DSPL:3 DIGIT,? 


SEGMENT, RED 


505?9 


DL883A 


A3U3120 


150-1025-00 






LAMP,LED,DSPL:3 DIGIT,? 


SEGMENT, RED 


505?9 


DL883A 


A3U3130 


150-1025-00 






LAMP,LED,DSPL:3 DIGIT,? 


SEGMENT, RED 


505?9 


DL883A 



A4 

A4C2110 


283-0324-00 


CKT BOARD ASSY : PRESCALER 
CAP.,FXO,CER DItO.OlUF, +80-20%, 50V 


?2982 


A01AA9AZLW5R103Z 


A4C2121 


283-0324-00 


CAP.,FXD,CER 


DI : 0 . 0 lUF , +80-20% , 50V 


?2982 


A01AA9AZLW5R103Z 


A4C2122 


281-0812-00 


CAP.,FXD,CER 


DI:1000PF,10%,100V 


?2982 


8035D9AADX?R102K 


A4C212? 


283-0252-00 


CAP. ,FXD,CER 


DI:1000PF,10%,50V 


?2982 


A01AL0A2LW5R102K 


A4C2128 


283-0353-00 


CAP.,FXD,CER 


DI:0.1UF,10%,50V 


952?5 


VJ1210Y104K-H 


A4C2131 


283-0324-00 


CAP.,FXD,CER 


DI : 0 . 0 lOF , +80-20% , 50V 


?2982 


A01AA9AZLW5R103Z 


A4C2133 


281-0812-00 


CAP.,FXD,CER 


DI:1000PF,10%,100V 


?2982 


8035D9AAOX7R102K 


A4C213? 


283-0252-00 


CAP.,FXD,CER 


DI:1000PF,10%,50V 


?2982 


A01AL0A2LW5R102K 


A4C2141 


283-0324-00 


CAP.,FXD,CER 


DI : 0 . 0 lOF , +80-20% , 50V 


?2982 


A01AA9AZLW5R103Z 


A4C2143 


281-0812-00 


CAP.,FXD,CER 


DI:1000PF,10%,100V 


?2982 


8035D9AADX7R102K 


A4C214? 


283-0252-00 


CAP.,FXD,CER 


DI:1000PF,10%,50V 


?2982 


A01AL0A2LW5R102K 


A4C2148 


283-0353-00 


CAP.,FXD,CER 


DI:0.1UF,10%,50V 


952?5 


VJ1210Y104K-H 


A4C2151 


283-0324-00 


CAP.,FXD,CER 


DI : 0 . OIUF , +80-20% , 50V 


?2982 


A01AA9AZLW5R103Z 


A4C2153 


281-0812-00 


CAP.,FXD,CER 


DI:1000PF.10%,100V 


?2982 


8035D9AADX?R102K 


A4C215? 


283-0252-00 


CAP.,FXD,CER 


DI:1000PF,10%,50V 


?2982 


A01AL0A2LW5R102K 


A4C2211 


283-0252-00 


CAP. ,FXD,CER 


DI:1000PF,10%,50V 


?2982 


A01ALOA2LW5R102K 


A4C2212 


283-0252-00 


CAP.,FXD,CER 


DI:1000PF,10%,50V 


?2982 


A01AL0A2LW5R102K 


A4C2213 


283-0252-00 


CAP.,FXD,CER 


DI:1000PF,10%,50V 


?2982 


A01ALOA2LW5R102K 


A4C2214 


283-0252-00 


CAP.,FXD,CER 


DI:1000PF,10%,50V 


?2982 


A01AL0A2LW5R102K 


A4C2215 


283-0252-00 


CAP. ,FXD,CER 


DI:1000PF,10%,50V 


?2982 


A01AL0A2LW5R102K 


A4C2230 


283-0252-00 


CAP.,FXD,CER 


DI:1000PF,10%,50V 


?2982 


A01AL0A2LW5R102K 


A4C2240 


283-0252-00 


CAP. ,FXD,CER 


DI:1000PF,10%,50V 


?2982 


A01AL0A2LW5R102K 


A4C2250 


283-0252-00 


CAP.,FXD,CER 


DI:1000PF,10%,50V 


?2982 


A01AL0A2LW5R102K 


A4C2264 


283-0324-00 


CAP.,FXD,CER 


DI : 0 . 0 lUF , +80-20% , 50V 


?2982 


A01AA9AZLW5R103Z 


A4C2322 


283-0324-00 


CAP.,FXD,CER 


DI : 0 . OIUF , +80-20% , 50V 


?2982 


A01AA9AZLW5R103Z 


A4C2324 


281-0??3-00 


CAP.,FXD,CER 


DI:0.01UF,10%,100V 


04222 


GC70-1C103K 


A4C2332 


281-0??5-00 


CAP.,FXD,CER 


DI:0.lOF,20%,50V 


?2982 


8005D9AABZ5UI04M 


A4C2336 


281-0??5-00 


CAP.,FXD,CER 


DI:0.1UF,20%,50V 


?2982 


8005D9AABZ5U104M 


A4C2340 


281-0??5-00 


CAP.,FXD,CER 


DI:0.1UF,20%,50V 


?2982 


8005D9AABZ5U104M 


A4C2344 


283-0353-00 


CAP.,FXD,CER 


DI:0.10F,10%,50V 


952?5 


VJ1210Y104K-H 


A4C2350 


283-0324-00 


CAP.,FXD,CER 


DI : 0 . 0 1 UF , +80-20% , 50V 


?2982 


A01AA9AZLW5R103Z 


A4C2354 


283-0324-00 


CAP.,FXD,CER 


DI : 0 . 0 lUF , +80-20% , 50V 


?2982 


A01AA9AZLH5R103Z 


A4C2360 


283-0324-00 


CAP.,FXD,CER 


DI : 0 . OIUF , +80-20% , 50V 


?2982 


A01AA9AZLW5R103Z 


A4C2362 


283-0265-00 


CAP.,FXD,CER 


DI;3.35PF,+/-1.5PF 


?2982 


A02BL9A4LC0G339B 


A4C2430 


283-0324-00 


CAP.,FXD,CER 


DI : 0 . 0 lUF , +80-20% , 50V 


?2982 


A01AA9AZLW5R103Z 


A4C2455 


281-0??3-00 


CAP.,FXD,CER 


DI:0.01UF,10X,100V 


04222 


GC70-1C103K 


A4C2460 


283-0324-00 


CAP.,FXD,CER 


DI : 0 . 0 1 UF , +80-20% , 50V 


?2982 


A01AA9AZLH5R103Z 


A4C2464 


283-0324-00 


CAP. ,FXD,CER 


DI : 0 . OIUF , +80-20% , 50V 


?2982 


A01AA9AZLW5R103Z 


A4C5030 


281-0649-00 


CAP.,FXD,CER 


DI : 1 OOOPF , +80-20% , 500V 


?2982 


2404039X5V102Z 


A4C5032 


281-0649-00 


CAP.,FXD,C£R 


DI: lOOOPF, +80-20%, 500V 


?2982 


2404039X5V102Z 


A4C5034 


281-0649-00 


CAP.,FXD,CER 


DI : 1 OOOPF , +80-20% , 500V 


?2982 


2404039X5V102Z 


A4C5038 


281-0649-00 


CAP.,FXD,CER 


DI : 1 OOOPF , +80-20% , 500V 


?2982 


2404039X5V102Z 


A4CR2162 


152-0066-00 


SEMICOND DEVICE : SILICON ,400V , ?50MA 


14433 


LG4016 


A4CR2211 


152-0524-00 


SEMICOND DEVICE:SILICON,100V,100MA 


80009 


152-0524-00 
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Replaceable Electrical Parts — DC SOSA 



Component No. 


Tektronix 
Part No. 


Serial/Model No. 
Eff Dscont 


Name & Description 


Mfr 

Code 


Mfr Part Number 


A4CR2213 


152-0524-00 






SEMICOND DEVICE : SILICON , 1 OOV , 1 OOMA 


80009 


152-0524-00 


A4CR2214 


152-0524-00 






SEMICOND DEVICE : SILICON , 1 OOV , 1 OOMA 


80009 


152-0524-00 


A4CR2216 


152-0322-00 






SEMICOND DEVICE:SILIC0N,15V,H0T CARRIER 


50434 


5082-2672 


A4CR2218 


152-0322-00 






SEMICOND DEVICE -.SILICON, 15V, HOT CARRIER 


50434 


5082-2672 


A4CR2335 


152-0141-02 






SEMICOND DEVICE: SILICON, 30V, 150MA 


01295 


1N4152R 


A4CR2420 


152-0066-00 






SEMICOND DEVICE : SILICON , 400V , 7 50MA 


14433 


LG4016 


A4CR2460 


152-0322-00 






SEMICOND DEVICE:SILIC0N,15V,H0T CARRIER 


50434 


5082-2672 


A4CR2462 


152-0322-00 






SEMICOND DEVICE: SILICON, 15V, HOT CARRIER 


50434 


5082-2672 


A4CR4210 


152-0333-00 






SEMICOND DEVICE: SILICON, 5 5V,200MA 


07263 


FDH-6012 


A4CR4330 


152-0333-00 






SEMICOND DEVICE: SILICON, 55V, 200MA 


07263 


FDH-6012 


A4L2210 


108-0509-00 






COIL,RF:2.45UH 


80009 


108-0509-00 


A4L2214 


108-0245-00 






COIL,RF:3.9UH 


76493 


B6310-1 


A4L2215 


108-0245-00 






C0IL,RF:3.9UH 


76493 


B6310-1 


A4L2216 


108-0245-00 






COIL,RF:3.9UH 


76493 


B6310-1 


A4L2218 


108-0245-00 






COIL,RF:3.9UH 


76493 


B6310-1 


A4L2344 


108-0509-00 






C0IL,RF:2.45UH 


80009 


108-0509-00 


A4L2362 


108-0170-01 






COIL, RF: FIXED, 360NH 


80009 


108-0170-01 


A4L2420 


108-0509-00 






C0IL,RF:2.45UH 


80009 


108-0509-00 


A4L2426 


108-0509-00 






COIL,RF:2.45UH 


80009 


108-0509-00 


A4L2452 


108-0509-00 






COIL,RF:2.45UH 


80009 


108-0509-00 


A4L2464 


108-0455-00 






COIL,RF:FIXED,40NH 


80009 


108-0455-00 


A4L2466 


108-0509-00 






C0IL,RF:2.45UH 


80009 


108-0509-00 


A4Q2125 


151-0190-00 






TRANS I STOR : SILICON , NPN 


07263 


S032677 


A4Q2135 


151-0188-00 






TRANSISTOR: SILICON, PNP 


04713 


SPS6868K 


A4Q2145 


151-0188-00 






TRANSISTOR : SILICON , PNP 


04713 


SPS6868K 


A4Q2155 


151-0188-00 






TRANSISTOR : SILICON , PNP 


04713 


SPS6868K 


A4Q2226 


151-0636-00 






TRANS I STOR : S IL ICON , NPN 


80009 


151-0636-00 


A4Q2236 


151-0636-00 






TRANS I STOR : S IL ICON , NPN 


80009 


151-0636-00 


A4Q2246 


151-0636-00 






TRANS I STOR : S IL ICON , NPN 


80009 


151-0636-00 


A4Q2256 


151-0636-00 






TRANSISTOR: SILICON, NPN 


80009 


151-0636-00 


A4Q2321 


151-0188-00 






TRANSISTOR: SILICON, PNP 


04713 


SPS6868K 


A4Q2436 


151-0190-00 






TRANSISTOR : SILICON , NPN 


07263 


S032677 


A4R2110 


301-0181-00 






RES. ,FXD,CMPSN:180 OHM,5%,0.50W 


01121 


EB1815 


A4R2 1 1 5 


315-0103-00 






RES. ,FXD,CMPSN:10K OHM,5%,0.25W 


01121 


CB1035 


A4R2120 


315-0103-00 






RES. ,FXD,CMPSN:10K OHM,5%,0.25W 


01121 


CB1035 


A4R2124 


315-0331-00 






RES, ,FXD,CMPSN:330 OHM,5%,0.25W 


01121 


CB3315 


A4R2126 


315-0102-00 






RES.,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A4R2130 


315-0103-00 






RES. ,FXD,CMPSN:10K OHM,5%,0.25W 


01121 


CB1035 


A4R2132 


315-0103-00 






RES. ,FXD,CMPSN:10K OHM,5%,0.25W 


01121 


CB1035 


A4R2 1 34 


315-0102-00 






RES. ,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A4R2136 


315-0331-00 






RES. ,FXD,CMPSN:330 OHM,5%,0.25W 


01121 


CB3315 


A4R2140 


315-0103-00 






RES.,FXD,CMPSN:10K OHM,5%,0.25W 


01121 


CB1035 


A4R2142 


315-0103-00 






RES. ,FXD,CMPSN:10K OHM,5%,0.25W 


01121 


CB1035 


A4R2144 


315-0102-00 






RES. ,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A4R2146 


315-0331-00 






RES. ,FXD,CMPSN:330 OHM,5%,0.25W 


01121 


CB3315 


A4R2150 


315-0103-00 






RES. ,FXD,CMPSN:10K OHM,5%,0.25W 


01121 


CB1035 


A4R2152 


315-0103-00 






RES. ,FXD,CMPSN:10K OHM,5%,0.25W 


01121 


CB1035 


A4R21‘)4 


315-0102-00 






RES. ,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A4R2156 


315-0331-00 






RES. ,FXD,CMPSN:330 OHM,5%,0.25W 


01121 


CB3315 


A4R2210 


317-0820-00 






RES. ,FXD,CMPSN:82 OHM, 5% ,0 . 125W 


01121 


BB8205 


A4R221 1 


317-0101-00 






RES. ,FXD.CMPSN:100 OHM, 5% ,0 . 125W 


01121 


BB1015 


A4R2212 


301-0200-00 






RES. ,FXD,CMPSN:20 OHM,5%,0.50W 


01121 


EB2005 


A4R2 2 1 4 


301-0131-00 






RES. ,FXD,CMPSN: 130 OHM,5%,0.50W 


01121 


EB1315 


A4R2215 


317-0620-00 






RES. ,FXD,CMPSN:62 OHM, 5% ,0 . 1 25W 


01121 


BB6205 


A4R2217 


317-0101-00 






RES. ,FXD,CMPSN: 100 OHM, 5% ,0 . 1 25W 


01121 


BB1015 


A4R2220 


317-0470-00 






RES. ,FXD,CMPSN:47 OHM, 5% , 0 . 125W 


01121 


BB4705 


A4R2224 


317-0510-00 






RES. ,FXD,CMPSN:51 OHM,5%,0. 125W 


01121 


BB5105 
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Replaceable Electrical Parts— DC 508A 



Tektronix Serial /Model No. Mfr 



Component No. 


Part No. 


Eft 


Dscont 


Name & Description 


Code 


Mfr Part Number 


A4R2227 


307-0552-00 






RES. ,FXD,FILM:5 OHM, 5%, 0.075 W 


52262 


MCRA5R0JZ 


A4R2230 


317-0470-00 






RES. ,FXD,CMPSN:47 OHM, 5% ,0 . 125W 


01121 


BB4705 


A4R2234 


317-0510-00 






RES.,FXD,CMPSN:51 OHM, 5% ,0 . 125W 


01121 


BB5105 


A4R2237 


307-0552-00 






RES.,FXD,FILM:5 OHM, 5%, 0.075 W 


52262 


MCRA5R0JZ 


A4R2240 


317-0470-00 






RES.,FXD,CMPSN:47 OHM, 5% ,0 . 1 25W 


01121 


BB4705 


A4R2244 


317-0510-00 






RES. ,FXD,CMPSN:51 OHM,5%,0.125W 


01121 


BB5105 


A4R2247 


307-0552-00 






RES. ,FXD,FILM:5 OHM, 5%, 0.075 W 


52262 


MCRA5R0JZ 


A4R2250 


317-0470-00 






RES. ,FXD,CMPSN:47 OHM, 5% ,0 . 1 25W 


01121 


BB4705 


A4R2252 


315-0431-00 






RES. ,FXD,CMPSN:430 OHM,5%,0.25W 


01121 


CB4315 


A4R2256 


317-0510-00 






RES. ,FXD,CMPSN:51 0HM,5%,0. 125W 


01121 


BB5105 


A4R2257 


307-0552-00 






RES.,FXD,FILM:5 OHM, 5%, 0.075 W 


52262 


MCRA5R0JZ 


A4R2325 


315-0103-00 






RES.,FXD,CMPSN:10K OHM,5%,0.25W 


01121 


CB1035 


A4R2330 


315-0182-00 






RES.,FXD,CMPSN:1.8K OHM,5%,0.25W 


01121 


CB1825 


A4R2335 


315-0102-00 






RES. ,FXD,CMPSN:1K 0HM,5%,0.25W 


01121 


CB1025 


A4R2337 


315-0226-00 






RES. ,FXD,CMPSN:22M OHM,5%,0.25W 


01121 


CB2265 


A4R2338 


315-0273-00 






RES. ,FXD,CMPSN:27K OHM,5%,0.25W 


01121 


CB2735 


A4R2368 


317-0151-00 






RES. ,FXD,CMPSN:150 OHM,5%,0. 125W 


01121 


BB1515 


A4R2422 


311-1227-00 






RES. ,VAR,N0NWIR:5K OHM,20%,0.50W 


32997 


3386F-T04-502 


A4R2423 


315-0513-00 






RES. ,FXD,CMPSN:51K OHM,5%,0.25W 


01121 


CB5135 


A4R2424 


315-0182-00 






RES.,FXD,CMPSN:1.8K OHM,5%,0.25W 


01121 


CB1825 


A4R2425 


315-0393-00 






RES. ,FXD,CMPSN:39K OHM,5%,0.25W 


01121 


CB3935 


A4R2430 


315-0361-00 






RES. ,FXD,CMPSN:360 OHM,5%,0.25W 


01121 


CB3615 


A4R2432 


315-0102-00 






RES. ,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A4R2434 


315-0512-00 






RES.,FXD,CMPSN:5.1K OHM,5%,0.25W 


01121 


CB5125 


A4R2436 


315-0512-00 






RES. ,FXD,CMPSN:5.1K 0HM,5%,0.25W 


01121 


CB5125 


A4R2438 


315-0101-00 






RES. ,FXD,CMPSN:100 OHM,5%,0.25W 


01121 


CB1015 


A4R2439 


315-0241-00 






RES. ,FXD,CMPSN:240 OHM,5%,0.25W 


01121 


CB2415 


A4R2440 


315-0390-00 






RES. ,FXD,CMPSN:39 OHM,5%,0.25W 


01121 


CB3905 


A4R2442 


315-0271-00 






RES. ,FXD,CMPSN:270 OHM,5%,0.25W 


01121 


CB2715 


A4R2444 


315-0271-00 






RES. ,FXD,CMPSN:270 OHM,5%,0.25W 


01121 


CB2715 


A4R2446 


315-0102-00 






RES. ,FXD,CMPSN;1K OHM,5%,0.25W 


01121 


CB1025 


A4R2448 


315-0102-00 






RES. ,FXD,CMPSN:1K OHM,5%,0.25W 


01121 


CB1025 


A4R2458 


315-0431-00 






RES. ,FXD,CMPSN:430 OHM,5%,0.25W 


01121 


CB4315 


A4R2464 


315-0164-00 






RES. ,FXD,CMPS'N:160K OHM,5%,0.25W 


01121 


CB1645 


A4R2466 


317-0201-00 






RES. ,FXD,CMPSN:200 OHM, 5% ,0 . 1 25W 


01121 


BB2015 


A4U2330 


156-0853-00 






MICROCIRCUIT, LI: OPERATIONAL AMPLIFIER, DUAL 


27014 


LM358N 


A4U2345 


156-0377-00 






MICROCIRCUIT,DI:750 MHZ D-TYPE , FLIP-FLOP 


80009 


156-0377-00 


A4U2350 


156-1302-01 






MICROCIRCUIT, DI: DC TO 1.5GHZ DIV BY 4 PRESC 


80009 


156-1302-01 


A4W2320 


131-0566-00 






BUS CONDUCTOR: DUMMY RES, 2. 375, 22 AWG 


55210 


L-2007-1 


A4W2440 


131-0566-00 






BUS CONDUCTOR: DUMMY RES, 2. 375, 22 AWG 


55210 


L-2007-1 
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Replaceable Electrical Parts— DC 508A 



Component No. 


Tektronix 
Part No. 


Serial/Model No. 
Eff Dscont 


Name & Description 


Mfr 

Code 


Mfr Part Number 










CHASSIS PARTS 






DS5023 

DS5028 


150-1036-00 

150-1036-00 






LAMP , LED : RED ,3.0V, 40MA 
LAMP , LED : RED , 3 . OV , 40MA 


01295 

01295 


TIL 209A 
TIL 209A 


F5020 


159-0148-00 






FUSE, WIRE LEAD:0.062A,125V,5SEC 


75915 


275.062 


J5001 

J5021 


131-0955-00 

103-0194-00 






CONN , RCPT , ELEC : BNC , FEMALE 
ADAPTER, CONN :BNC TO SMB,W/OUT FUSE 


13511 

24931 


31-279 

29JJ120-1 


R1460 


311-1342-00 






RES. ,VAR,NONWIR:PNL,500K OHM,0 . 5W,W/SW 
(FURNISHED AS A UNIT WITH S1460) 

RES. ,FXD,CMPSN:2.7 OHM, 5% ,0 . 1 25W 


16546 


BA206-014 


R5002 


317-0027-00 






01121 


BB2R705 


SI 380 
S1460 


263-1168-00 






SW CAM ACTR AS: DISPLAY 
(PART OF R1460) 


80009 


263-1168-00 
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Section 8— DC 508A 



DIAGRAMS AND CIRCUIT 

Symbols 

Graphic symbols and class designation letters are 
based on ANSI Standard Y32.2-1975. 

Logic symbology is based on ANSI Y32.14-1973 in 
terms of positive logic. Logic symbols depict the logic 
function performed and may differ from the manufac- 
turer's data. 

The overline on a signal name indicates that the signal 
performs its intended function when it is in the low state. 



Abbreviations are based on ANSI Y1. 1-1972. 

Other ANSI standards that are used in the preparation 
of diagrams by Tektronix, Inc. are: 



BOARD ILLUSTRATIONS 



Y14.15, 1966 Drafting Practices. 

Y14.2, 1973 Line Conventions and Lettering. 

Y10.5, 1968 Letter Symbols for Quantities Used in 
Electrical Science and Electrical 
Engineering. 

American National Standard Institute 
1430 Broadway 
New York, New York 10018 

Component Values 

Electrical components shown on the diagrams are in 
the following units unless noted otherwise: 

Capacitors = Values one or greater are in picofarads (pF). 

Values less than one are in microfarads 
(/^F). 

Resistors = Ohms (Q). 



The information and speciai symbols below may appear in this manual. 



Assembly Numbers and Grid Coordinates 

Each assembly in the instrument is assigned an 
assembly number (e.g., A20). The assembly number 
appears on the circuit board outline on the diagram, in the 
title for the circuit board component location illustration, 
and in the lookup table for the schematic diagram and 
corresponding component locator illustration. The 
Replaceable Electrical Parts list is arranged by assemblies 
in numerical sequence; the components are listed by 
component number *(see following illustration for 
constructing a component number). 



The schematic diagram and circuit board component 
location illustration have grids. A lookup table with the 
grid coordinates Is provided for ease of locating the 
component. Onlythecomponentsillustrated onthefacing 
diagram are listed in the lookup table. When more than 
one schematic diagram is used to illustrate the circuitry on 
a circuit board, the circuit board illustration may only 
appear opposite the first diagram on which It was il- 
lustrated; the lookup table will list the diagram number of 
other diagrams that the circuitry of the circuit board 
appears on. 



Function Block Title 



Cam Switch 
Closure Chart 
(Dot indicates 
switch closure) 

Etched Circuit Board 
Outlined in Black 

Refer to Waveform 

Function Block 
Outline 




Assembly Number 

Tektronix Part No. 
for circuit boards 



Modified Component— See 
Parts List (Depicted in grey, 
or with grey outline) 

Strap or Link 



Plug to E.C. Board 

Box I - Identifies Panel 
~onfrols, Connectors and 
Indicators 

Coaxial connectors: 

male 

female 

Plug Index; signifies pin No. 1 
External Screwdriver Adj. 
Shielding 

Selected value, see Parts List 
and Maintenance Section for 
Selection Criteria 



Decoupled or Filtered 
Voltage 

Refer to Diagram Number 



Schematic Name 
and Number 



at RepiacMbte El«ctiiul Part; 



JIAGRAMS AND ILLUSTRATiCNS 






A1 Main circuit board. 















































9L0CK DIAGRAM 






VOLT AGE CONDIT IONS 

WARMINO I 

Dangerous potentials exist at several points throughout this Instrument. When the Instrument Is 
operated with the covers removed, do not touch exposed connections or components. Some 
transistors have voltages present on their cases. Disconnect the power source before replacing 
parts. 



The voltages shown on diagrams 1 through 6 were taken with the DC 508A front-panel controls set as 
follows; 



STANDBY 
50 n— 1 MQ 
RESOLN MULT 
RESET 
ATTEN 
SOURCE 
RESOLUTION 
HOLD 



Pushbutton in 
Pushbutton in 
Pushbutton out 
Pushbutton out 
Pushbutton out 
Pushbutton out 
TOTALiZE 1 Hz 
Fuliy counterclockwise 



The voltages shown were taken with no input signal applied to the input connectors. The prescale 
assembly was removed from the main interface board location, and moved aside to gain access to the 
component side of the circuit board; ail connections to the prescale board remain intact. 

The voltages shown were obtained using a digital multimeter with a 10 megohm input impedance 
(TEKTRONIX DM 501A Digital Multimeter or TEKTRONIX Digital Multimeter used with readout 
equipped, 7000-series Oscilloscope). 





DC 508A 




n 

I 

I 

I 




f 



PRESCALE BLOCK DIAGRAM 



PRESCALE BLOCK DIAGRAM 





PARTS LOCATION GRID 

RESOLUTION MULTIPLIER BOARD 



DC 508A 




A2 Resolution Multiplier circuit board. 







Static Sensitive Devices 

See Maintensnce Section 



COMPONENT NUMBER EXAMPLE 

Component Number 

A23 A2 R1234 

. Schematic 

Assembly ^ \ 

Number Subassembly 
Number (if used) 



Chassis- mo unted components have no Assembly Number 
prefix— see end of Replaceable Electrical Parts List. 





P/0 A1 ASSY 








DIRECT INPUT & RESOLUTION MULTIPLIER 


Circuit 


Schematic 


Board 


Circuit 


Schematic 


Board 


Circuit 


Schematic 


Board 


Number 


Location 


Location 


Number 


Location 


Location 


Number 


Location 


Location 


C1580 


H7 


J3 


R1410** 


B7 


A3 


R1782 


F6 


J5 


C1585 


E6 


J4 


R1412** 


B7 


B3 


R1783 


F6 


J5 


Cl 586 


J6 


J4 


R1562 


B3 




R1784 


E5 


J5 


C1589 


D6 


K4 


R1563 


L6 


H3 


R1790 


C7 


L5 




F7 


K4 


R1564 


L6 


H3 


R1792 


E7 


L5 


C1592 


D6 


K4 


R1573 


J8 


H4 


R1793 


E7 


L5 


C1593 


E6 


K4 


R1576 


J6 


J4 


R1794 


E7 


L5 


C1594 


06 


K4 


R1578 


J6 


J4 


R1796** 


B6 


L5 


C1673 


J6 


H5 


R1583 


H6 


J4 








Cl 690 


C6 


K5 


R1584 


J6 


J4 


SI 380 


J7 


J3 


C1774 


H7 


H5 


R1587 


E6 


J4 


SI 570** 


K5 


J3 


Cl 790 


E6 


K5 


R1592 


06 


K4 


SI 590 A 


05 


L4 


Cl 792 


E7 


L5 


R1593 


06 


K4 


S1590B 


C5 


L4 








R1594 


06 


L3 


S1590C 


B6 


L5 


CR1570 


J7 


H4 


R1596 


06 


L4 








CR1680 


E6 


K5 


R1670 


L8 


H5 


TP1710 


A6 


A5 


CR1790 


E6 


K5 


R1672 


K8 


H5 














R1674 


B8 


H5 


U1570A 


L7 


H4 


J1410 


B8 


A3 


R1676 


J6 


H5 


U1570B 


K7 


H4 


J1570 


B1 


H4 




F6 


J5 


U1570C 


K6 


H4 


J1570 


K5 


H4 


R1682 


F6 


J5 


U1570O 


L6 


H4 


J1770 


B8 


H5 


R1683 


F6 


J5 




H8 


J5 


J1790 


C8 


K5 


R1684 


F6 


K5 


U1670A 


H6 


J5 








R1690 


E6 


K5 


U1670B 


F6 


J5 


L1588 


E8 


J4 


R1692 


F6 


K5 


U1670C 


J6 


J5 


L1590 


H7 


K3 


R1775 


H5 


J5 














R1776 


H6 


J5 








Q1790 


E6 


K5 


R1778 


H6 


J5 








Q1792 


E7 


K5 


R1780 


«« 


J5 










P/O A1 ASSY also shown on 










P/O A2ASSY 








OIRECT INPl 


JT & RESOLU 


TION MULTIPLI 


ER<1> 


C4120 


E4 


B1 


04310 


C3 


A3 


R4230 


F3 ' 


02 


C4122 


F2 


B1 


04312 


Cl 


A3 


R4240 


E3 


02 


C4130 


E3 


01 








R4310 


Cl 


A3 


C4132 


03 


C2 




H2 


A1 


R4332 


H3 


C2 


C4320 


C2 


B2 


R4112 


H2 


A1 


R4334 


H3 


02 


C4321 


C2 


B3 


R4114 


H2 


A1 








C4322 


02 


B3 


R4120 


03 


B1 


U4130A 


E3 


Cl 


C4340 


C2 


02 


R4122 


E4 


B1 


U4130B 


F3 


Cl 








R4124 


E4 


Cl 


U4130C 


E3 


Cl 


CR4210 


C3 


A2 


R4134 


F3 


01 


U4220A 


H3 


B2 


CR4330 


H3 


C2 


R4140 


E3 


01 


U4220B 


E5 


B2 








R4210 


J3 


A2 


U4220C 


C3 


B2 


J4110 


J2 


A1 


R4212 


J4 


A2 


U4220O 


J3 


B2 


J4210 


J4 


A2 


R4214 


J3 


A2 


U4230 


03 


C2 


J4210 


Cl 


A2 


R4216 


H3 


A2 


U4322A 


F4 


B3 








R4218 


C3 


A2 


U4322B 


E4 


B3 


0411 0 


H2 


A1 


R4220 


03 


B2 








04120 


F2 


B1 


R4222 


03 


B2 


VR4310 


C2 


A3 


Q4240 


E3 


02 


R4224 


F2 


C2 








Q4242 


H3 


02 














P/O A2 ASSY also shown on 


CHASSIS 










DIRECT INPUT & RESOLUTION MULTIPLIER 


DS5023 


K1 


CHASSIS 














R5002 


A6 


CHASSIS 















** Located on back of boarc 














JI570IPI570 R42IOIJ42IO 




PHASE LOCK LOOP RESOLUTION MULTIPLIER. 




INT INPUT 
FROM 
POWER 
MODULE 



R FROM P2440 
PRESCALER 



SIS 90 B, 

SHOWN SOURCE 
INT 

POSITION * gjj-p 



ATTEN 

POSITION 



I ' r’ 

I CI 690 I 



CI585 >R,7a4 UlfcTOB 

2^F S 390 MC 10216 

^ RI683 
RI567^A^^ L6K 

ISofj CI593 RI692 i 

fi,69o 



SHiai 



100 K 



Cl59aTf'"K 

82 L -4 



ATTEN 









CI790 RI684 

68>lF 220 



^^QI790 



Li;rr7?7 

PI790| JI790 



3^4 

SUB 

TOP VIEW 



AMPLiriER 



PI770 IJI770 



DC508A 



36S8-4 

( 3 > 
















+IOV 

IQ 4 I 20 
n Q 4 II 0 , 



;R4M2 

•470 



J4II0|P41I0 



LOSS OF 
LOCK 



COMPONENT NUMBER EXAMPLE 

Component Number 

A23A2 R1234 

. Schematic 

Assembly ^ i U Circuit 
Number Subassembly Number 



Chassis- mo unted components have no Assembly Number 
prefix— see end of Replaceable Electrical Parts List. 



MClOloe 

MCI4046 5j 16 



•MOV +5V 6ND 
Ij ifT 6 



THTT 

+ 9 V 

Q 4242 + 5 V 

\ U4220aL, 

i„,^7426 I?* 



^R4ai4> 

ISO? 



I 2CR4330 
+ 5V 



R4a. 



U4322A 

74tS390 

E>' ac,3 

tIO 



^aio Sa,o 



+ 4.2V ' 



'■L-L 4 - .yvX 



P/O Ag RESOLUTtOKJ MULTPLtER BOARD 



7426 


74LS3 90 


4007 1 ij 1 


SI 380 




I KHz 








too Hz 








10 Hz 








IHz 








0.1 Hz 






- 


TOTALIZE 


• 


IHz 


T 




• 


10 Hz 






• 


lOOHx 


• 






IKHx 



16 4 A >4 

4 , 7,9 



DIRECT 

RESOLUTION 



prescale 

RESOLUTION 



I4iKHx~ 1 [ 

( 13 ) SHOWN IN CCW POSITION 



PI 570/' 



/ ® 



Static Sensitive Devices 

See Maintenance Section 



RESOLN MULT 
FREQ lOHx-25KHz 
■ XJOO 
J- XI 

1 SHOWN IN XI POSITION 



^ >RI564 

UI570C 

MO 0 I 02 rh 




UI570D* 

MCI0I02 I 

-xi^CtHIy)^ siG 

"ro UI660-9 



UI570B UI570A 

MClOiOa MCIOI02 



EUECTRONIC. i 
I SWITCH ECL I 

Wmm ciiMifiTWfuwwnTWir 







■ PARTIAL Al MAIN 80ARP 



DIRECT INPUT L RESOLUTION MULTIPLIER <J> 



& RESOLUTION 













A B C D E F 




3638-1 

(§> 



DC508A 








D 

0 

Q 

B 



B 

B 



IG 

§ 



B 



D 



D 



[ 



[ 

L 







A4 ASSY 








PRESCALE BOARD 


Circuit 


Schematic 


Board 


Circuit 


Schematic 


Board 


Number 


Location 


Location 


Number 


Location 


Location 


C2110 


C2 


F4 


Q2256 


D7 


B3 


C2121 


D4 


E4 


Q2321 


F6 


E2 


C2122 


D4 


F4 


Q2436 


K7 


01 


C2127 


E3 


E4 








C2128 


E3 


E4 


R2110 


C2 


F4 


C2131 


F2 


D4 


R2115 


04 


F4 


C2133 


F2 


E4 


R2120 


D3 


F4 


C2137 


H2 


D4 


R2124 


E3 


E4 


C2141 


K2 


C4 


R2126 


E4 


E4 


C2143 


J2 


C4 


R2130 


E2 


E4 


C2147 


K1 


C4 


R2132 


E2 


E4 


C2148 


K1 


C4 


R2134 


F2 


04 


C2151 


C6 


B4 


R2136 


F1 


04 


C2153 


C6 


B4 


R2140 


J2 


04 


C2157 


D6 


B4 


R2142 


J1 


04 


C2211 


Cl 


F3 


R2144 


K2 


C4 


C2212 


D3 


F3 


R2146 


K1 


C4 


C2213 


D2 


F3 


R2150 


C6 


C4 


C2214 


D4 


F3 


R2152 


C6 


B4 


C2215 


C1 


F3 


R2154 


D6 


B4 


C2230 


F3 


E3 


R2156 


C5 


B4 


C2240 


J3 


C3 


R2210 


C3 


F3 


C2250 


L2 


B3 


R2211 


C2 


F3 


C2264 


H7 


A3 


R2212 


C2 


F4 


C2322 


B8 


E3 


R2214 


C2 


F4 


C2324 


F6 


C3 


R2215 


D2 


F3 


C2332 


C7 


E2 


R2217 


C2 


F3 


C2336 


H7 


E2 


R2220 


04 


E3 


C2340 


C8 


D3 


R2224 


E4 


E3 


C2344 


D7 


D3 


R2227 


E5 


E3 


C2350 


K6 


C3 


R2230 


F3 


03 


C23S4 


F8 


B2 


R2234 


F2 


03 


C2360 


E7 


A2 


R2237 


F3 


03 


C2362 


E7 


E2 


R2240 


J2 


C3 


C2430 


C7 


B2 


R2244 


K2 


C3 


C2455 


F6 


A1 


R2247 


K3 


C3 


C2460 


F7 


A1 


R2250 


C7 


B3 


C2464 


C8 


B4 


R2252 


J7 


B2 








R2256 


06 


B3 


CR2162 


B6 


A4 


R2257 


D7 


B3 


CR2211 


C1 


F3 


R2325 


F6 


E2 


CR2213 


C2 


F3 


R2330 


H7 


E3 


CR2214 


D3 


F3 


R2335 


J7 


02 


CR2216 


C4 


F3 


R2337 


H8 


02 


CR2218 


C3 


F3 


R2338 


H5 


02 


CR2335 


J7 


D2 


R2368 


E7 


A2 


CR2420 


B8 


F2 


R2422 


F4 


E2 


CR2460 


F5 


B2 


R2423 


F4 


E2 


CR2462 


F7 


A2 


R2424 


F5 


E2 








R2425 


F5 


E2 


J2110 


B2 


F4 


R2430 


K7 


02 


J2440 


M6 


C2 


R2432 


K6 


02 








R2434 


K7 


01 


L2210 


B6 


F4 


R2436 


K8 


01 


L2214 


C2 


F3 


R2438 


F7 


02 


L2215 


D2 


F3 


R2439 


H5 


02 


L2216 


C2 


F3 


R2440 


M6 


C2 


L2218 


C3 


F3 


R2442 


L5 


C2 


L2344 


B7 


C2 


R2444 


L7 


C2 


L2362 


E8 


A2 


R2446 


L6 


C2 


L2420 


B8 


F2 


R2448 


L7 


C2 


L2426 


B6 


E2 


R2458 


J6 


B2 


L2452 


B7 


B2 


R2464 


F8 


A2 


L2464 


E7 


A2 


R2466 


E8 


A2 


L2466 


C8 


A2 














U2330 


C7 


02 


Q2125 


E3 


E4 


U2330A 


H7 


02 


Q2135 


F2 


D4 


U2330B 


F6 


02 


Q2145 


K1 


C4 


U2345 


L6 


C2 


Q2155 


C6 


B4 


U2350 


H6 


B2 


Q2226 


E4 


E3 








Q2236 


F3 


D3 


W2320 


C1 


F2 


Q2246 


K2 


C3 


W2440 


B8 


02 


CHASSIS 








PRESCALE BOARD 


C5030 


A6 


CHASSIS 


C5038 


M8 


CHASSIS 


C5032 


A6 


CHASSIS 








C5034 


A8 


CHASSIS 


F5020 


A2 


CHASSIS 



L 




A 



B 



C 



D 



E 



F 




(S. 







I static Sensitive Devices 

See Maintenance Section 



DIRECT 

RESOLUTION 



PRESCALE 

RESOLUTION 



iifilESi 

t CONNECTION FOR USE WITH OPTION 7, DIAG ^ 

+ REMOVE FOR OPTION 7 

M JUMPER CONNECTIONS FOR J1290 ARE AS FOLLOWS: 
§ IMa I.SpF PROBE 1 1 r 



COMPONENT NUMBER EXAMPLE 

Component Number 

A23 A2 R1234. 



FREQ 


PINS 


IMHz 


IC.2 


5MHz 


25w3 


5 MHz 


3CS.4 


lOMHz 


4Ea5 



Subassembly 
Number (if used) 



Chassis mounted components have no Assembly Number 
prefix— see end of Replaceable Electrical Parts List. 



ECL GATE GENERATOR 



-I5V UI280 
I MK5009 



a292 —I UI270B 

I ,0 Zlll, «''! 

ImeIi n? ® ^ ftiTse^ I 

390i 



UI760A 

MClOlOE , 



UI740A 

MC 10131 



UI740B 

MCI0<3( 



^ ^TO UI660A-4 

^DIAG^ 

UI760B ^+3.ZV) 

MCI0I02 — ; ' 



>Ri760 5 

>560 \ 



S Q 


-AA^^ 




D 


RI750^ 


Vri762 


>C 


5feO 


560 


0 


14 , 


,ans) 






>R1773 



GATE (ECL) 
—►TO UI660A-7 
DIAG^ 

\Q1660 ^ 

’ GATE CTTL) 
—►TO UI5330-ia 
RI6feO DIAG^ 

IC/-k 



TO UI360-4 
^ D1A6<^ 



TYPE 


+5V 


GND 


MC10IO2 


1^ 16 


8 


MCfOiai 


\, 16 


6 


MK5009 


15 


2/ 4 


7474 


14 


7 


7490 


5 


IO,2j3, 6j7 


7493 


5 


10, 14 



CLR TO 
■> uieroA - 1 
DIAG<^ 



CI42I 

0-1 

tH(— ^ CI420 

'O 

I.5K> .01 HH 



lQi420 



^ STANDARD 
I T IM£ &A^E lOMHx 

\J-3V 

STANDARD I 

T0.2V TlMEBASt . 

OUTPUT 

TO J1432-I I 






time base 

ADJUST 



i'll* QI422 



’"VA/^o.fev 



+ 5V 



STANDARD CLOCK COMPONENTS 
ARE REMOVED WHEN OPTION 1 
TIME6ASE IS IKJSTALLEO 



P/O Al MAIN BOARD 



GATE GENERATOR & TIME BASES 









L 

L 

[ 



[ 

G 

0 

c 

D 




D 

D 

D 



P/O A1 ASSY 




GATE GENERATOR & TIME BASES 


Circuit 


Schematic 


Board 


Circuit 


Schematic 


Board 


Number 


Location 


Location 


Number 


Location 


Location 


C1110 


D7 


A1 


R1312 


H7 


B2 


C1112 


C7 


A1 


R1385 


E5 


J2 


C1132** 


C7 


El 


R1385A 


E6 


J2 


C1230** 


C7 


E2 


R1385B 


E5 


J2 


C1290 


B3 


L2 


R1385C 


E4 


J2 


Cl 292 


F4 


K2 


R1385E 


E4 


J2 


C1310 


H8 


B2 


R1385F 


F4 


J2 


C1420 


J7 


C3 


R1385J 


D6 


J2 


C1421 


J7 


B3 


R1390 


F4 


K2 


C1422 


H8 


B3 


R1392 


B3 


L2 


C1423 


H8 


C3 


R1393 


L4 


L2 


C1424 


H8 


C3 


R1413 


H8 


B3 


C1426 


J7 


C3 


R1420 


J7 


B2 


C1510 


B7 


A4 


R1421 


J8 


C3 


C1512 


B7 


A4 


R1424 


H7 


C3 








R1428 


H8 


C3 


CR1210 


B7 


A2 


R1429 


H8 


C3 


CR1290 


B3 


L2 


R1572 


H4 


H4 


CR1390 


L3 


K2 


R1660 


M4 


GS 


CR1420 


J7 


C3 


R1750 


K4 


F5 








R1752 


J5 


F5 


J1190 


C4 


K1 


R1753 


J4 


F5 


J1192 


B3 


LI 


R1754 


J4 


F5 


J1432 


B5 


D3 


R1755 


J4 


F5 


J1510 


A3 


A4 


R1758 


H4 


F5 








R1760 


J4 


H5 


Q1180 


F6 


K1 


R1762 


L4 


H5 


Q1182 


E6 


K1 


R1763 


L4 


H5 


Q1290 


C3 


K2 


R1770 


L4 


H5 


Q1420 


J8 


C3 


R1772 


H4 


H5 


Q1422 


H8 


C3 


R1773 


K5 


H5 


Q1660 


L4 


H5 














TP1436 


B5 


D3 


R1182 


C3 


J1 








R1183 


E6 


J1 


U1110 


D7 


B1 


R1190 


F6 


K1 


U1170 


D6 


J1 


R1290 


F6 


K2 










P/O A1 ASSY aiso shown on 



[ 



L 

L 

L 



** Located on back of board. 




B 



D 



2 



+5V . 



GATE ECU 



>RI655 

GATE (ECU) 1 
FROM UI760-I5 
DIAG ^ 

SIS FROM f 1 

uisroD-15 -*iiS Jr 
DIA6^ I ^ 

+ 5V SWITCHED 
FROM si3eo-i 

<|> RIT59 



DIAS < 




SI690A*< 




3S3S-S> 

























[ 

[ 

[ 

[ 

[ 

[ 

[ 

[u 



P/O A1 ASSY 



COUNTER PROCESSING & DECADE COUNTERS 



Circuit 


Schematic 


Board 


Circuit 


Schematic 


Board 


Number 


Location 


Location 


Number 


Location 


Location 



CR1160 

CR1260 

CR1360 

CR1362 

CR1440 

CR1460 

CR1550 

CR1640 



D8 


HI 


R1350 


H3 


F2 


D7 


G1 


R1352 


K6 


F2 


D8 


FI 


R1353 


K7 


F2 


K7 


F2 


R1358 


L7 


G2 


L7 


G2 


R1370 


A7 


H2 


F4 


D3 


R1385H 


K7 


J2 


K4 


F3 


R1385I 


K8 


J2 


K1 


F3 


R1432 


F4 


D3 


L5 


G3 


R1435 


K3 


D3 


D1 


F4 


R1435A 


E4 


D3 


D4 


G4 


R1435B 


E4 


D3 


D3 


G4 


R1435C 


E3 


D3 


D6 


E5 


R1435E 


K8 


D3 


J6 


D4 


R1442 


D1 


F3 


C5 


E4 


R1445 


K4 


F3 






R1445H 


M6 


F3 


E7 


G1 


R1450 


D1 


F3 


D8 


H2 


R1452 


D1 


F3 


K8 


G2 


R1455 


K6 


G3 


B8 


H3 


R1457 


K5 


G3 


K8 


D3 


R1458 


K7 


G3 


K8 


H3 


R1460 


D6 


G3 


E5 


E4 


R1462 


K5 


G3 


C6 


E4 


R1464 


C5 


H3 






R1543 


A6 


E4 


B8 


H2 


R1544 


B6 


E4 


A7 


H2 


R1548 


H3 


F4 


B8 


H2 


R1549 


E2 


F4 






R1550 


F2 


F4 


E7 


G1 


R1552 


F2 


F4 


E8 


G1 


R1553 


E2 


F4 


D7 


HI 


R1554 


F2 


F4 


L7 


F2 


R1560 


E2 


G3 


K7 


G2 


R1565 


B2 


G4 


K5 


G3 


R1566 


B2 


G4 


D1 


F3 


R1568 


F3 


G4 


E2 


F4 


R1632 


J6 


D4 


F2 


F4 


R1633 


D6 


D4 


E6 


D5 


R1642 


C5 


E4 


C6 


E4 


R1643 


B6 


E4 


B5 


E5 


R1644 


C6 


F4 


H3 


F4 


R1650 


D1 


F5 


E1 


F5 


R1652 


D2 


F5 


D6 


E5 


R1653 


F3 


F5 


D6 


E5 


R1654 


D2 


F5 






R1655 


B1 


F5 


E7 


G1 


R1656 


C2 


F5 


E8 


G1 


R1658 


E2 


G5 


E7 


G1 


R1734 


E6 


D5 


E7 


G1 


R1736 


E6 


D5 


D7 


G1 


R1738 


C6 


D5 


D7 


G1 


R1739 


D6 


D5 


D7 


HI 


R1740 


D6 


E5 


L1 


C2 


R1742 


D6 


E5 


L7 


F2 


R1759 


A2 


G5 



P/O A1 ASSY also shown on 



CHASSIS 




COUNTER PROCESSING & DECADE COUNTERS 



CHASSIS 










UJ330-22 D9 
UI330-2I ^ 
UI330-2 D7 
UI330-/ D6 
UI330-3 05 
UI330-7 04 

FROM^ 

0 >AG<^ 

I UI330-9 03 



R1242 

IK 2.7K5 



UI33O-I0 02 



+ 5V, QI2: 



I Rtaaa 

I IK 



UI330-I8 Dl 











5 * RESOLN. MULT. 




L— 0 






1 FREQ fOH*-25KHz 


1 


ty^o 

1 


1 

V 


1 

1 


^ XlOO 

— XXI 



^oecImau pomTTI 



SHOWN IN XI POSN 



|A3 DISPLAY BOARD 



P3I20 

T™J 3 I 2 CM 



15 16 It 14 16 17 



r tnJ 






e/_/c 

d 







6 4 Twiaro* JM40|PII40 SEGMENT DETAILS 

i7pT R'J13 r^l 



L^|‘*J3I20 



L^J f I 

*UI 230 D I I 

7417 f^nl. 



[^k!££r|p ,370 



PRESCALE 

RESOLUTION 



(ccw) 



51300 SHOWN IN CCW POSN 






«r— 

(J 


OS32IO 

//I 

P 1 Q 




1 OVERFLOW 1 ^ 



D53220 DSS224 

A 



RH73 (.9^ ^ 1 

5. IK ^ 



3 4 

RI472 a RI470 2 
300 > 300 S 

-rr\t 1 tuYI 



TVPE 


+5V 


6ND 


7417 


14 


7 


74 74 


14 


7 


74 27 


14 


7 



COMPONENT NUMBER EXAMPLE 
Component Number 

A23 A2 R1234. 




'UI 230 A.B,E,F 

7417 



Assembly ^ J i | , 

Number Subassembly 
Number (if used) 



FROM 01330-14 -< 
UI330-I6- 



Chassis- mounted components have no Assembly Number 
prefix— see end of Replaceable Electrical Parts List. 



*UI 2 feOA 

7427 



_ UI 2 G 0 C 






7427 



SCAN CLOCK 
QI352-C - 

4 



UlSbOB 

74 T4 



DX FROM 
UI330-20 



w +5V 

^UI 230 C UI330-I9 - 

7417 ^ 



|( OV ) 

QII 72 



: IT e api^ 



LEADING ZERO 5LANK/NG 



® Static Sensitive Devices 

See Maintenance Section 



3638-7 










TO 

POWER 

MODULE 



>OVERFLOW 



P/o A I MAIN BOAAD 



DISPLAY DRIVERS E DISPLAYS <$> 



DISPLAY DRIVERS & DISPLAYS 














P/0A1 ASSY 




DISPLAY DRIVERS & DISPLAYS 


Circuit 


Schematic 


Board 


Circuit 


Schematic 


Board 


Number 


Location 


Location 


Number 


Location 


Location 


C1130 


C7 


D1 


R1240 


K2 


E2 








R1241 


F2 


E2 


J1140 


H3 


FI 


R1242 


F2 


E2 


J1140 


K3 


FI 


R1243 


F2 


E2 


J1140 


L3 


FI 


R1244 


F2 


E2 


J1140 


D4 


FI 


R1245 


H2 


E2 


J1220 


J5 


C1 


R1246 


H2 


E2 


J1370 


D4 


H2 


R1247 


J2 


F2 


J1370 


H5 


H2 


R1248 


J2 


F2 








R1249 


H2 


F2 


Q1140 


F2 


El 


R1250 


K2 


F2 


Q1142 


H2 


El 


R1251 


J2 


F2 


Q1143 


J2 


FI 


R1252 


J2 


F2 


Q1150 


L2 


FI 


R1253 


K2 


F2 


Q1153 


L2 


FI 


R1254 


K2 


F2 


Q1170 


E6 


HI 


R1257 


L2 


F2 


Q1172 


D8 


H1 


R1258 


B8 


G2 


Q1240 


H2 


El 


R1470 


F5 


H3 


Q1242 


J2 


FI 


R1472 


F5 


H3 


Q1243 


J2 


FI 








Q1250 


K2 


FI 


S1380 


A6 


J3 








S1570B 


D2 


J3 


R1122 


H6 


Cl 








R1123 


H6 


Cl 


U1130 


H6 


D1 


R1124 


H6 


Cl 


U1230A 


E7 


D2 


R1125 


H6 


Cl 


U1230B 


E7 


D2 


R1126 


H6 


C1 


U1230C 


B8 


D2 


R1128 


H6 


Cl 


U1230D 


D4 


D2 


R1129 


H6 


Cl 


U1230E 


E7 


D2 


R1131 


H6 


El 


U1230E 


E7 


D2 


R1132 


F7 


El 


U1260A 


B8 


G2 


R1140 


F6 


El 


U1260B 


D8 


G2 


R1142 


F7 


El 


U1260C 


D7 


G2 


R1143 


D4 


El 


U1360B 


E8 


G2 


R1172 


D8 


H1 








R1173 


E6 


HI 


W1270 


D4 


H2 


R1174 


E5 


HI 


W1570 


F6 


H3 


R1230 


D8 


D2 








R1232 


F2 


E2 








R1234 


K2 


E2 










P/0 A1 ASSY also shown on 






A3 ASSY 






DISPLAY I 


DRIVERS &DISP 


LAYS 


DS3210 


E5 


A2 


J3120 


E4 


B1 


DS3220 


F5 


B2 


J3210 


J5 


A2 


DS3224 


F5 


B2 


J3220 


E4 


B2 


DS3230 


F5 


C2 


J3220 


H5 


B2 


J3120 


F3 


B1 


U3110 


H3 


A1 


J3120 


J3 


B1 


U3120 


K3 


B1 


J3120 


K3 


B1 


U3130 


L3 


C1 






TYPE 


+5V 


GND 


740) 


14 


7 


7404 


(4 


7 


74LS76 


5 


13 



S1320 

IstaniobyI 



+33.5V 

lIM 



[ir''*%U4l40B 

■ I V 7401 



s)f.U4l40C 

— N 7401 



★ U4I40D 

—N 7401 



U4240F U4I40A 

7404 7401 

V 



I P4I50 

LIGHT 

™ ’»<$> 



1 ' 



IQmS gate. 

FROM 7G DIAS 
__ 



U4240E* 

7404 



^ P4250 
D*! STROBE U 
7R 



DP STROBE 8 

I — < 

FROM. . 

DIAS <5> T 

. ^ P4I60 . 



Il>^ 10 

, *u- 
2 , 



*U4340A 

7401 



P-M50 . I 
KHZ LIGHT 

SELECT 71 5 . 

Uj|J4/50^ 

P 4250 ^| ^4250 

SWEEP 7 ;^ 



P 4250 j. 
INTERNAL D 
LATCH 7C r< 



U4240B 

7404 



R4250 

5 . IK U4240D 

7404 



iq^S GATE 



J4250 

->iU43400 

7401 

^U4340C J4I50 

7401 ► 



FROM 

POWER MODULE 



KHZ ^ 

LIGHT 7H<^ 



^U 4340 Bj 425 J^p^^^^ 




7E 

COUNT 

7B 0PT7<^ 
GATE. 



start 

COUNT 7D- 



U4240C 

7404 






U4330 

74LS76 



^ OPEN COLLECTOR 



P/o AZ RESOLUTION MULTiPLIER BOARD 



pi 

GND )4B 



0\ Static Sensitive Devices 

cV See Maintenance Section 
COMPONENT NUMBER EXAMPLE 

Component Number 

A23.A2 R1234 

. Schematic 

Assembly ^ i L_. 

Number Subassemb/y dumber 
Number (if used) 



+ UI1I2 

76HVI5 



C11I3 



05!^, "Sc 




R1524 ^ 


{ w 




QI520 Qis; 




ft|7 


CI7a8in 


► R1722 




H.3K 



t U1II2 



36 i 38'8 

@ 



Chassis- mounted components have no Assembly Number 
prefiK— see end of Replaceable Electrical Parts List. 






F H J 



K L M 




OPTION 7 POWER SUPPLIES 









P/O A1 ASSY 




OPTION 7* POWER SUPPLY 


Circuit * 


Schematic 


Board 


Circuit 


Schematic 


Board 


Number 


Location 


Location 


Number 


Location 


Location 


C1113 


F2 


B1 


R1120 


F2 


Cl 


C1114 


H2 


B1 


R1523 


F6 


B4 


C1150 


L3 


FI 


R1524 


F6 


C4 


C1220 


K4 


C2 


R1610 


H4 


B4 


C1522 


H4 


B4 


R1612 


F4 


B4 


C1526 


K4 


C4 


R1620 


H6 


B4 


Cl 596 


K4 


L4 


R1622 


J6 


C4 


C1634 


L6 


D4 


R1623 


K5 


C4 


C1710 


J4 


A5 


R1624 


J6 


C4 


C1712 


K4 


B5 


R1626 


J5 


C4 


C1720 


J7 


C5 


R1630 


K5 


D4 


C1728 


F7 


C5 


R1710 


J3 


A5 


C1730 


L6 


D5 


R1714 


F4 


B5 


C1756 


K4 


F5 


R1720 


H6 


CS 








R1722 


F7 


C5 


CR1120 


H2 


Cl 


R1723 


H7 


C5 


CR1520 


F6 


C4 


R1724 


H6 


C5 


CR1710 


K3 


A5 


R1726 


H7 


CS 


CR1720 


J8 


C5 


R1729 


K6 


D5 


CR1722 


L6 


C5 


R1730 


K6 


D5 








R1732 


J6 


D5 


J1730 


L3 


D5 








J1730 


L6 


D5 


S1320** 


E2 


B2 


L1713 


C3 


B5 


TP1110 


L2 


B2 








TP1510 


L3 


B4 


Q1520 


F6 


C4 


TP1620 


K7 


C4 


Q1522 


F6 


C4 


TP1710 


F7 


A5 


Q1620 


K6 


B4 


TP1720 


L6 


C5 


Q1623 


H7 


C4 








Q1624 


H6 


C4 


U1112 


F2 


B1 


Q1730 


K5 


D5 


U1510 


H5 


B4 








U1520 


K5 


C4 




P/O A1 ASSY also shown on 






P/O A2 ASSY 




OPTION 7 & POWERS 


UPPLY 


C4330 


B7 


C3 


U4140A 


C4 


D1 








U4140B 


B3 


D1 


J4150 


B5 


El 


U4140C 


B3 


D1 


J4150 


C3 


El 


U4140D 


B4 


D1 


J4150 


C4 


El 


U4240B 


B5 


D1 


J4150 


C5 


El 


U4240C 


B7 


D1 


J4250 


C5 


E2 


U4240D 


B5 


D1 


J4250 


C6 


E2 


U4240E 


B4 


D1 


J4250 


B6 


E2 


U4240F 


B4 


D1 


J4250 


B5 


E2 


U42S0 


B5 










U4330 


B6 


C3 


R4142 


B3 


D1 


U4340A 


B4 


D3 


R4150 


C4 


El 


U4340B 


C5 


D3 


R4250 


B5 


E2 


U4340C 


C5 


D3 


R4342 


B6 


D2 


U4340D 


C5 


D3 


R4344 


C5 


D2 


U4342 


B6 




P/O A2 ASSY also shown on 



[ 

[ 

[ 



**Located on back of board. 




Section S— DC SOSA 



REPLACEABLE 
MECHANICAL PARTS 



PARTS ORDERING INFORMATION 

Replacement parts are available from or through your local 
Tektronix, Inc. Field Office or representative. 

Changes to Tektronix Instruments are sometimes made to 
accommodate improved components as they become available, 
and to give you the benefit of the latest circuit improvements 
developed in our engineering department. It is therefore 
important, when ordering parts, to include the following 
information in your order: Part number, instrument type or 
number, serial number, and modification number If applicable. 

If a part you have ordered has been replaced with a new or 
improved part, your local Tektronix. Inc. Field Office or 
representative will contact you concerning any change in part 
number. 

Change information, if any, is located at the rear of this 
manual. 

SPECIAL NOTES AND SYMBOLS 

XOOO Part first added at this serial number 

OOX Part removed after this serial number 

FIGURE AND INDEX NUMBERS 

Items In this section are referenced by figure and index 
numbers to the illustrations. 



INDENTATION SYSTEM 

This mechanical parts list is indented to indicate item 
relationships. Following is an example of the indentation system 
used in the description column. 

1 2 3 4 5 Name & Description 

Assembly andlor Component 

Attaching parts for Assembly andlor Component 

Detail Part of Assembly andlor Component 
Attaching parts for Detail Part 

Parts of Detail Part 

Attaching parts for Parts of Detail Part 



Attaching Parts always appear in the same indentation as 
the Item it mounts, while the detail parts are Indented to the right, 
indented items are part of, and included with, the next higher 
indentation. The separation symbol — * — indicates the end of 
attaching parts. 

Attaching parts must be purchased separately, unless otherwise 
specified. 

ITEM NAME 

In the Parts List, an Item Name is separated from the 
description by a colon (:), Because of space limitations, an Item 
Name may sometimes appear as incomplete. For further Item 
Name identification, the U.S. Federal Cataloging Handbook H6-1 
can be utilized where possible. 



ABBREVIATIONS 



" 


INCH 


ELCTRN 


ELECTRON 


IN 


INCH 


SE 


SINGLE END 




NUMBER SIZE 


ELEC 


ELECTRICAL 


INCAND 


INCANDESCENT 


SECT 


SECTION 


ACTR 


ACTUATOR 


ELCTLT 


ELECTROLYTIC 


iNSUL 


INSULATOR 


SEMICOND 


SEMICONDUCTOR 


ADPTR 


ADAPTER 


ELEM 


ELEMENT 


INTL 


INTERNAL 


SHLD 


SHIELD 


ALIGN 


ALIGNMENT 


EPL 


ELECTRICAL PARTS LIST 


LPHLDR 


LAMPHOLDER 


SHLDR 


SHOULDERED 


AL 


ALUMINUM 


EQPT 


EQUIPMENT 


MACH 


MACHINE 


SKT 


SOCKET 


ASSEM 


ASSEMBLED 


EXT 


EXTERNAL 


MECH 


MECHANICAL 


SL 


SLIDE 


ASSY 


ASSEMBLY 


FIL 


FILLISTER HEAD 


MTG 


MOUNTING 


SLFLKG 


SELF-LOCKING 


ATTEN 


ATTENUATOR 


FLEX 


FLEXIBLE 


NIP 


NIPPLE 


SLVG 


SLEEVING 


AWG 


AMERICAN WIRE GAGE 


FLH 


FLAT HEAD 


NON WIRE 


NOT WIRE WOUND 


SPR 


SPRING 


BD 


BOARD 


FLTR 


FILTER 


OBD 


ORDER BY DESCRIPTION 


SO 


SQUARE 


BRKT 


BRACKET 


FR 


FRAME or FRONT 


OD 


OUTSIDE DIAMETER 


SST 


STAINLESS STEEL 


BRS 


BRASS 


FSTNR 


FASTENER 


OVH 


OVAL HEAD 


STL 


STEEL 


BRZ 


BRONZE 


FT 


FOOT 


PH BRZ 


PHOSPHOR BRONZE 


SW 


SWITCH 


BSHG 


BUSHING 


FXD 


FIXED 


PL 


PLAIN or PLATE 


T 


TUBE 


CAB 


CABINET 


GSKT 


GASKET 


PLSTC 


PLASTIC 


TERM 


TERMINAL 


CAP 


CAPACITOR 


HDL 


HANDLE 


PN 


PART NUMBER 


THD 


THREAD 


CER 


CERAMIC 


HEX 


HEXAGON 


PNH 


PAN HEAD 


THK 


THICK 


CHAS 


CHASSIS 


HEX HD 


HEXAGONAL HEAD 


PWR 


POWER 


TNSN 


TENSION 


CKT 


CIRCUIT 


HEX SOC 


HEXAGONAL SOCKET 


RCPT 


RECEPTACLE 


TPG 


TAPPING 


COMP 


COMPOSITION 


HLCPS 


HELICAL COMPRESSION 


RES 


RESISTOR 


TRH 


TRUSS HEAD 


CONN 


CONNECTOR 


HLEXT 


HELICAL EXTENSION 


RGD 


RIGID 


V 


VOLTAGE 


cov 


COVER 


HV 


HIGH VOLTAGE 


RLF 


RELIEF 


VAR 


VARIABLE 


CPLG 


COUPLING 


1C 


INTEGRATED CIRCUIT 


RTNR 


RETAINER 


W/ 


WITH 


CRT 


CATHODE RAY TUBE 


ID 


INSIDE DIAMETER 


SCH 


SOCKET HEAD 


WSHR 


WASHER 


DEG 


DEGREE 


IDENT 


IDENTIFICATION 


SCOPE 


OSCILLOSCOPE 


XFMR 


TRANSFORMER 


DWR 


DRAWER 


IMPLR 


IMPELLER 


SCR 


SCREW 


XSTR 


TRANSISTOR 



@ 
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Replaceable Mechanical Parts— DC SOSA 



CROSS INDEX--MFR. CODE NUMBER TO MANUFACTURER 



Mfr. Code Manufacturer 



Address 



OOOCY 

OOOEX 

00779 

08261 

22526 

24931 

49671 

71159 

71279 

71785 

73743 

73803 

74445 

78189 

78471 

79136 

80009 

83385 

93907 

98291 



NORTHWEST FASTENER SALES, INC. 

O'HARA METAL PRODUCT COMPANY 
AMP, INC. 

SPECTRA-STRIP CORP. 

BERG ELECTRONICS, INC. 

SPECIALITY CONNECTOR CO., INC. 

RCA CORPORATION 
BRISTOL SOCKET SCREW, DIV. OF 
AMERICAN CHAIN AND CABLE CO., INC. 
CAMBRIDGE THERMIONIC CORP. 

TRW, CINCH CONNECTORS 
FISCHER SPECIAL MFG. CO. 

TEXAS INSTRUMENTS, INC., METALLURGICAL 
MATERIALS DIV. 

HOLO-KROME CO. 

ILLINOIS TOOL WORKS, INC. 

SHAKEPROOF DIVISION 
TILLEY MFG. CO. 

WALDES, KOHINOOR, INC. 

TEKTRONIX, INC. 

CENTRAL SCREW CO. 

TEXTRON INC. CAMCAR DIV 
SEALECTRO CORP. 



7923 SW CIRRUS DRIVE 
542 BRANNAN STREET 
P 0 BOX 3608 
7100 LAMP SON AVE. 

YOUK EXPRESSWAY 
2620 ENDRESS PLACE 

30 ROCKEFELLER PLAZA 

P 0 BOX 2244, 40 BRISTOL ST. 

445 CONCORD AVE. 

1501 MORSE AVENUE 

446 MORGAN ST. 

34 FOREST STREET 

31 BROOK ST. WEST 

ST. CHARLES ROAD 
900 INDUSTRIAL RD. 

47-16 AUSTEL PLACE 
P 0 BOX 500 
2530 CRESCENT DR. 

600 18TH AVE 
225 HOYT 



City, State, Zip 

BEAVERTON, OR 97005 
SAN FRANCISCO, CA 94107 
HARRISBURG, PA 17105 
GARDEN GROVE, CA 92642 
NEW CUMBERLAND, PA 17070 
GREENWOOD, IN 46142 
NEW YORK, NY 10020 

WATERBURY, CT 06720 
CAMBRIDGE, MA 02138 
ELK GROVE VILLAGE, IL 60007 
CINCINNATI, OH 45206 

ATTLEBORO, MA 02703 
HARTFORD, CT 06110 

ELGIN, IL 60120 
SAN CARLOS, CA 94070 
LONG ISLAND CITY, NY 11101 
BEAVERTON, OR 97077 
BROADVIEW, IL 60153 
ROCKFORD, IL 61101 
MAMARONECK, NY 10544 
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Replaceable Mechanical Parts — DC 508A 



Fig. & 

Index Tektronix Serial/Model No. 

No. Part No. Eft Dscont Qty 1 2 3 4 5 



Mfr 

Name & Description Code Mfr Part Number 



1-1 


337-1399-05 


2 


SHIELD,ELEC:SIDE 


80009 


337-1399-05 


-2 


366-1031-09 


1 


KNOB:GY, HOLD, 0.12710,0. 392 OD, 0.466 H 


80009 


366-1031-09 




213-0246-00 


1 


. SETSCREW: 5-40 X 0.093 ITL BK 0XD,HEX SKT 


71159 


OBD 


-3 


366-1170-03 


1 


KNOB:GRAY,0.25 ID X 0.706 0D,0.6H 


80009 


366-1170-03 




213-0153-00 


2 


. SETSCREW: 5-40 X 0.1 25, STL BK OXD,HEX SKT 


OOOCY 


OBD 


-4 


366-1559-00 


6 


PUSH BUTTON:SIL GY, 0.18 SQ X 0.43 


80009 


366-1559-00 


-5 


366-1690-00 


1 


KNOB:SIL GY, 0.53 X0.23 X 1.059 


80009 


366-1690-00 


-6 




1 


ADAPTER, CONN: (SEE J5021 REPL) 












(ATTACHING PARTS) 






-7 


220-0497-00 


1 


NUT, PLAIN, HEX. : 0.5-28 X 0.562 INCH HEX,BRS 


73743 


OBD 


-8 


210-1039-00 


1 


WASHER, LOCK: INT, 0.521 ID X 0.625 INCH OD 
— — * _ 


24931 


OBD 


“9 




1 


CONNECTOR,RCPT, : (SEE J5001 REPL) 






-10 


210-0255-00 


1 


TERMINAL, LUG: 0.391" ID INT TOOTH 


80009 


210-0255-00 


-11 


358-0029-00 


1 


BSHG, MACH. THD:HEX, 0.375-32 X 0.438"LONG 


80009 


358-0029-00 








(ATTACHING PARTS) 






-12 


210-0590-00 


1 


NUT, PLAIN, HEX. :0. 375 X 0.438 INCH, STL 


73743 


2X28269-402 


-13 


210-0978-00 


1 


WASHER, FLAT: 0.37 5 ID X 0.50 INCH OD,STL 


78471 


OBD 


-14 


105-0719-00 


1 


LATCH , RETAINING : PLUG-IN 


80009 


105-0719-00 








(ATTACHING PARTS) 






-15 


213-0113-00 


1 


SCR,TPG,THD FOR:2-32 X 0.312 INCH,PNH STL 


93907 


OBD 


-16 


105-0718-01 


1 


BAR, LATCH RLSE: 


80009 


105-0718-01 


-17 


426-1072-00 


6 


FRAME, PUSH BTN: PLASTIC 


80009 


426-1072-00 


-18 


334-3144-01 


1 


MARKER, IDENT: 


80009 


334-3144-01 


-19 


378-2030-01 


1 


LENS, LED DSPL:RED,W/MARKINGS 


80009 


378-2030-01 


-20 




1 


CKT BOARD ASSY: DISPLAY (SEE A3 REPL) 












(ATTACHING PARTS) 






-21 


210-0407-00 


2 


NUT, PLAIN, HEX. :6-32 X 0.25 INCH,BRS 
_ * — 


73743 


3038-0228-402 






_ 


. CKT BOARD ASSY INCLUDES: 






-22 


131-0608-00 


15 


. TERMINAL, PIN: 0.365 L X 0.025 PH BRZ GOLD 


22526 


47357 


-23 


136-0252-04 


8 


. SOCKET, PIN TERM:U/W 0.016-0.018 DIA PINS 


22526 


75060-007 


-24 


131-1425-00 


1 


. CONTACT SET,ELE:R ANGLE, 0.150" L,STR OF 36 


22526 


65521-136 


-25 


333-2365-02 


1 


PANEL, FRONT: 


80009 


333-2365-02 


-26 


200-0935-00 


2 


BASE, LAMPHOLDER: 0.2 9 OD X 0.19 CASE 


80009 


200-0935-00 


-27 


352-0157-00 


2 


LAMPHOLDER: WHITE PLASTIC 


80009 


352-0157-00 


-28 


386-3825-00 


1 


SUBPANEL, FRONT: 


80009 


386-3825-00 








(ATTACHING PARTS) 






-29 


213-0123-00 


2 


SCREW,TPG,TF:6-32 X 0.375,SPCL TYPE,FLH 


93907 


OBD 


-30 


211-0531-00 


2 


SCREW,MACHINE:6-32 X 0.375,FIL,STL 

_ ^ ^ 


83385 


OBD 


-31 


337-2478-00 


1 


SHIELD , ELEC : REAR , SUBPANEL 


80009 


337-2478-00 


-32 


384-1101-00 


1 


EXTENSION SHAFT: 4. 14 INCH LONG 


80009 


384-1101-00 


-33 


384-1341-00 


1 


EXTENSION SHAFT: 2. 183 INCH LONG, OFFSET 


80009 


384-1341-00 


-34 


384-1058-00 


1 


EXTENSION SHAFT: 8. 157 INCH LONG 


80009 


384-1058-00 


-35 




1 


CKT BOARD ASSY:RESOLN MULTR(SEE A2 REPL) 












(ATTACHING PARTS) 






-36 


211-0244-00 


3 


SCR,ASSEM WSHR:4-40 X 0.312 INCH,PNH STL 


78189 


OBD 






_ 


. CKT BOARD ASSY INCLUDES: 






-37 


131-1426-00 


1 


. CONTACT SET,ELE:R ANGLE, 0.250L, STRIP OF 36 


22526 


65524-136 


-38 


136-0269-02 


2 


. SKT,PL-IN ELEK: MICROCIRCUIT, 14 DIP, LOW CLE 


73803 


CS9002-14 




136-0269-02 


7 


. SKT,PL-IN ELEK:MICR0CIRCUIT,14 DIP, LOW CLE 


73803 


CS9002-14 






- 


. (OPTION 07 ONLY) 






-39 


136-0260-02 


2 


. SKT.PL-IN ELEK:MICROCIRCUIT,16 DIP, LOW CLE 


71785 


133-51-92-008 




198-3795-00 


1 


. WIRE SET, ELEC: 


80009 


198-3795-00 






- 


. (OPTION 07 ONLY) 






-40 


352-0166-07 


1 


. . CONN BODY, PL, EL: 8 WIRE VIOLET 


80009 


352-0166-07 






- 


. . (OPTION 07 ONLY) 






-41 


352-0168-00 


1 


. . CONN BODY, PL, EL: 10 WIRE BLACK 


80009 


352-0168-00 






- 


. . (OPTION 07 ONLY) 
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Replaceable Mechanical Parts— DC SOSA 



Fig. & 
Index 
No. 


Tektronix Serial/Model No. 
Part No. Eff Dscont 


Qty 


1 2 3 4 5 Name & Description 


Mfr 

Code 


Mfr Part Number 


1-42 


131-0707-00 




18 


. . CONNECTOR, TERM. : 22-26 AWG,BRS& CU BE GOLD 


22526 


47439 


-43 


175-0828-00 




FT 


. . (OPTION 07 ONLY) 

. . WIRE, ELECTRICAL: 5 WIRE RIBBON 


08261 


SS-0526-710610C 


-44 


175-0831-00 




FT 


. . (OPTION 07 ONLY) 

. . WIRE, ELECTRICAL: 8 WIRE RIBBON 


08261 


SS-0826-710610C 


-45 


129-0425-00 




1 


. . (OPTION 07 ONLY) 

SPACER, POST: 0.90 L X 0.25HEX 


80009 


129-0425-00 


-46 


211-0101-00 




1 


(ATTACHING PARTS) 

SCREW, MACHINE: 4-40 X 0.25,100 DEG,FLH STL 


83385 


OBD 


-47 


211-0008-00 




1 


SCREW, MACHINE :4-40 X 0.25 INCH,PNH STL 


83385 


OBD 


-48 


210-1178-00 




1 


WSHR, SHOULDERED: FOR MTG TO-220 TRANSISTOR 


49671 


DF 137A 


-49 


342-0224-00 




1 


INSULATOR , PLATE : TRANSISTOR 


80009 


342-0224-00 


-50 

-51 


211-0008-00 




1 

2 


CKT BOARD ASSY :PRESCALER( SEE A4 REPL) 
(ATTACHING PARTS) 

SCREW, MACHINE :4-40 X 0.25 INCH,PNH STL 


83385 


OBD 


-52 


210-0054-00 




2 


WASHER,LOCK:SPLIT,0.118 ID X 0.212"OD STL 


83385 


OBD 


-53 


211-0538-00 




1 


SCREW,MACHINE:6-32 X 0.312"100 DEG,FLH STL 


83385 


OBD 


-54 


210-0457-00 




1 


NUT,PL,ASSEM WA:6-32 X 0.312 INCH, STL 


83385 


OBD 


-55 


166-0032-00 




1 


. CKT BOARD ASSY INCLUDES: 

. SPACER, SLEEVE: 0.18 ID X 0.313 INCH LONG 


80009 


166-0032-00 


-56 


211-0016-00 




1 


(ATTACHING PARTS) 

. SCREW,MACHINE:4-40 X 0.625 INCH,PNH STL 


83385 


OBD 


-57 


337-2479-00 




1 


— — — ^ 

. SHIELD, ELEC:CIRCUIT CARD, TOP 


80009 


337-2479-00 


-58 


211-0022-00 




6 


(ATTACHING PARTS) 

. SCREW,MACHINE:2-56 X 0.188 INCH,PNH STL 


83385 


OBD 


-59 


210-0053-00 




6 


. WASHER, LOCK :INTL, 0.092 ID X 0 . 175”OD , STL 
— — — * 


83385 


OBD 


-60 


211-0012-00 




1 


. SCREW, MACHINE: 4-40 X 0.375,PNH STL CD PL 


83385 


OBD 


-61 


361-0225-00 




1 


. SPACER, SLEEVE: 


80009 


361-0225-00 


-62 


211-0097-00 




1 


. SCREW,MACHINE:4-40 X 0.312 INCH,PNH STL 


83385 


OBD 


-63 


129-0517-00 




1 


. POST, ELEC-MECH: 0.25 L X 0.25 HEX,AL 


80009 


129-0517-00 


-64 

-65 


136-0252-04 




4 

23 


. LINK, TERM. CONNE: (SEE A4W2320 ,W2440 REPL) 
. SOCKET, PIN TERM:U/W 0.016-0.018 DIA PINS 


22526 


75060-007 


-66 


131-0938-00 




2 


. CONNECTOR, RCPT, : 50 OHM MALE SNAP-ON 


98291 


051-043-0349 


-67 


337-2482-00 




1 


. SHIELD, ELEC: CIRCUIT CARD, FRONT 


80009 


337-2482-00 


-68 


o 

0 

1 

CM 

CM 

O 

0 

1 

CM 




5 


(ATTACHING PARTS) 

. SCREW,MACHINE:2-56 X 0.188 INCH,PNH STL 


83385 


OBD 


-69 


337-2481-00 




1 


. SHIELD, ELEC: CIRCUIT CARD, REAR 


80009 


337-2481-00 


-70 


211-0022-00 




5 


(ATTACHING PARTS) 

. SCREW,MACHINE:2-56 X 0.188 INCH,PNH STL 
^ ^ ^ ^ ^ 


83385 


OBD 


-71 


407-2064-00 




1 


. BRACKET,ANGLE: ELECTRICAL SHIELD, ALUMINUM 


80009 


407-2064-00 


-72 


129-0463-00 




1 


. SPACER, POST: 0.188 HEX X 0 . 937”L , W/4-40 THD 


80009 


129-0463-00 


-73 


211-0116-00 




1 


. SCR,ASSEM WSHR: 4-40 X 0.312 INCH,PNH BRS 


83385 


OBD 


-74 


210-0054-00 




1 


. WASHER,LOCK: SPLIT, 0.118 ID X 0.212"OD STL 
_ . — ^ ^ — 


83385 


OBD 


-75 


129-0692-00 




1 


. SPACER, POST: 1.01 6 L,W/4-40 THRU THD,AL 


80009 


129-0692-00 


-76 


211-0007-00 




1 


(ATTACHING PARTS) 

. SCREW,MACHINE:4-40 X 0.188 INCH,PNH STL 


83385 


OBD 


-77 


210-0054-00 




1 


. WASHER,LOCK:SPLIT,0.118 ID X 0.212"OD STL 


83385 


OBD 


-78 


337-2480-00 




1 


^ ^ ^ ^ 

. SHIELD, ELEC: CIRCUIT CARD, BOTTOM 


80009 


337-2480-00 


-79 


211-0116-00 




1 


(ATTACHING PARTS) 

. SCR,ASSEM WSHR:4-40 X 0.312 INCH,PNH BRS 


83385 


OBD 


-80 


198-3875-00 

352-0162-04 




1 

1 


_ — _ — 

. WIRE SET, ELEC: 

. . CONN BODY, PL, EL: 4 WIRE YELLOW 


80009 

80009 


198-3875-00 

352-0162-04 


-81 


131-0707-00 




4 


. . CONNECTOR, TERM. : 22-26 AWG,BRS& CU BE GOLD 


22526 


47439 


-82 


175-0827-00 




FT 


. . CABLE, SP, ELEC: 4, 2 6 AWG,STRD,PVC JKT,RBN 


08261 


SS04267(1061)0C 


-83 


337-2504-00 




1 


SHIELD,ELEC: INPUT 


80009 


337-2504-00 
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Replaceable Mechanical Parts— DC SOSA 



Fig. & 
Index 
No. 


Tektronix Serial/Model No. 
Part No. Eft Dscont 


Qty 


1 


2 3 4 5 Name & Description 


Mfr 

Code 


Mfr Part Number 




672-0698-00 




1 


CKT BOARD ASSY: MAIN 


80009 


672-0698-00 












(ATTACHING PARTS) 






1 -84 


213-0146-00 




4 


SCR,TPG,THD FOR: 6-20 X 0.313 INCH,PNH STL 


83385 


OBD 








- 




CKT BOARD ASSY INCLUDES: 






-85 


384-0923-00 




1 




EXTENSION SHAFT: 5.06 INCH LONG 


80009 


384-0923-00 


-86 


376-0051-00 




1 




CPLG, SHAFT, FLEX: 0.127 ID X 0.375 ID DELRIN 


80009 


376-0051-00 




213-0022-00 




4 




. SETSCREW: 4-40 X 0.188 INCH, HEX SOC STL 


74445 


OBD 


-87 






1 




RES NONWIR:(SEE R1460 REPL) 
















(ATTACHING PARTS) 






-88 


210-0583-00 




1 




NUT, PLAIN, HEX. :0. 25-32 X 0.312 INCH,BRS 


73743 


2X20317-402 


-89 


210-0046-00 




1 




WASHER,LOCK: 0.261 ID, INTL, 0.018 THK,BRS 
_ — * — 


78189 


1214-05-00-0541C 


-90 


407-0803-00 




1 




BRACKET, ELEC SW: BRASS 


80009 


407-0803-00 








- 




SW CAM ACTR AS:DISPLAY(SEE S1380 REPL) 
















(ATTACHING PARTS) 






-91 


211-0244-00 




4 




SCR,ASSEM WSHR:4-40 X 0.312 INCH,PNH STL 


78189 


OBD 








- 




. SW CAM ACTR ASSY INCLUDES: 






-92 


200-2123-00 




1 




. COWER, CAM SW: ALUMINUM 


80009 


200-2123-00 












(ATTACHING PARTS) 






-93 


211-0008-00 




4 




. SCREW,MACHINE:4-40 X 0.25 INCH,PNH STL 


83385 


OBD 


-94 


210-0004-00 




4 




. WASHER,LOCK:#4 INTL, 0.015THK, STL CD PL 

— ^ ^ -k ~ ~ ~ 


78189 


1204-00-00-0541C 


-95 


131-0963-00 




1 




. CONTACT , ELEC : GROUNDING 


OOOEX 


OBD 


-96 


210-0406-00 




4 




. NUT, PLAIN, HEX. : 4-40 X 0.188 INCH,BRS 


73743 


2X12161-402 


-97 


214-1752-00 




2 




. ROLLER, DETENT: 


80009 


214-1752-00 


-98 


214-1139-02 




1 




. SPRING, FLAT: GREEN COLORED 


80009 


214-1139-02 




214-1139-03 




1 




. SPRING, FLAT: RED COLORED 


80009 


214-1139-03 


-99 


401-0180-00 




1 




. BEARING, CAM SW: FRONT & REAR 


80009 


401-0180-00 












(ATTACHING PARTS) 






-100 


354-0390-00 




1 




. RING, RETAINING: 0.338 ID X 0.025" THK,STL 


79136 


5100-37MD 


-101 


384-0878-18 




1 




. SHAFT CAM SW: OUTER CNCTRC,W/DRVR, TIME/CM 


80009 


384-0878-18 


-102 


105-0762-00 




1 




. ACTUATOR, CAM SW:DISPLAY 


80009 


105-0762-00 


-103 


210-0406-00 




2 




. NUT, PLAIN, HEX. : 4-40 X 0.188 INCH,BRS 


73743 


2X12161-402 


-104 


401-0178-01 




1 




. BEARING, CAM SW: CENTER/ REAR 


80009 


401-0178-01 


-105 






- 




CKT BOARD ASSY : MAIN (SEE Al REPL) 






“106 






1 




. SWITCH, PUSH: (SEE A1S1590A-C REPL) 






-107 


361-0383-00 




4 




. SPACER, PB SW: CHARCOAL, 0.33 INCH LONG 


80009 


361-0383-00 


-108 


131-1003-00 




1 




. CONN,RCPT,ELEC:CKT BD MT,3 PRONG 


80009 


131-1003-00 


-109 


136-0252-04 




5 




. SOCKET, PIN TERM:U/W 0.016-0.018 DIA PINS 


22526 


75060-007 


-no 






1 




. SWITCH, PUSH: (SEE A1S1570 REPL) 






-111 


361-0384-00 




2 




. SPACER, PB SW: 0.133 INCH LONG 


80009 


361-0384-00 


-112 






1 




. SWITCH, PUSH: (SEE A1S1320 REPL) 






-113 


131-0608-00 




53 




. TERMINAL, PIN:0. 365 L X 0.025 PH BRZ GOLD 


22526 


47357 


-114 






7 




. LINK, TERM. CONNE: (SEE AlWl 180 ,W1 222 ,W1223 , 












- 




. W1259,W1312,W1566,W1638 REPL) 






-115 






1 




. TRANSISTOR: (SEE A1U1112 REPL) 






-116 


136-0623-00 




1 




. SOCKET,PLUG-IN:40 DIP, LOW PROFILE 


73803 


CS9002-40 


-117 


136-0269-02 




10 




. SKT,PL-IN ELEK: MICROCIRCUIT, 14 DIP, LOW CLE 


73803 


CS9002-14 


-118 


136-0514-00 




1 




. SKT,PL-IN ELEC:MICROCIRCUIT,8 DIP 


73803 


CS9002-8 


-119 


136-0260-02 




10 




. SKT,PL-IN ELEK:MICROCIRCUIT,16 DIP, LOW CLE 


71785 


133-51-92-008 


-120 






1 




. SWITCH, PUSH: (SEE A1S1550 REPL) 






-121 


361-0383-00 




2 




. SPACER,PB SW: CHARCOAL, 0.33 INCH LONG 


80009 


361-0383-00 




131-1426-00 




1 




. CONTACT SET,ELE:R ANGLE, 0.250L, STRIP OF 36 


22526 


65524-136 


-122 


131-0604-00 




20 




. CONTACT, ELEC: CKT BD SW,SPR,CU BE 


80009 


131-0604-00 


-123 


131-0993-00 




2 




. BUS, CONDUCTOR: 2 WIRE BLACK 


00779 


530153-2 


-124 


129-0277-00 




2 




. SPACER,POST:0.18 L,W/4-40THD THRU, BRASS 


80009 


129-0277-00 


-125 






1 




. OSCILLATOR,RF:(SEE A1Y1430 REPL) 












- 




. (OPTIONS 01 AND 07) 
















(ATTACHING PARTS) 






-126 


211-0097-00 




1 




. SCREW, MACHINE: 4-40 X 0.312 INCH,PNH STL 


83385 


OBD 








- 




. (OPTIONS 01 AND 07) 






-127 


210-1127-00 




1 




. WASHER, FLAT: 0.203 ID X 0.048 THK,STL CD 


80009 


210-1127-00 








- 




. (OPTIONS 01 AND 07) 
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Replaceable Mechanical Parts— DC 508A 



Serial/Model No. 
Eff Dscont 



Qty 1 2 3 4 5 



Name & Description 



136-0388-00 



SOCKET, PIN TERM:U/W 0.04 DIA PIN 
(OPTIONS 01 AND 07) 
MICROCIRCUITjLI: (SEE UlllO REPL) 
(OPTIONS 01 AND 07) 

(ATTACHING PARTS) 



-129 


211-0507-00 


1 


. . SCREW,MACHINE:6-32 X 0.312 INCH,PNH STL 






- 


. . (OPTIONS 01 AND 07) 


-130 


210-0407-00 


1 


. . NUT, PLAIN, HEX. : 6-32 X 0.25 INCH,BRS 






- 


. . (OPTIONS 01 AND 07) 




198-3794-00 


1 


. . WIRE SET, ELEC: 


-131 


352-0169-01 


2 


. , , HLDR TERM CONN: 2 WIRE, BROWN 




352-0169-02 


2 


... CONN BODY, PL, EL: 2 WIRE RED 




352-0169-03 


2 


. . . CONN BODY,PL,EL:2 WIRE ORANGE 


-132 


131-0707-00 


12 


. . . CONNECTOR, TERM. : 22-26 AWG,BRS& CU BE GOLD 




198-3795-00 


1 


. . WIRE SET, ELEC: 




352-0166-07 


1 


, . . CONN BODY, PL, EL: 8 WIRE VIOLET 




352-0168-00 


1 


. . . CONN BODY, PL, EL: 10 WIRE BLACK 




131-0707-00 


18 


. . . CONNECTOR, TERM. : 22-26 AWG,BRS& CU BE GOLD 




175-0828-00 


FT 


. . . WIRE, ELECTRICAL: 5 WIRE RIBBON 




175-0831-00 


FT 


, . . WIRE, ELECTRICAL: 8 WIRE RIBBON 


-133 


214-1061-00 


1 


SPRING , GROUND : FLAT 


-134 


426-0725-19 


1 


FR SECT, PLUG-IN: TOP 


-135 


426-0724-04 


1 


FR SECT, PLUG-IN: BOTTOM 


-136 


386-3657-01 


2 


SUPPORT, PLUG IN: 


-137 


210-1270-00 


2 


WASHER, FLAT:0. 141 ID X 0.04 THK,AL 




198-3793-00 


1 


WIRE SET, ELEC: 


-138 


175-0825-00 


FT 


. WIRE, ELECTRICAL: 2 WIRE RIBBON 


-139 


175-0828-00 


FT 


. WIRE, ELECTRICAL: 5 WIRE RIBBON 


-140 


175-0830-00 


FT 


. WIRE, ELECTRICAL: 7 WIRE RIBBON 


-141 


175-0833-00 


FT 


. WIRE, ELECTRICAL: 10 WIRE RIBBON 


-142 


352-0169-02 


1 


. CONN BODY, PL, EL: 2 WIRE RED 




352-0169-03 


1 


. CONN BODY, PL, EL: 2 WIRE ORANGE 


-143 


352-0163-05 


4 


. CONN BODY, PL, EL: 5 WIRE GREEN 


-144 


352-0165-07 


2 


. CONN BODY, PL, EL: 7 WIRE VIOLET 


-145 


352-0168-00 


2 


. CONN BODY, PL, EL: 10 WIRE BLACK 


-146 


131-0707-00 


62 


. CONNECTOR, TERM. : 22-26 AWG,BRS& CU BE GOLD 


-147 


210-0774-00 


1 


. EYELET, METALLIC :0. 152 OD X 0.245 INCH L,BRS 


-148 


210-0775-00 


1 


. EYELET, METALLIC: 0.126 OD X 0.23 INCH L,BRS 


-149 


131-0375-00 


3 


. CONNECTOR, PLUG, : RIGHT ANGLE 



Mfr Part Number 



450-3704-01-0300 



3038-0228-402 



198-3794-00 

352-0169-01 

352-0169-00 

352-0169-03 

47439 

198-3795-00 

352-0166-07 

352-0168-00 

47439 

SS-0526-710610C 

SS-0826-710610C 

214-1061-00 

426-0725-19 

426-0724-04 

OBD 

210-1270-00 

198-3793-00 

175-0825-00 

SS-0526-710610C 

SS-0726-710610C 

SS-1026-7 

352-0169-00 

352-0169-03 

352-0163-05 

352-0165-07 

352-0168-00 

47439 

210-0774-00 

210-0775-00 

051-328-3188-220 
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Fig. & 

Index Tektronix Serial/Model No. Mfr 

No. Part No. Eff Dscont Qty 1 2 3 4 5 Name & Description Code 



ACCESSORIES 



Mfr Part Number 



070-3638-00 



1 MANUAL, TECH; 



80009 070-3638-00 




MANUAL CHANGE INFORMATION 



At Tektronix, we continually strive to keep up with latest electronic developments 
by adding circuit and component improvements to our instruments as soon as they 
are developed and tested. 

Sometimes, due to printing and shipping requirements, we can’t get these 
changes immediately into printed manuals. Hence, your manual may contain new 
change information on following pages. 

A single change may affect several sections. Since the change information sheets 
are carried in the manual until all changes are permanently entered, some 
duplication may occur. If no such change pages appear following this page, your , 
manual is correct as printed. 



SERVICE NOTE 

Because of the universal parts procurement problem, some electrical parts in your 
instrument may be different from those described in the Replaceable Electrical Parts 
List. The parts used will In no way alter or compromise the performance or reliability 
of this instrument. They are installed when necessary to ensure prompt delivery to 
the customer. Order replacement parts from the Replaceable Electrical Parts List, 



CHANGE INFORMATION 
& TEST EQUIPMENT 




CALIBRATION TEST EQUIPMENT REPLACEMENT 



Calibration Test Equipment Chart 

This chart compares TM 500 product performance to that of older Tektronix equipment. Only those 
characteristics where significant specification differences occur, are listed. In some cases the new instrument 
may not be a total functional replacement. Additional support instrumentation may be needed or a change in 
calibration procedure may be necessary. 



Comparison of Main Characteristics 



DM 501 replaces 7D13 






PG 501 replaces 107 


PG 501 - Risetime less than 


107 - Risetime less than 




3.5 ns Into 50 O. 


3.0 ns into 50 0. 


108 


PG 501 - 5 V output pulse; 


108 - 10 V output pulse 




3.5 ns Risetime 


1 ns Risetime 


PG 502 replaces 107 






108 


PG 502 - 5 V output 


108 - 10 V output 


111 


PG 502 - Risetime less than 


111 - Risetime 0.5 ns; 30 




1 ns; 10 ns 


to 250 ns 




Pretrigger pulse 


Pretrigger pulse 




delay 


delay 


PG 508 replaces 114 








Performance of replacement equipment is the same or 


115 


better than equipment being replaced. 




2101 






PG 506 replaces 106 


PG 506 - Positive-going 


106 - Positive and Negative- 




trigger output sig- 


going trigger output 




nal at least 1 V; 


signal, 50 ns and 1 V; 




High Amplitude out- 


High Amplitude output. 




put, 60 V. 


100 V. 


067-0502-01 


PG 506 - Does not have 


0502-01 - Comparator output 




chopped feature. 


can be alternately 






chopped to a refer- 






ence voltage. 


SG 503 replaces 190, 






190A. 190B 


SG 503 - Amplitude range 


190B - Amplitude range 40 mV 




5 mV to 5.5 V p-p. 


to 10 V p-p. 


191 






067-0532-01 


SG 503 - Frequency range 


0532-01 - Frequency range 




250 kHz to 250 MHz. 


65 MHz to 500 MHz. 


SG 504 replaces 






067-0532-01 


SG 504 - Frequency range 


0532-01 - Frequency range 




245 MHz to 1050 MHz. 


65 MHz to 500 MHz. 


067-0650-00 






TG 501 replaces 180, 






180A 


TG 501 - Trigger output- 


180A - Trigger pulses 1,10, 




slaved to marker 


100 Hz; 1, 10, and 




output from 5 sec 


100 kHz. Multiple 




through 100 ns. One 


time-marks can be 




time-mark can be 


generated simultan- 




generated at a time. 


eously. 


181 




181 - Multiple time-marks 


184 


TG 501 - Trigger output- 


184 - Separate trigger 




slaved to market 


pulses of 1 and 0.1 




output from 5 sec 


sec; 10, 1, and 0.1 




through 100 ns. One 


ms; 10 and 1 fjis. 




time-mark can be 






generated at a time. 




2901 


TG 501 - Trigger output- 


2901 - Separate trigger 




slaved to marker 


pulses, from 5 sec 




output from 5 sec 


to 0.1 fjis. Multiple 




through 100 ns. 


time-marks can be 




One time-mark can 


generated simultan- 




be generated at 


eously. 




a time. 





NOTE: Ail TM 500 generator outputs are short-proof. All TM 500 plug-in instruments require TM 500-Series Power Module. 
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MANUAL CHANGE INFORMATION 

oDMMn-TED TO EXCELLENCE Date: 10-1~80 Change Reference: Cl/ 1080 

Product: DC 508A 1 . 3 GHz COUNTER Manual Part No.: 070-3638-00 

DESCRIPTION 



SCHEMATIC CORRECTION 



Diagram 2 coordinate A2 

CHANGE TO: 

PRESCALE INPUT 
100 - 1300MHz 
50fi 2VRMS MAX 
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IbktfDniX^ MANUAL CHANGE INFORMATION 

COMMITTED TO EXCELLENCE Date: 6-10-81 Change Reference: 

DC 508A 1.3 GHz COUNTER Manual Part No.: 070-3638-00 

DESCRIPTION 



REPLACEABLE ELECTRICAL PARTS CHANGES 



CHANGE TO: 

A4U2345 156-0377-00 MICROCIRCUIT, DI: TYPE D FLIP-FLOP ,MC1690L, ECL 
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